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Chapter 1

Introduction

1.1 The heart

The heart is a muscular organ which pumps blood through the human body.
It consists of four main chambers: the left and right atrium (LA and RA,
respectively); and the left and right ventricle (LV and RV, respectively). Low
oxygenated blood from the systemic system enters the RA via the superior and
inferior vena cava and is passed to the RV. The RV contracts and the blood is
pumped into the pulmonary circulation while back flow to the RA is prevented
by the tricuspid valve (TV). The oxygenated blood returns from the lungs and
enters the LA via the pulmonary veins (PV) and passes through the mitral valve
(MV) to the LV, which pumps the blood into the systemic circulation via the
aortic valve (AV).

Cardiac muscle cells have the unique property of autorhythmicity, which is
the ability of spontaneous depolarization. The bulk part of the heart muscle
is made up of cardiomyocytes (99%) which easily contract as a response to
impulses (action potentials) generated by pacemaker cells. Any disturbance in
the electrical activation can lead to a disturbed contraction pattern of the heart,
resulting in symptoms ranging from benign up to immediately life threatening
conditions.

1
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Figure 1.1: Courtesy of Waktare [155], A: The left atrium, the right atrium ,
the left ventricle and the right ventricle are indicated with LA, RA, LV, and
RV, respectively. Normal propagation pattern of the electrical activation of
the heart muscle. The impulse originates from the SA node (1) and spreads
across the atria (2), and via the AV node (3) to the ventricle (4). B: In the
case of atrial fibrillation chaotic activation cause the atria to beat with 400 to
600 contractions per minute (1). The AV node (2) filters out most of the high
frequency signals but nevertheless these signals may cause elevated ventricular
heart rates (3).

1.2 Atrial fibrillation

Background

Waktare’s patient page for atrial fibrillation from 2002 starts with “Atrial fibril-
lation (AF) is the most common heart rhythm disturbance in the United States
affecting over 2 million individuals”[155]. Approximately, 4 % of the popula-
tion over 65 years are affected by AF and this will increase to about 11 % of
the people over 80 years old [131]. Therefore, AF becomes a more and more
challenging disease for our health care system especially for the western world
with their aging population.

Normal heart beat and atrial fibrillation

Normally, the heart beat is initiated by the sinoatrial (SA) node and the elec-
trical activation spreads over the atria causing the contraction of the atria in
a specific pattern [155]. The ventricles are electrical isolated from the atria by
the valve plane which consists mostly of fibrous tissue. The electrical activa-
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tion then travels via the atrioventricular (AV) node (which has some filtering
characteristic) and the Purkinje system to the apex of the ventricles (see Fig.
1.1-A).

AF is defined by an irregular and rapid contraction of the atria with rates
up to 400 to 600 contractions per minute [155]. The AV node filters most of the
extra signals but some still propagate to the ventricles causing the heart rate to
rise [155] (see Fig. 1.1-B). The causes of AF are not fully understood yet and
still under investigation [131]. In some cases, AF might be due to wandering,
disorganized electrical waves that circulate through the atria [131]. In other
cases, AF may be triggered by single rapidly firing electrical sources which are
quite often in one of the pulmonary veins (PV) [131]. This irregular heartbeat
can be diagnosed by checking the patient’s pulse or with an electrocardiogram
(ECG).

Symptoms and treatment options

Symptoms vary between patients and can range from fatigue, difficulty breath-
ing, shortness of breath, palpitations, irregular heart beat, chest pain up to
heart failure [131]. Some patients are immediately aware of these fibrillations,
while others are unaware of the change in their heart’s rhythm. Although AF
is not directly life threatening, it has been shown that there is an increased risk
of stroke and heart failure associated with it [131].

There is a wide clinical spectrum of AF ranging from paroxysmal AF, persis-
tent AF, to permanent AF [155]. In paroxysmal AF, episodes can last anywhere
from seconds to days but the heart switches back spontaneously to sinus rhythm.
On the contrary, persistent AF does not stop spontaneously and can only be
restored by medical intervention in the form of medication or cardio-version.
Hearts with permanent AF are always in fibrillation and restoration of sinus
rhythm is not possible.

Three common pharmacological options are available for treating AF [155,
3, 131]. Most patients are on anticoagulation to reduce the risk of stroke due
to blood clots formed in the atria. Depending on the type of AF, heart rate
control medication is given to reduce the ventricular heart rate to an acceptable
level. Also, antiarrhythmic drugs are used to stabilize the electrical activation
pattern in the heart.

Another way of stopping erroneous activation in the atria is the Cox-Maze-III
procedure [31]. The idea behind this open heart surgery is to compartmentalize
the atrium through incisions to generate scar tissue which will electrically isolate
certain areas of the atrium and therefore stop erroneous activation. This pro-
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cedure has been found quite effective in curing AF with success rates above 90
% but it is quite risky and invasive and therefore not suitable for a large group
of patients [115]. However, over the last 25 years minimal invasive catheter
ablations have emerged which are nowadays commonly used to treat AF.

1.3 Challenges in Electrophysiology

Current Status

Developments in Electrophysiology (EP) over the last 25 years led to the treat-
ment of AF in a minimally invasive catheter-based way which makes it suitable
for a larger group of patients. Erroneous activation of the atria is stopped by
creating lesions with ablation catheters (usually RF-ablation). Procedures can
be done with the patient sedated or under general anaesthesia [3]. Catheters
are usually inserted via the groin and vena cava into the right atrium and via
a septal puncture into the left atrium where most of the ablations are done
[3]. Catheters are observed on X-ray fluoroscopy [3, 133] and lately also intra
cardiac echo is used for guidance[62, 121]. Electrical activation pattern within
the atria are mapped by measuring the ECG on many positions at the atrial
wall with special catheters creating a so-called electro-anatomical map (EAM)
[133, 47] (see Fig. 1.2). The 3D position of the catheter tip is estimated using
electromagnetic or resistance based tracking systems. For better visualization of
the anatomy the EAM can be registered to segmentations of the patient’s heart
generated from magnetic resonance imaging (MRI) or computed tomography
angiography (CTA) [48] (see Fig. 1.2b). Such a 3D map can also be projected
on the 2D x-ray image. This is especially important when ablating the PVs since
their anatomy is quite variable [108, 107]. When erroneous activation sites are
identified from the EAM or local catheter measurements, these can be isolated
by creating ablation lesions in spot or line like fashion. Those procedures are
complex and very lengthy, taking usually about 3 to 6 hours. However, despite
the efforts already put into providing a better visualization of the catheters by
augmented reality techniques, there are still quite some shortcomings due to the
sparse sampling of the EAM and the possible anatomical changes at the time
of the intervention. Furthermore, the CTA/MRI image acquisition is usually
done weeks in advance. This may further lead to decreased precision because
of changes in physiological state.

Catheter ablations are complex and long procedures and currently success
rates are only modest and quite variable between patients and hospitals [155].
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(a) (b)

Figure 1.2: 1.2a, electro-anatomical map (EAM) of a porcine left ventricle
(courtesy of L. Gepstein et al. [47].) 1.2b: EAM registered to a CT derived
segmentation (Courtesy of St. Jude Medical [1]). Color represents arrival time
of electrical activation.

A more invasive and risky procedure such as COX-Maze-III has better long
term success rates than AV ablations. Cox-Maze-III is successful in 90% of the
patients while EP ablations are reported to have very variable success [24]. In
a recent big meta-study [17] were found to be successful in 11% up to about
74% of single interventions. When multiple interventions and antiarrhythmic
drugs post intervention were used 28% up to 94% of the patients were reported
to remain AF free. This included different intervention techniques [24, 17].

Improving EP

Improving efficacy, reducing costs, and understanding the underlying physiolog-
ical mechanism of AF are the main challenges EP is currently facing. There are
several points of attack to improve EP from an biomedical engineering point of
view.

� Improve Outcome: Raise the success rate to similar values than Cox-
Maze-III (e.g. around 90%) and reduce the number of necessary redo
procedures.

� Reduce dependence on operator skills: There is quite a large vari-
ance in the outcome of AF ablation between centers and patients. This
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suggests also that the outcome highly depends on operator skills. A better
visualization may improve outcome and reduces the demands on operator
skills.

� Shorter procedure times: Patient throughput can be increased by
shorter procedure times per patient. Shorter procedure times will also
reduce the radiation exposure of patients and personnel.

� Lower costs: Cost will be reduced if less procedures per patient are
needed. Also, the number of single use devices and the number of preop-
erative images can be reduced.

Solution by intraoperative 3D imaging

One possible solution for improving on some of the above mentioned points
would be a better 3D visualization of the catheters in the anatomical con-
text during the intervention so that navigation and control is improved. This
would require an intra-operative 3D imaging modality which is able to visu-
alize catheter and soft tissue. Furthermore, showing a surface model of the
patient’s heart anatomy and visualizing the current catheter position relative to
it may be of great help for the physician. This augmented reality of the heart
and especially of the atria and the catheters might be advantageous in patients
with abnormal anatomy and may also be less demanding on the operator skill.
Furthermore, lower x-ray exposure and simplified logistics through lesser use of
preoperative imaging may be desirable.

1.4 Miniaturized Ultrasound

Ultrasound Imaging

The development of medical ultrasound (US) imaging started after world war II
inspired by developments in radar (RAdio Detection And Ranging) and sonar
systems [25]. Range imaging is the underlying image formation principle. Usu-
ally, in medical applications an acoustic pulse is generated by a transducer and
propagates through the body with a speed of sound of about 1540 m/s. Sound
is reflected at density and compressibility changes in the medium which can be
caused macroscopic structures such as tissue boundaries as well as micro struc-
tures within the tissue and even on a cellular level (scattering). The reflected
sound (echo) is received, usually with the same transducer which generated
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the excitation pulse, and commonly the echo amplitude is detected and can be
displayed on a screen (A-line). The time an echo was received corresponds to
the depth of the corresponding structure. A 2D image (B-mode imaging) is
constructed by either mechanically or electronically steering the US beam and
successively constructing the image from several A-lines, where the echo am-
plitude is displayed as a brightness image. The interference of scattered echo
generates the typical speckle patterns in US images.

Transesophageal Echocardiography

Ultrasound imaging is the image modality which was developed partly by the
demands of cardiology to be able to image the beating heart. The first transtho-
racic echocardiograms (TTE) with an electronically translated US beam were
acquired by Bom et al. [13]. Nowadays, transesophageal echocardiography
(TEE) probes are available which allow a view of the heart from the esophagus,
less compromised by artifacts due to the lungs and the rib cage. Before and
during EP interventions TEE imaging is used to diagnose blood clots which
may have formed in the atrium. Since the last 15 years three-dimensional (3D)
echo is available in cardiology (see Fig. 1.3b). It is intensively used and in
many applications superior to two-dimensional (2D) echo. A few years ago a
miniaturized TEE (µTEE ) probe (MicroMulti TEE, Oldelft Ultrasound, The
Netherlands) was introduced mainly for neonatal and pediatric applications.
Because of its small size, it can also be very useful in adults for monitoring
minimally-invasive interventions. A transnasal introduction of the probe has
been shown and it was reported that patients could tolerate the probe for up
to 24 hours [160, 137]. The probe has a 32 element phased array generating
a 2D image with an opening angle of about 90 degrees. The image plane can
be rotated by 180 degrees, covering a conical volume (see Fig. 1.3). Scanning
such a volume by rotating the array while acquiring 2D images and the ECG
signal makes reconstruction of the beating heart in 3D possible [153]. These 4D
reconstructions and also the set of individual 2D images could be a means of
imaging the beating heart and the catheters in an EP intervention situation.

4D Image reconstruction from 2D images

Typically, during such an rotational acquisition the image plane is rotated man-
ually and the imaging is not triggered or synchronized to the heart beat. There-
fore, the 2D image set is irregularly and sparsely sampled in the time domain
(cardiac phase) and the spatial domain (rotation angle of the image plane).
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Standard interpolation schemes like nearest neighbor and linear interpolation
do not perform well on this type of data.

Heart Segmentation

The atrial anatomy such as the pulmonary veins, the atrial appendages, and
the atrial septum are of importance for AF ablations. It has been shown that
these landmarks can be visualized with 3D TEE [41]. However, the anatomy
of interest is quite variable between patients and important landmarks such as
the pulmonary veins may not always be visible. Secondly, the atria are in the
near field of the TEE probe and especially the left atrium is impossible to image
entirely with a single 3D view. Image fusion of several views covering the whole
LA can be used to create a panoramic wide view. This wide view image can
then be used to segment the LA.

Segmentation involves separating different structures in the image (e.g. blood
pool and myocardial tissue) while constraining the surface of the organ with
some type of model. In our case we want to separate the surfaces of LA, LV
and other cavities from the blood pool. This generates a surface model of the
patient’s heart which can provide the anatomical context necessary for AF ab-
lations. This could replace the preoperative CT-derived segmentations and can
be combined with the EAM.

Segmentation can be done based on image intensities (blood is dark and
tissue is brighter in US images) but also on US speckle characteristics. The
scattering of US depends highly on the frequency of the used pulse and the
size, shape, and spatial distribution of the scatterers. The interference of the
scattered echos creates a specific speckle pattern which can be used to estimate
tissue characteristics and segment organs [154, 87].

Segmentation in the wide-view image will be easier since most of the organ
is captured. However, while ablating it is necessary to concentrate the imaging
on the ablation area only and not the entire atrium. This necessitates that the
anatomical model can also be fitted to a partial view of the LA.

Catheter Tracking

The position and orientation of the catheters used during the AF ablation pro-
cedure relative to the anatomy of the atria is important for successful ablations
and the currently used electromagnetic and resistance based tracking methods
are not always accurate enough. The catheter position, orientation and shape
can be estimated more accurately using the ultrasound images, the information
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derived from the tracking data generated from the used AF ablation equipment,
and a catheter model.

1.5 In this Thesis

To show that µTEE imaging combined with advanced image processing could
be used to help the outcome of AF ablation procedures is the objective of this
thesis. First, we evaluate the quality of 4D reconstructions generated using an
interpolation method, called normalized convolution (NC), which is suitable for
irregular and sparsely sampled data such as the data we expect from the µTEE
probe. In chapter 2 the work concerning reconstructing images from µTEE data
acquired in an irregular and sparse fashion is presented.

Secondly, we evaluate if (or to what extend) the LA can be entirely imaged
by a wide view image fusion and if all important anatomical features of the LA
can be captured. In chapter 5 and 6 we investigate the possibility of imaging the
LA with wide-view image-fusion and if anatomical landmarks can be identified
reliably.

Thirdly, we investigate how 3D TEE data can be used for multi-cavity image
segmentation and to what extend the partial field of view (FoV) will affect seg-
mentation quality. The possibility of accurate image segmentation from partial
and wide-view 3D TEE data is presented in chapter 3 and 7. We developed an
automatic landmark detection scheme for TEE images which we use for model
initialization which we present in chapter 4.

Fourthly, we look into how catheter shape and location could be estimated
from tracked ultrasound images combined with a catheter model. Our work on
catheter tracking is described in chapter 8.

In chapter 9 we discuss our findings and future work.
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(a) (b)

Figure 1.3: 1.3a, Dimension of the µTEE probe tip (courtesy of Oldelft Ultra-
sound, Netherlands) and the conical volume that can be scanned by rotating the
2D image plane by 180 degrees. 1.3b: An example 3D rendering of a 3D TEE
probe. The anatomy of the left atrium with the mitral valve, atrial appendage,
and the left pulmonary veins are visible.
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Abstract
For electrophysiology intervention monitoring, we intend to reconstruct 4D
ultrasound (US) of structures in the beating heart from 2D transesophageal
US by scanplane rotation. The image acquisition is continuous but unsynchro-
nized to the heart rate, which results in a sparsely and irregularly sampled
dataset and a spatiotemporal interpolation method is desired. Previously, we
showed the potential of normalized convolution (NC) for interpolating such
datasets. We explored 4D interpolation by 3 different methods: NC, nearest
neighbor (NN), and temporal binning followed by linear interpolation (LTB).
The test datasets were derived by slicing three 4D echocardiography datasets
at random rotation angles (θ, range: 0-180◦) and random normalized cardiac
phase (τ , range: 0-1). Four different distributions of rotated 2D images with
600, 900, 1350, and 1800 2D input images were created from all TEE sets.
A 2D Gaussian kernel was used for NC and optimal kernel sizes (σθ and στ )
were found by performing an exhaustive search. The RMS gray value error
(RMSE) of the reconstructed images was computed for all interpolation meth-
ods. The estimated optimal kernels were in the range of σθ = 3.24 - 3.69◦/
στ = 0.045 - 0.048, σθ = 2.79◦/ στ = 0.031 - 0.038, σθ = 2.34◦/ στ = 0.023 -
0.026, and σθ = 1.89◦/ στ = 0.021 - 0.023 for 600, 900, 1350, and 1800 input
images respectively. We showed that NC outperforms NN and LTB. For a
small number of input images the advantage of NC is more pronounced.



2.1. INTRODUCTION 13

2.1 Introduction

The focus in cardiology is increasingly shifting towards heart rhythm disorders (ar-
rhythmias) such as atrial fibrillations (AF). Arrhythmias are caused by abnormalities
in the electrical signal conduction and activation of the heart. Approximately one
third of arrhythmias concern AF [122] making it the most common cardiac arrhyth-
mia [43, 49]. AF causes a reduced contraction of the atria, irregular conduction of
impulses to the ventricle, and irregular heart beats. The presence of AF is associated
with an increased mortality and a higher risk of stroke due to thrombo-embolism,
heart failure, and impaired cognitive function [43, 49, 58, 23, 122].

Electrophysiology (EP) interventions are used to treat a range of arrhythmias by
ablating tissue in specific parts of the heart such as the areas around the pulmonary
veins in the left atrium [23]. The ablation region can vary from simple points to com-
plex geometries such as lines and circles (e.g. the modified Cox maze procedure)[23].
Typically, the pulmonary veins (PV) are isolated and the atrial surface divided into
several regions by creation of a series of ablation lesions (1-2mm apart), forming con-
tinuous lines. The isolation may fail if the lines are not continuous. The creation
of these 3D lesions is further complicated by the motion of the atrial wall due to
the heartbeat and breathing. Direct 3D imaging of the anatomical structure and the
ablation catheters would be of great help. Currently, X-ray fluoroscopy is mostly
used for ablation catheter guidance, which delivers naturally only 2D images, has a
weak blood-tissue contrast, and exposes the patient and medical personnel to harmful
ionizing radiation.

Transesophageal echocardiography (TEE) is an excellent method to visualize the
anatomical structure of the heart in 3D. Preliminary studies showed a good contrast
of the ablation catheters in the ultrasound images. However, the current 3D TEE
probes, are relatively large and cannot remain for a long time in the patient (see left
of Fig. 2.1-A). A newly developed transnasal TEE probe (MicroMulti TEE, Oldelft
Ultrasound, The Netherlands) with a tip size of 7.5×5.5×18.5 mm is well tolerated
by the patient and studies showed that the probe can remain in the body for up to
24 hours [160, 137]. A comparison of the MicroMultiTEE (microTEE) probe and
a conventional 4D matrixTEE (X7-2t, Philips Healthcare, The Netherlands) probe
is given in Fig. 2.1-A. The microTEE probe consists of a 32 element phased array
that delivers 2D ultrasound images. The array can be internally rotated over 180◦.
Therefore, 4D (3D+time) images can be obtained by stepwise rotation of the image
plane and acquiring a full heart beat for each rotation step (see Fig. 2.1). The 4D
image is reconstructed by interpolating the acquired 2D images. This type of image
acquisition will be rather slow. Another approach is fast rotation of the phased array
while continuously acquiring 2D images [153]. This leads to fast image acquisition
but results in a sparse and irregularly sampled set (see Fig. 2.3-B) and advanced
reconstruction methods are necessary.

We showed in previous work [14, 98] that normalized convolution (NC) is well
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suited for interpolating such sparse and irregularly sampled data. The quality of the
reconstructed image depends on the chosen convolution kernel and its parameters.
Narrower kernels may be beneficial in densely sampled regions whereas wider kernels
may have advantages in sparsely sampled regions. An example of different sizes of
a 2D Gaussian kernel is given in Fig. 2.2. The convolution kernel, depending on
its size, alters (blurs) the image contents such as edges or image details like valves.
Therefore, it can be assumed that there exists an optimal kernel size which will create
an reconstructed image with the least deviation from a ’true’ image. This kernel
comprises the best compromise between smoothing and preserving edges.

We previously introduced a method to simulate the microTEE data acquisition
and established a realistic ground truth for optimizing NC kernel sizes [51]. This
method uses conventional 4D TEE cardiograms, acquired using a matrix TEE probe,
as a ground truth. Rotated 2D images sampled at a random angle and frame time
were obtained from the 4D TEE set. These 2D images were used to reconstruct a 4D
image by NC. The quality of the reconstructions was assessed by computing the error
with the original 4D TEE set. In this work we evaluate:

� If NC reconstructions are superior to other interpolation methods such as nearest
neighbor (NN) and linear interpolation with temporal binning (LTB).

� If NC kernel can be optimized using a exhaustive search scheme and a quasi
Newton optimizer.

� If optimal kernel parameters can be reliably modeled and by how much NC
reconstructions fall back if they used model kernel compared to optimal kernels.

We tested the method on five different matrix TEE data sets acquired from different
patients. We ran reconstructions on a number of different sizes of input data ranging
from 400 to 1800 2D images.

2.2 Methodology

All image processing tasks were realized in C++ using the ITK [158] toolbox.

2.2.1 Creation of 2D Data

The 2D input images for the reconstruction filter (see figure 2.4) were derived from
five 4D (3D+time) matrixTEE data sets (224×208×208 voxel, 26 to 42 time frames)
which contained one complete cardiac cycle. The different 4D TEE sets were obtained
from different patients, containing similar views covering most parts of the left atrium,
the mitral valve, and the basal part of the left ventricle. TEE acquisitions with a low
image quality were excluded from analysis. The matrixTEE sets were smoothed in
the spatial dimensions by convolution with a Gaussian kernel (variance = 3 voxel)
and afterwards downsampled to 108×100×100 voxel with an isotropic voxel size of
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Figure 2.1: Comparison of the matrixTEE (A, left) and the microTEE (A,
right) probe heads. The rotated scan planes, which can be obtained with the
microTEE probe, are illustrated in B.

A B C

Figure 2.2: Schematic example of interpolating three data points (indicated by
squares) with 2D Gaussian kernels. The kernel used in B has a 50 % larger
width than the kernel used in A. C shows a kernel which has twice the width
of the kernel used in A. It can be appreciated that wider kernels lead to more
overlap between given sample points.
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Figure 2.3: Location of a rotated 2D input
image within a reconstructed 3D time frame
(A). An schematic example of an 2D input
image data distribution in the θτ -space (B).

Figure 2.4: The 4D image recon-
struction scheme. The input 2D im-
age set with angle and cardiac phase
information is fed into the recon-
struction filter which creates a se-
ries of 3D time frames by using ei-
ther normalized convolution (NC),
nearest neighbor (NN) or linear in-
terpolation with temporal binning
(LTB).

1.25 mm to decrease computational demands. Data sets with a varying number (N)
of rotated 2D image slices (I2D) were taken from the smoothed 4D data sets at a
random rotation angle (θ ∈ [0.0, ..., 180.0)) and a random normalized cardiac phase
(time frame). An example of a rotated 2D image within a 3D time frame is given in
Fig. 2.3-A. The off-grid points of the rotated 2D images were determined using nearest
neighbor interpolation. The rotation axis was parallel to the z-axis and at the center
of the xy-image plane. Sets of 2D input images were created from all three 4D TEE
data sets containing a different number of 2D images (400, 600, 900, 1350, and 1800).

2.2.2 Reconstruction Filter

We used three different interpolation methods for the reconstruction filter (middle
block of Fig. 2.4) to create a series of 3D time frames with a spatial dimension of
108×100×100 voxel. The reconstructions had half of the temporal resolution than
the original 4D TEE images. The reconstruction filter used NC, NN, and LTB as
interpolators which will be explained in the following sections.

4D Data reconstruction using Normalized Convolution

The NC algorithm[75, 14] and the implementation[51] used in this work, are described
elsewhere. However, for completeness we would like to give a small review of the NC
algorithm.

A time series of 3D images was reconstructed by interpolating in the spatiotemporal
θτ -space utilizing NC [14]. The image intensity of the reconstructed image, INC , in
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cylindrical coordinates using NC is given by

INC (θ, r, z, τ) =
(I2D (r, z)C ∗G) (θ, τ)

(C ∗G) (θ, τ)
, (2.1)

where C is the certainty map of the sampled data, and G is the interpolation kernel.
The ∗ denotes the convolution operation. Note that the interpolation is only done
in the spatiotemporal θτ -space since r and z are fully sampled. We set the certainty
map to one at the input image (I2D) location and zero elsewhere (see Fig. 2.3-B).
Therefore, we can parameterize the θτ -space over the input images which gives for
INC at the query point q (θq, r, z, τq) (see Fig. 2.5)

INC (θq, r, z, τq) =∑N−1
n=0 I2D(θn,r,z,τn)G(θn−θq,τn−τq)∑N−1

n=0 G(θn−θq,τn−τq)
. (2.2)

A 2D Gaussian function was used as interpolation kernel (equation 2.3).

G (θ, τ) = exp

[
−
(
θ

σθ

)2

−
(
τ

στ

)2
]

(2.3)

The width of the Gaussian kernel is defined by the two parameters σθ and στ which
can be optimized to obtain best possible reconstructions (see section 2.2.3).

Nearest Neighbor Reconstruction

NC was compared to a nearest neighbor (NN) interpolation which was also performed
in the θτ -space. The approximate nearest neighbor library was used [6]. The neighbor
with the minimum normalized squared Euclidean distancemin∀n∈N

(
(dθn/180◦)2 + dτ2

n

)
is used to assign an intensity value to a voxel in the reconstructed image.

Linear Interpolation with Temporal Binning

For the LTB interpolation scheme 2D images were first temporally sorted into bins
with a size of two frame periods which results into 15 time frames. Afterwards from
each time bin a time frame was reconstructed by linear interpolation of the two nearest
neighbors in the angular θ-dimension only. This results in a 4D image.

2.2.3 Error Metric

The NC kernel parameters σθ and στ (see equation 2.3) were optimized in order to
obtain optimal NC reconstructions. We used the root mean squared error as a metric
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Figure 2.5: Exemplary sketch of a query point (q (θq, r, z, τq)) in the θτ -plane.
The neighboring 2D images are indicated by blue asterisks. The certainty map
C is one at the 2D image locations and zero elsewhere. The contour of the
Gaussian interpolation kernel is depicted by the concentric rings around the
query point.

to judge the similarity of the reconstructed image (Irecon) and the ground truth image
(IGT ). The RMSE was defined as

RMSE =

√√√√ 1

Nvoxel

Nvoxel−1∑
n=0

(Irecon [n]− IGT [n])2, (2.4)

where Nvoxel represents the total number of voxels for one 4D image. We also used the
RMSE to compare the different interpolation methods. Figure 2.6 gives an overview
of how the RMSE was computed.

2.2.4 Optimization of NC Kernel Parameter

We used an exhaustive search and a quasi-Newton (QN) optimizer [83, 74] to find the
optimal kernel parameters for NC. First we ran an exhaustive search on a sub data
set of three 4D TEE images (TEE I, II, III) from the same patient to validate the
convexity and smoothness of the RMSE and to validate the QN optimizer. Depending
on the number of 2D input images we used different limits for the exhaustive search
space. These limits are shown in Table 2.1. The faster QN optimizer was used on the
full five patient data set to find optimal kernel parameters.
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Table 2.1: Limits of exhaustive search

num. of 2D images 600 900 1350 1800
στ 0.0005-0.073 0.0005-0.048 0.0005-0.048 0.0005-0.048
number of steps στ 30 20 20 20
σθ 0.09◦-8.64◦ 0.09◦-8.64◦ 0.09◦-8.64◦ 0.09◦-8.64◦

number of steps σθ 20 20 20 20

Figure 2.6: Overview of computing the root mean square error (RMSE) metric
for the reconstructed images.

2.3 Results

A qualitative example of one 3D time frame of the TEE II set and all tested recon-
structions (NC, NN, LTB) computed from 600 2D input images is shown in Fig. 2.7.
The RMSE for the different TEE sets for optimized NC, NN, and LTB is shown in
Fig. 2.8 and in table 2.3, 2.4, 2.5 for the sub data sets. For the sub data sets (TEE
I, II, III) the NC kernels were optimized utilizing a exhaustive search. The RMSE
with respect to the parameter space is shown in Fig. 2.9. Note that the minimum
RMSE is indicated by the magenta squares and that the RMSE is smooth and con-
vex. In Fig. 2.10 some example QN optimizations are overlaid with the exhaustive
search results. Note that the QN optimization converges within 9±3 iterations to the
minimum (magenta square) of the cost function which is a significant speed up of the
optimization. The QN optimization was then employed to all five TEE data sets. The
average optimal kernel sizes σθ and στ of the whole test data sets as a function of the
number of input images (n) are given in Fig. 2.11. The bars indicate the standard
deviations. The dashed lines represent a power law fit of the form y (n) = Cnα. The
model parameters are given in Fig. 2.11 as well. The average NC reconstruction errors
using optimal and model kernels are shown in Fig. 2.12. Note the similar performance
between optimal and model derived NC reconstruction kernels. The average difference
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in the error between reconstructions using model kernels and optimal kernels is shown
in Fig. 2.13.

2.4 Discussion

Fig. 2.8 shows the obtained average RMSE for the tested reconstruction methods
(NC, NN, LTB) for the sub data sets. It can be seen that NC has for all sub sets the
lowest RMSE compared to NN and LTB.

In order to assess the temporal consistency of the reconstructed images, we com-
puted the standard deviation of the individual RMSE obtained for each 3D time frame
of the sub data set (see Tab. 2.3, 2.4, 2.5). When looking at the standard deviation of
the RMSE it can be seen that for the densely sampled data sets (1350 and 1800) NC
has the lowest standard deviation of the RMSE (stdRMSE). It is also apparent that
the stdRMSE is highest and relative constant for LTB for all cases.

Table 2.2: Mean intensity ± standard deviation of the TEE images

TEE I TEE II TEE III
mean Intensity±std 77.07±52.83 46.10±56.74 32.37±44.68

When looking at Fig. 2.8 or Tab. 2.3, 2.4, 2.5 it can be seen that the RMSE
is highest for all reconstructions of TEE I and decreases successively for TEE II and
TEE III. This may be explained by looking at the mean intensities of the different
TEE images (see Tab. 2.2). The TEE I image has the highest mean intensity followed
by TEE II and TEE III images. If there is a similar artifact in the reconstructions,
this will result in a higher RMSE for TEE I image compared to TEE II and III images.
Also note that the relative performance of the interpolators is the same for all TEE
images.

The LTB reconstructions have a consistent high RMSE which indicates, that the
temporal binning leads to more temporal image artifacts than NN or NC. However,
for the sparsely sampled sets (with 600 input images), LTB has a lower RMSE than
NN, which can also be qualitatively observed in Fig. 2.7. The NN reconstruction
shows blocky artifacts which are not present in the NC and LTB reconstructions. If
the number of 2D images is raised these artifacts of the NN reconstruction were less
pronounced which is also indicated by the lower RMSE for sets with 1350 and 1800
input images (see Tab. 2.3, 2.4, and 2.5).

From Fig. 2.9 it can be seen that the RMSE metric is smooth, convex and has a
distinct minimum for all tested TEE images. For a higher number of 2D images (1350,
1800) the cost function becomes steeper (see Fig. 2.9). The RMSE for the optimal
NC reconstruction is the highest for the sparsely sampled sets with 600 2D images and
decreases successively for sets with 900, 1350 and 1800 input images. This is expected
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Figure 2.7: Qualitative example of a 3D time frame of the original TEE II image
(GT, upper left quadrant) and the reconstructions using NC with optimized
kernel parameters, (upper right), nearest neighbor (NN, bottom left), and linear
interpolation wit temporal binning (LTB, bottom right). Each quadrant shows
three orthogonal views through the 3D images at identical positions.
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Figure 2.8: RMSE for the different interpolators (NC, NN, LTB) for the three
different sub TEE datasets.

since firstly, for a denser sampled sets more original 2D data is available and secondly
narrower kernels were found which preserve more image detail. This can also be seen
by the decreasing kernel sizes found for the different sets (see Fig. 2.8).

Another important observation is that the kernel sizes do not seem to depend on
the chosen TEE image but rather on the number of input images (see Fig. 2.11)

The RMSE for reconstructions using NC kernel sizes predicted by the model is
only marginally higher than the RMSE for reconstructions using optimal kernels (Fig.
2.12 and 2.13). Images reconstructed from 400 2D images had the highest increase in
RMSE when model NC kernel sizes were used (Fig. 2.13). We believe this is due to
a higher spread in the optimal kernel sizes when 400 2D input images were used (see
Fig. 2.12). Due to the ‘extreme’ sparse sampling the optimal kernel size may be more
dictated by noise resulting in a more random location of the optima. Therefore, the
model kernel sizes do not predict well the individual optima of the different patients.
The increasing difference in RMSE between model and optimal kernel sizes for 1350
and 1800 2D input images may be due to the steeper error metric around the optimum
(see Fig. 2.9). Small deviations from the optimum will result into a higher RMSE
than for reconstructions using 600 or 900 2D input images.

The fitted power law function correlates well with the optimal NC kernel sizes
(R=0.88 and R=0.91 for σθ and στ respectively).

The QN-optimizer converges on average within 10 iterations which corresponds
to 40 image reconstructions since we used a finite difference to compute the gradient
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with respect to the kernel sizes. This translates into a speed up of more than 3 since
121 computations were needed for the exhaustive search shown in Fig. 1. The QN-
optimizer reaches within 3 to 4 iterations one step size of the optimum obtained by
the exhaustive search. We believe that we could relax the stopping criteria of the
QN-optimizer and speed up the optimization even more.

2.5 Conclusion

In this work we showed that NC with optimized kernel sizes outperforms NN and
LTB consistently for all three tested TEE images as well as for the 2D input image
distributions. We could show that the optimal kernel parameters depend more on
the input data distribution than on the image content. We could show that the
previously established method [51] of finding the optimal kernel sizes for NC works
well on different TEE data sets obtained from the same patient. We used three original
4D echocardiographic data sets as ground truth and showed that RMSE provided a
smooth cost function for all sub TEE sets. With this we were able to run a QN
optimizer and find successful optimal NC kernel sizes which can be successful predicted
by a power law model. With this model any number of 2D input images can optimally
being reconstructed.
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Table 2.3: Average RMSE ± standard deviation of 15 3D time frames for dif-
ferent reconstruction methods of set TEE I

set I-600 I-900 I-1350 I-1800
avg. RMSE opt. NC 13.8± 1.32 12.2± 1.07 10.4± 0.60 9.4± 0.60
avg. RMSE NN 17.8± 1.68 16.1± 1.44 13.9± 1.27 12.0± 0.95
avg. RMSE LTB 16.4± 2.23 15.8± 2.70 15.1± 2.82 14.7± 2.64

Table 2.4: Average RMSE ± standard deviation of 15 3D time frames for dif-
ferent reconstruction methods of set TEE II

set II-600 II-900 II-1350 II-1800
avg. RMSE opt. NC 11.9± 1.65 10.5± 1.27 9.0± 0.68 8.3± 0.72
avg. RMSE NN 15.1± 1.56 13.7± 1.23 12.0± 1.13 10.4± 0.81
avg. RMSE LTB 14.0± 2.23 13.3± 2.35 12.8± 2.36 12.4± 2.29

Table 2.5: Average RMSE ± standard deviation of 15 3D time frames for dif-
ferent reconstruction methods of set TEE III

set III-600 III-900 III-1350 III-1800
avg. RMSE opt. NC 9.9± 1.42 8.7± 0.94 7.4± 0.51 6.7± 0.55
avg. RMSE NN 12.3± 1.22 11.1± 1.01 9.6± 0.91 8.3± 0.64
avg. RMSE LTB 11.7± 1.90 11.3± 2.05 10.9± 2.05 10.6± 1.99
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G. van Burken, M. van Stralen, J.P.W. Pluim, A.F.W. van der Steen , T. van Wal-
sum and J.G. Bosch, Segmentation of multiple heart cavities in 3D transesophageal
ultrasound images, IEEE Transaction on Ultrasonics, Ferroelectrics, and Frequency
Control accepted (2015).



Abstract
Three-dimensional transesophageal echocardiography (3D TEE) is an excel-
lent modality for real-time visualization of the heart and monitoring of in-
terventions. To improve the usability of 3D TEE for intervention monitoring
and catheter guidance, automated segmentation is desired. However, 3D TEE
segmentation is still a challenging task due to the complex anatomy with mul-
tiple cavities, the limited TEE field of view, and typical ultrasound artifacts.
We propose to segment all cavities within the TEE view with a multi-cavity
Active Shape Model (ASM) in conjunction with a tissue/blood classification
based on a Gamma Mixture Model (GMM). 3D TEE image data of twenty
patients were acquired with a Philips X7-2t matrix TEE probe. Tissue prob-
ability maps were estimated by a two-class (blood/tissue) GMM. A statis-
tical shape model containing left ventricle, right ventricle, left atrium, right
atrium and aorta (LV, RV, LA, RA, Ao) was derived from Computed Tomog-
raphy Angiography (CTA) segmentations by Principal Component Analysis.
ASMs of the whole heart and individual cavities were generated and consecu-
tively fitted to tissue probability maps. First, an average whole-heart model
was aligned with the 3D TEE based on three manually indicated anatomical
landmarks. Second, pose and shape of the whole-heart ASM were fitted by a
weighted update scheme excluding parts outside of the image sector. Third,
pose and shape of ASM for individual heart cavities were initialized by the
previous whole heart ASM and updated in a regularized manner to fit the tis-
sue probability maps. The ASM segmentations were validated against manual
outlines by two observers and CTA derived segmentations. Dice coefficients
and point-to-surface distances were used to determine segmentation accuracy.
ASM segmentations were successful in 19 of 20 cases. The median Dice coeffi-
cient for all successful segmentations vs. the average observer ranged from 90
to 71 % compared to an inter-observer range of 95 to 84 %. The agreement
against the CTA segmentations was slightly lower with a median Dice coeffi-
cient between 85 and 57 %. In this work we successfully showed the accuracy
and robustness of the proposed multi-cavity segmentation scheme. This is a
promising development for intraoperative procedure guidance, e.g. in cardiac
electrophysiology.
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3.1 Introduction

Three-dimensional (3D) ultrasound is becoming more and more important for moni-
toring minimally invasive interventions. Currently, 3D ultrasound is the only feasible
modality which would allow real-time 3D monitoring of interventions [45]. Compared
to transthoracic echocardiography transesophageal echocardiography (TEE) is espe-
cially attractive for cardiac interventions, because of its superior image quality and
stable, non-obstructive, externally controllable position of the transducer within the
esophagus. In particular, 3D TEE allows direct real-time visualization of the com-
plex 3D anatomy of the different heart cavities, valves and the relative position of
catheters, and closure devices, etc. The transducer is close to the heart, showing im-
portant structures such as valves with high resolution, without image deterioration
by the chest wall, ribs and lungs. However, since the transducer is so close, the TEE
field of view (FoV) is limited, allows only a partial image of several heart cavities
and is highly dependent on probe manipulation. TEE imaging of the whole heart is
mostly impossible. Therefore, image interpretation requires expertise and automated
segmentation of 3D TEE data which is still challenging [22]. For procedure guidance,
the 3D TEE image should ideally be placed within a model of the heart, allowing
navigational help at a multitude of intervention sites. To this end, we propose a car-
diac 3D multi-cavity model automatically fitted within the TEE FoV. This forms the
basis for an automatic relative positioning of the image, as well as an automated seg-
mentation of the cavities. This can be used in support of cardiac electrophysiology
interventions, e.g. to allow accurate navigation of catheters. Cardiac electrophysiology
(EP) concerns the treatment of conduction and rhythm disorders of the heart. It is
a field of rapidly increasing importance within cardiology [122, 58]. During EP inter-
ventions, the source of the conduction abnormality is located and treated by tissue
ablation. First, position-sensing catheters are used to create a 3D electro-anatomical
map (EAM) of the surface of a heart cavity, e.g. the left atrium (LA). By positioning
the tip at a large number of locations on the cavity wall and recording the local ECG
signal and 3D position, a 3D map of the cavity with its conduction pattern is created.
This is a lengthy process with imprecise results. The EAM is rendered in an EP guid-
ance system (e.g. Carto 3 (Biosense Webster, Diamond Bar, CA) or Ensite Velocity
(St. Jude Medical, St. Paul, MN), with the positions of all tracked catheters, to guide
the intervention. Next, an ablation catheter is navigated to the erroneous conduction
sites and tissue is ablated to restore a normal conduction pattern. This requires a
precise visualization of the anatomical structures. However, the EAM is imprecise
and not detailed. Several approaches have been introduced to improve this guidance.
Preoperative CT and MR data have been used, from which several heart cavities are
segmented and the surfaces imported into the guidance system [85]. However, such
preoperative images often fail to improve the EAM since the CT/MR images are gen-
erally taken weeks in advance which may lead to considerable changes in the anatomy
or physiological state. Moreover, the CT/MR images are in different coordinate frames
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which makes a registration necessary. Ideally, the 3D TEE ultrasound data should be
segmented and anatomical structures and catheters identified for representation in the
interventional guidance system. This could both be done on preoperatively acquired
3D TEE (for creating a preoperative anatomical map without the need for CT or MR)
or on live intraoperative 3D TEE, to allow live guidance of the catheter positions with
respect to true anatomy and EAM. Our proposed approach is the foundation of such
applications.

Segmentation of ultrasound images in general is a challenging task [102]. The
characteristic speckle structure of an ultrasound image precludes simple separation of
different tissues. The images are anisotropic, inhomogeneous in gray level amplitude
and very dependent on probe positioning. Furthermore, ultrasound suffers quite often
from artifacts such as echo drop outs and shadowing due to poor probe contact, air
bubbles and calcifications.

Many models have been described for the speckle statistics of the backscattered
ultrasound RF-data (gray level amplitude) [20], [154]. Most of the theoretical work
has been focused on modeling raw RF-data neglecting all the proprietary post process-
ing steps of commercial ultrasound scanners. However, empirical fitting of different
distributions to log-compressed [138] and uncompressed [101] gray level data revealed
that the Gamma distribution fits such data quite well.

In cardiac ultrasound, segmentation is even more challenging since multiple (in-
complete) structures are involved, which have a complex and highly time-variable
shape, and there is a substantial anatomical and pathological variability over the
population [81, 102]. While many approaches have been presented for automated
segmentation of the left ventricle in transthoracic 3D echocardiograms [81, 10, 100],
especially for the left ventricle, there are few approaches for 3D TEE segmentations
[22, 66]. The segmentation approach we present meets the following requirements: it
deals with ultrasound peculiarities, partially missing information, anatomical variabil-
ity, and multiple complex structures. We propose a multi-object Active Shape Model
(ASM) [30] for this. ASMs are based on statistical shape models and describe the
shape variation of a population of shapes using Principal Component Analysis (PCA).
This allows the model to generate any shape in the population plus any ’plausible’
intermediate or extrapolated form. They are also known to handle missing data very
well [7]. Multiple interrelated objects and multidimensional shapes are handled in a
natural way.

We present and evaluate an Active Shape Model segmentation method for 3D
TEE which uses a multi-cavity shape model in conjunction with a blood/tissue clas-
sifier based on Gamma Mixture Models (GMM) of gray level amplitudes. To our
knowledge, this is the first time a multi-cavity ASM was used in combination with
a GMM tissue classifier. For all patients TEE and Computed Tomography Angiog-
raphy (CTA) images were acquired, and manual outlines were created in the TEE
images by two observers. These were compared to the ASM and TEE segmentations.
We also automatically segmented the CTA images by a well-established atlas-based
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method [73]. We registered the results to the TEE segmentations, to compare the
results within the TEE sector and also to investigate extrapolation of the heart cham-
bers outside the sector. Furthermore, comparing the registered CTA segmentations
with the manual outlines may give some insight into how well the segmentations from
the different modalities agree, which is important since the physical image formation
principle, segmentation method, acquisition time and coordinate frame are different.
We previously demonstrated a preliminary version of our method on a small data set
[53, 52]. In this paper we present our method in detail and evaluate on a data set of
twenty patients.

3.2 Methodology

3.2.1 Gamma Mixture Model

Segmentation in echocardiograms is generally complicated by speckle noise. Ultra-
sound images naturally exhibit local gray level variations (speckle) due to sound scat-
tering by randomly distributed sub-resolution scatterers. This leads to the typical
’noisy’ speckle images which may have a locally poor definition of edges. Using only
the local gray level information to find the borders of the different heart chambers
usually renders inaccurate segmentations.

The ultrasound speckle statistics depend on many parameters of the medium (scat-
terer size/density, attenuation, heterogeneity etc.) and parameters of the ultrasound
system (resolution cell dimension, frequency and bandwidth, interpolation, compres-
sion etc.). Classical approaches make use of the assumption of a high number of scat-
terers per resolution cell which will lead to Rayleigh and Rice distributions. However,
modeling the speckle distribution after all processing steps in commercial scanners is
difficult since there are many nonlinear processing steps such as adaptive filtering and
log-compression. Vendors usually do not disclose the parameters of their processing
pipeline. Some researchers have empirically compared the fit of different types of distri-
butions to log-compressed gray level data [138] and to linearly processed RF envelope
data [101]. They have shown that the Gamma distribution fits both types of data well.
Previously, Vegas-Sanchez-Ferrero et al. [151, 148] showed that a GMM models the
gray level distribution of ultrasound images after beam-forming, post-processing, and
interpolation in an accurate and effective way.Therefore, we decided to use a Gamma
mixture model to describe the speckle distribution of our log-compressed gray level
data. [148, 138, 101].

For estimating the likelihood of a region being blood or tissue a two-class mixture
model is used. We consider the voxel gray levels of an image region as an identically
distributed random variable:

X = {Xi} , 1 ≤ i ≤ N, (3.1)
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where N denotes the number of voxels in the region considered. The probability
density function1 p of such a mixture model is given by

p (x|Θ) =

2∑
j=1

πjfX (x|αj , βj) , (3.2)

where the vector Θ holds the parameters for both classes j = {1, 2} of the model
(π1, π2, α1, β1, α2, β2) and fX denotes the Gamma density function [151] with param-
eters α and β. The weighting terms πj stand for the prior probabilities of each class
πj = P (Class = j) and, thus, the condition

∑2
j=1 πj = 1 holds. The parameters in

Θ can easily be estimated with the Expectation-Maximization algorithm [95].
An example histogram of the gray levels and the fitted GMM with the blood and

tissue class are shown in Fig. 3.1. Please note that the GMM models the empirical
distribution quite well. On all patient histograms and fitted GMMs we computed
a Kolmogorov-Smirnov metric of 0.013±0.004 (mean±standard deviation). Further-
more, we computed the Kullback-Leibler divergence [151, 40] for all data sets which
was on average 0.03±0.01 (mean±standard deviation). Both metrics support our as-
sumption that the log-compressed gray level distributions can be modeled adequately
with the GMM.

Finally, probability maps of voxels belonging to blood or tissue (k = 1, 2, respec-
tively) are computed using Bayes’ theorem:

pk (x|Θ) =
πkfX (x|αk, βk)∑2
j=1 πjfX (x|αj , βj)

. (3.3)

An example 3D ultrasound volume and the computed tissue probability map are shown
in Fig. 7.4.

3.2.2 Active shape model

An active shape model [29] represents any shape, s, in a population as the average
shape s̄ plus a linear combination of the principal modes of variation, which are de-
scribed by the eigenvector matrix Φ and the corresponding coefficients b

s = s̄ + Φb, (3.4)

where s contains the n 3D vertices of the shape s = (x1, y1, z1, . . . , xn, yn, zn)T . Usu-
ally, the smaller modes of shape variation are removed from the model to suppress
noise and to reduce the dimensionality of the model. The ASM used in this work
was derived from 151 CTA segmentations [73, 91] containing the left and right ven-
tricle (LV and RV), left and right atria (LA and RA) and the aorta (Ao). The CTA

1Please note that we use lower case p for indicating probability density functions (pdf) and
capital P for probabilities.
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Figure 3.1: The GMM (blue solid line) fitted to the log-compressed gray level
histogram (black solid line). Grey levels smaller than 5 were discarded to remove
areas outside the imaging cone. A k-means (k = 2) classifier was used to
initialize the GMM. The blood (red dashed line), and tissue (green dashed line)
classes are shown in the plot as well. We computed for this example a Kullback-
Leibler divergence of 0.025 and a Kolmogorov-Smirnov metric of 0.015, which
both support the suitability of using the GMM to model the log-compressed
gray level distributions[151, 40].

scans were made from a mixed population of patients presenting a large variability
in anatomy and pathology [91]. The mean shape of the ASM is shown in Fig. 3.3
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Figure 3.2: Three orthogonal cross sections through a TEE volume (top) and the
corresponding tissue probability map (bottom). Note the reduction in speckle
of the tissue probability map compared to the gray level map.

and consists of about 104 3D vertices. ASM segmentation is achieved by initializ-
ing the shape model at a certain position in the image and finding new candidate
points in the neighborhood of the shape. The pose and shape of the ASM is then
iteratively estimated (by backprojecting the new shape on the model) until the ASM
converges. Update points (r′) are found along the surface normals by minimizing an
objective function as described by Van Ginneken et al. [143], which gives a robust
estimator of the blood-tissue transition point. We adopted this approach since we use
a CTA-derived ASM and therefore cannot model the TEE gray level or probability
map profiles along the surface normals. A weighted least square scheme is used to
estimate the pose (T (ai,θi, ti), with ai being the scale, θi being the Euler angles, and
ti being the translation at the iteration i) [5, 65] and the shape parameter (b′i) for
each iteration similar as described by Cootes et al. [28] which gives for the new shape
at iteration i

b′i =
(

ΦTWΦ
)−1

ΦTW
(
s̄− s′i

)
, (3.5)
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where W is a diagonal matrix containing the vertex weights, w, and si is the current
shape (e.g. the transformed update points s′i = T (ai,θi, ti) r′). The newly found
pose and the shape parameters are regularized with c (rotation, translation, shape)
and ca (scale) to prevent pose jumps by erroneous edge responses

ai = caai−1 + (1− ca) a′i, (3.6)

θi = cθi−1 + (1− c)θ′
i, (3.7)

ti = cti−1 + (1− c) t′i, (3.8)

and

bi = cbi−1 + (1− c) b′i, (3.9)

where dashes (′) denote the estimated unregularized pose and shape parameters at the
iteration i.

The vertex weighting factor w consists of a GMM based edge probability wGMM (r′),
a model distance term wASM (r′), and a term penalizing points outside or closed to
the border of the pyramidal TEE volume wUS (r′). The weighting factor is computed
as follows:

w
(
r′
)

= wASM
(
r′
)
wUS

(
r′
)
wGMM

(
r′
)
, (3.10)

where

wASM
(
r′
)

= exp

(
− (||r− r′||)2

σ2

)
. (3.11)

The parameter σ defines the range of the model distance penalty term and || indi-
cates the Euclidian distance.The term wUS (r′), is derived by convolving the binary
TEE mask with an isotropic Gaussian kernel with a standard deviation of

√
20 voxel.

The GMM term, wGMM (r′), enhances update points being close to the blood/tissue
transition zone (probability of 0.5) and is defined as

wGMM

(
r′
)

= 1− |p2 (I (r′) |Θ)− 0.5|
0.5

, (3.12)

where I (r′) is the local gray level in the TEE image at r′ and p2 (I (r′) |Θ) stands for
the tissue pdf.

3.2.3 Segmentation scheme

We use a three-stage segmentation scheme (see Fig. 7.5) where the model pose is
increasingly regularized from stage to stage. The scheme comprises the following
stages:

First stage. In the first step, the ASM of the entire heart containing all cavities
(ASMtotal) is used. The mean shape (̄stotal) of this ASM is initially transformed to the
TEE image by a similarity transform Tinit which was derived by manually indicating
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Figure 3.3: Mean shape of multi-cavity statistical shape model [91].

three landmark points in the TEE image (center of mitral valve, center of aortic valve,
and LV apex or a point on the LV long axis). The regularization factors, c and ca, are
set to zero.

Second stage. After the initial pose estimation, the pose and shape of ASMtotal

are iteratively updated with intermediate regularization. A shape model covering 90
% of the shape variation is used. New shape parameters, b, are computed from the
update points (r′) and b is limited to a hyper-ellipsoid (blim) by computing the χ2

distributions and taking the 98 % percentiles as limit [29].
Third stage. In the last stage of the segmentation, for each cavity, a separate

shape model covering 98% of the shape variation is used. The pose and shape updates
of each ASM are more strongly regularized by setting c to 0.6. The shape updates are
again limited to a hyper-ellipsoid, corresponding to 99.7% percentile.

For all stages, we limit the scale (alim), the rotation angles (θlim), and the trans-
lation (tlim). All limits for the different stages and all other parameters are shown in
table 7.1.

The parameters for the ASM segmentation scheme were empirically chosen based
on segmentations of previous data sets.

3.3 Experiments

3.3.1 Data

The segmentation method was validated in 3D TEE data sets obtained from twenty
patients (13 male, 7 female; mean age ± standard deviation: 80±7) undergoing a
Transcatheter Aortic Valve Implantation (TAVI) in accordance with the hospital ethi-
cal regulations. The patients had all severe aortic valve stenosis with different severity
of valve regurgitation. This caused for many patients severe pathologies with con-
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Table 3.1: Segmentation parameters: σ defines the range of wASM , c regularizes
θ, t,b, and ca regularizes a at each iteration. Upper and lower limits for the
pose and shape parameters have the subscript lim.

parameters stage 1 (S1) stage 2 (S2) stage 3 (S3)
c 0.0 0.2 0.6
ca 0.0 0.2 0.3

σ (voxel) 44 20 20
alim (%) ±30 of ainit ±18 of aS1 ±15 of aS2
θlim (◦) ±30 of θinit ±20 of θS1 ±5 of θS2

tlim (mm) ±30 of tinit ±20 of tS1 ±5 of tS2
blim(%) 0.0 98.0 99.7

siderable left ventricular and atrial enlargement and hypertrophy. All TAVI patients
had 3D TEE data acquired with a matrixTEE probe (X7-2t, Philips Healthcare, The
Netherlands) during the preparation of the intervention. The patients were anes-
thetized and in supine position. Conventional log-compressed gray level data was
used in the study.The sonographer used a preset but was free to adapt the machine
parameters image depth (10±2 cm), focus, gain (47±5 dB), compression (49±1 %),
and time-gain curve to yield the best and most homogeneous image quality for the
specific patient. One heart cycle was acquired in ”Live 3D” mode (no stitching of
sub-volumes acquired over several cardiac cycles) yielding a frame rate of about 4 ±
1 volumes/sec. The power settings were fixed yielding an MI of 0.5 and a TI of 0.1.
All patients also underwent a gated CTA for preoperative planning. Usually, 19 time
frames were acquired and the ED time frame was selected. The CTA volumes were
cropped so that only the heart was in the image volume.

3.3.2 Gold standard and Evaluation of Ground Truth

To provide a segmentation ground truth, 2D contours of all visible cavities in multiple
short and long axis views were manually annotated by two independent observers in
all end-diastolic (ED) TEE images. The ED time-frame was manually selected by
visual inspection of the mitral valve (closed) and the LV (largest volume). To speed
up the manual outline we used the roughly aligned mean shape (̄stotal) as starting
point for the observer outlines. First, one observer indicated four landmark points on
the mitral valve (MV) annulus, one on the aortic valve (AV), and one at the apex
of the left ventricle. The center of the four MV points, AV, and apex point were
then used to compute an initial similarity transform for the mean shape of the total
heart model (̄stotal). The mean shape was overlaid on the TEE image and small
adjustments could be made to the landmark points to obtain an optimal initial pose
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Figure 3.4: Three stage segmentation scheme which adjusts the pose and shape
of the model from stage to stage. In the first stage the mean shape of the entire
heart model (̄stotal) is aligned to the TEE volume and the found pose is passed
to stage 2. Secondly, the pose and shape of the complete heart (ASMtotal) is
updated. In the third stage, individual ASM’s for each cavity are fitted to the
TEE volume.

of the model. Using this transformation as a starting point, the manual outlining
was performed independently by two observers, in eleven 2D short axis views and
4 collinear long axis views, obtained by slicing the TEE image and the mean shape
model. The 2D contours of s̄total were interpolated by B-splines and the control
points were interactively manipulated by the observers to adapt the contours to the
correct borders of the different cavities. Crossing points of contours from the different
short- and long-axis planes were displayed in the respective perpendicular planes to
ensure 3D consistency in the manual outlines. Please note that outlines outside the
FoV are leftovers from the initialization with the mean model and are not used in
any way.Papillary muscles and trabeculations were included in the cavities (excluded
from myocardium) as recommended in the ASE guidelines [78]. An example TEE
volume with the outlines of one observer is shown in Fig. 3.5. From the two manual
segmentations, an ’Average Observer’ segmentation was constructed as the ground
truth segmentation. The Average Observer contour was created by computing for each
plane the signed distance map for both observer contours and adding these maps. This
produces a map where the average contour is represented by the zero pixel values. The
resulting map was thresholded and the average observer contour points were detected
by a fast marching squares scheme [84]. Additionally, CTA images were obtained
from the same twenty patients and were segmented in 3D using the multi-atlas based
approach introduced in [73]. Please note that the used ASM did not include any
of these CTA segmentations. For one patient the segmentation failed due to severe
pathology. Therefore, we excluded this CTA segmentation from our analyses. The
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Figure 3.5: Example of manual annotation of the heart cavities in 15 slices of a
TEE volume.

CTA segmentations provide an independent ground truth of the cavity outline. In
contrast to the manual TEE segmentations, these are fully 3D and not limited to
the TEE sector. The statistical shape model was derived earlier from 151 CTAs
of other patients of mixed pathology [91]. For the evaluation, ASM segmentations
were compared to the manually defined average observer contours and to the CTA
segmentations. Since the CTA is in a different coordinate system from the TEE, the
two need to be registered first. The obtained CTA and TEE segmentations were rigidly
registered using surface-based iterative closest point (ICP, see [11] for more details)
alignment, after initial coarse alignment of the heart by registration of the center of
gravities of the corresponding cavities.

3.3.3 Evaluation measures

For comparing the different segmentations, overlap in area or volume for each cav-
ity was expressed as a Dice coefficient in 2D or 3D, as applicable [35]. The distance
between corresponding segmentations was computed as average Euclidean point-to-
surface distance. The Dice coefficients of segmented TEE and CTA volumes and the
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Figure 3.6: Dice coefficients for all five heart cavities between average observer
(avg Obs) and different segmentations, averaged over all patients. From left to
right: observer one vs. observer two (inter Obs); avg Obs vs. initial model (init
ASM), avg Obs vs. final ASM TEE segmentation (final ASM), and avg Obs
vs. the CTA segmentation (CTA). Please note that the Dice coefficient was
computed only within the FoV.

mean point-to-surface distances (P2Smean) were calculated within the pyramidal TEE
image sector (cropped) as well as for the entire heart volume (complete). Several com-
parisons were made: first, the comparison of both manual observers to each other gave
a measure of interobserver variability (inter Obs). This served as a baseline for the
segmentation performance of the ASM. Second, the comparison of CTA to the aver-
age manual observer (ground truth) provided a measure of intermodality differences,
registration, and segmentation inaccuracies. Third, the ASM TEE segmentations can
be compared to the manual ground truth and to the CTA segmentations points lying
within the TEE sector, to evaluate its performance. Fourth, by comparing the ASM
cavity parts outside the sector to CTA, one can evaluate the extrapolation capabilities
of the ASM. Fifth, by comparing the final ASM segmentation to the initial result, one
can evaluate the value of the segmentation scheme. Please note that any evaluation
measure using the manual outlines was only computed within the FoV.
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Figure 3.7: P2Smean for all five heart cavities between average observer (avg
Obs) and different segmentations, averaged over all patients. From left to right:
observer one vs. observer two (inter Obs); avg Obs vs. initial model (init ASM),
avg Obs vs. final ASM TEE segmentation (final ASM), and avg Obs vs. the
CTA segmentation (CTA). Please note that the P2Smean was computed only
within the FoV.

Table 3.2: Mean Dice coefficients and P2Smean

LV RV LA RA Ao
Dice inter Obs (%) 91.3 84.2 95.2 83.4 82.7
Dice init ASM (%) 83.3 72.6 67.4 63.4 59.5
Dice final ASM (%) 90.0 79.5 87.4 64.8 70.1

Dice CTA (%) 84.5 74.7 85.3 68.9 61.6
P2Smean inter Obs (mm) 2.56 3.46 1.56 2.76 2.06
P2Smean init ASM (mm) 4.33 6.16 6.85 5.71 4.72
P2Smean ASM (mm) 2.82 5.17 3.10 5.70 3.34
P2Smean CTA (mm) 4.74 6.84 4.62 5.41 5.45
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(a)

(b) (c)

Figure 3.8: Qualitative example of a final ASM segmentation within the ren-
dered 3D TEE volume (3.8a). The left ventricle is shown in yellow, the right
ventricle in red, left atrium in cyan, the right atrium in green, and the aorta
in blue. Two cross sections are shown in 3.8b and 3.8c with contours of the
two manual observers (solid and dashed lines) and the final ASM (dotted lines).
Note the limited field of view of the TEE probe.

3.4 Results

The inter-observer-variability Dice coefficients, and the P2Smean for all sets and heart
cavities are shown in the boxplots of Fig. 3.6, and Fig. 3.7. The Dice coefficients, and
the P2Smean of the average observer to s̄init, to the final segmentation result, and
to registered CTA segmentations are also shown in Fig. 3.6 and Fig. 3.7. Note that
for the left heart chambers (LV and LA) we obtain the best interobserver variability
and also the best segmentation results (final ASM). For the right heart chambers (RV
and RA) we have less agreement between the observers and the ASM segmentation
results agree less with the average observer. A qualitative comparison of an ASM
segmentation with the two manual observers is shown in Fig. 3.8.

The Dice coefficients, and the P2Smean of the registered CTA segmentation with
the average observer for all sets and heart cavities are shown in the boxplots of Fig.
3.6 and Fig. 3.7 (CTA). Note that generally the agreement between manual outlines
and CTA segmentations is less than for the ASM segmentations.

The Dice coefficients and the P2Smean of the registered CTA segmentation with
the ASM segmentations for all sets and heart cavities are shown in Fig. 3.9 and 3.10.

Note that the agreement of the segmentation for the full heart is only slightly
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Figure 3.9: Dice coefficients of TEE vs. CTA segmentations (3D) considering
only the TEE FoV (cropped) or the entire heart (complete).
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Figure 3.10: P2Smean of TEE vs. CTA segmentations (3D) considering only
the TEE FoV (cropped) or the entire heart (complete).
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decreased compared to the agreement confined within the field of view of the TEE
image sector.

3.5 Discussion

In this paper, we validate our multi-cavity ASM segmentation method for 3D TEE
on an extended data set of twenty patients. We successfully show that the proposed
segmentation scheme, using a GMM tissue/blood classifier in conjunction with a multi-
cavity ASM, can handle narrow view data and automatically identify different heart
chambers in complex TEE images. The run time of the non-optimized segmentation
scheme was in the order of 2 minutes for one patient data set.

The accuracy of the segmentation for the different cavities was reasonably close
to the interobserver variability of the manual segmentations that served as ground
truth. As should be expected, the final segmentation had a much higher overlap with
the average observer than the initially placed average model for all cavities (see Fig.
3.6) and the Dice coefficient improved on average by 6.7, 6.9, 20.0, 1.3, and 11.0
percent points for LV, RV, LA, RA, and Ao respectively. For the LV and RV we
could achieve segmentation accuracy close to the interobserver variability even though
mostly large parts of the RV and LV were not visible in the TEE image. We also
achieved a good segmentation for the LA (the second highest Dice score of all cavities
segmented). However, the interobserver variability of the LA is very low, since this
part has the best contrast in the image with the sharpest borders, and mostly simple
anatomy (not much trabeculation). Although the ASM results cannot match this
extremely low variability we still consider our segmentation scheme to provide good
results. The results of the P2Smean support these findings. The LA segmentation may
remain suboptimal due to the small visible portion of the LA in the TEE image (only
the inferior part is visible) and negative influence of the combined model in previous
steps. Specific optimizations of parameters per cavity (step 3) might help here.

The comparison of the ASM segmentations to automatically segmented CTA of
the same patients showed good correspondence which is supported by the obtained
Dice coefficients (see Fig 3.6). Comparing the correspondence for only the TEE sector
to that for the entire heart, we see that the Dice coefficients drop by only a small
amount: 6.3, 12.9, 8.9, 5.0, and 6.2 percent point which supports that the ASM has
good generalization capabilities and can be used to extrapolate the heart cavities to
beyond the limited view of the sector with reasonable accuracy. The good agreement
of the TEE segmentations with the real anatomical structure can be qualitatively
inspected by overlaying the transformed TEE segmentations with the CTA image as
shown in Fig. 3.11.

The patients used in our study were quite different from the normal population
with a rather abnormal anatomy (e.g. highly dilated atria) and reduced TEE image
quality. Although this might form a challenge for the ASM’s statistical shape model
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coverage, still very acceptable segmentations were achieved. Only in one case the ASM
did not converge: this case had a limited field of view with poor image quality and an
indeterminate content. For all other cases, which included a wide range of anatomical
variation, image orientations and artifacts, segmentation was successfully converging.

The remaining P2S errors are in the order of 3-4 mm for the different cavities.
While this is sufficient for many applications, and better than accuracies of EAM or
preoperative imaging in EP, precise interventions may require precisions in the order
of 1-2 mm. An additional refinement by an alternative or hybrid edge finding might
supply this.

There are some limitations in our study. The 3D ASM segmentations were only
compared to several 2D average observer contours which present a rather coarse sam-
pling of the 3D structures segmented. However, there is currently no feasible manual
ground truth for studies dealing with larger data sets. We tried to overcome this limi-
tation by introducing an alternative ground truth provided by the CTA segmentations.
However, the CTA and ASM segmentation need to be registered which may bias our
results. An image-based registration may overcome this problem but we are not aware
of any robust automatic method. Furthermore, the contrast in CTA image intensities
and the detected edges in the GMM (e.g. probability of 0.5) are caused by different
physical mechanisms and may differ considerably. Also, there may have been a signifi-
cant amount of remodeling of the heart anatomy or change in physiological conditions
since there were several weeks between the CTA scan and the intervention. In addi-
tion, the temporal sampling of the TEE volumes was quite low and may have resulted
in mismatches between ASM and CTA segmentations. Furthermore, the starting point
of the manual outlines and the initialization of the automatic segmentation were the
same. This may have led to a bias during the outlining process. The Dice coefficients
and P2Smean reveal that the initial model is very different from the manual contours
and from the final segmentations (see Fig. 3.6 and 3.7). Therefore, we feel confident
that the bias is minimal. Another limitation is the limited TEE FoV. Even though
the segmentation scheme seems to extrapolate the cavities outside the FoV relatively
well, we would like to investigate if image fusion of different TEE views will improve
the segmentation results.

Several extensions of the current approach are foreseen. Further improvement
may be reached by optimizing algorithmic parameters per cavity or adding a final
contour refinement stage. An iterated local estimation of blood/tissue probability
based on prior local knowledge of blood and tissue from the previous model estimate
could be a promising approach. The integration of an automatic landmark detection
scheme is a promising extension, which will render our approach into a fully automatic
segmentation scheme. Application in EP patients, including models generated from
such patients, is a following step.
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Figure 3.11: Qualitative example of a TEE segmentation transformed into the
corresponding CTA volume.

3.6 Conclusion

In this work we successfully showed on 20 patient data sets that our segmentation
approach is robust and accurate. This whole-heart model segmentation method will
provide excellent opportunities for multi-view fusion and instrument tracking in pro-
cedure guidance.
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Abstract
Most automated segmentation approaches for the mitral valve and left ven-
tricle in 3D echocardiography require a manual initialization. In this article,
we propose a fully automatic scheme to initialize a multi-cavity segmentation
approach in 3D transesophageal echocardiography by detecting the left ven-
tricle long axis, the mitral valve and the aortic valve location. Our approach
uses a probabilistic and structural tissue classification to find structures such
as the mitral and aortic valve; the Hough transform for circles to find the cen-
ter of the left ventricle; and multidimensional dynamic programming to find
the best position for the left ventricle long axis. For accuracy and agreement
assessment, the proposed method was evaluated in 19 patients with respect
to manual landmarks, and as initialization of a multi-cavity segmentation
approach for the left ventricle, the right ventricle, the left atrium, the right
atrium and the aorta. The segmentation results showed no statistically sig-
nificant differences between manual and automated initialization in a paired
t-test (p > 0.05). Additionally, small biases between manual and automated
initialization were detected in the Bland-Altman analysis (bias, variance): left
ventricle (−0.04, 0.10), right ventricle (−0.07, 0.18), left atrium (−0.01, 0.03),
right atrium (−0.04, 0.13) and aorta (−0.05, 0.14). These results show that
the proposed approach provides a robust and accurate detection to initialize
a multi-cavity segmentation approach without any user interaction.
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4.1 Introduction

Echocardiography is one of the most relevant non-invasive diagnostic tools for real-time
imaging of cardiac structure and function. Significant advances in three-dimensional
transthoracic echocardiography (3D TTE) and transesophageal echocardiography (3D TEE)
have made this modality a powerful tool in the clinic. Real-time 3D TEE, for instance,
has become the standard echocardiographic modality for visualization of structures in
the atrial and valvular regions of the heart [44]. It is also commonly used for es-
tablishing the diagnosis of the mitral valve, describing the precise anatomy, and for
visualization of mitral regurgitant jets in mitral valve prolapse and functional mitral
regurgitation [126, 46].

A global quantification of the cardiac function is highly desirable to treat different
kinds of pathologies. For this purpose, identifying salient structures in an objective,
reproducible and automated way is a prerequisite. 3D echocardiography (3DE) can
provide accurate and reliable measurements for volumetric analysis and functional
assessment of the right and left ventricle [132, 50, 97, 141]. However, the complexity
of cardiac anatomy, poor contrast, noise and motion artifacts make the segmentation
a challenging task.

Most segmentation approaches for the right and left ventricle depend on an ap-
propriate initialization step [67]. Many model-based left/right ventricle segmentation
approaches have been studied [110, 111]: Active Contours [70] and Level-Set [106]
methods, Active Shape Models and Active Appearance Models [26, 27]. Unfortunately,
all these models have shown a strong dependence on the initial model placement. In
general, the effect of an improper initialization is the convergence to an undesired
local minimum. Also, and despite of the efforts from the research community and
medical vendors, a global quantification and volumetric analysis typically remains a
time consuming task and heavily relies on user interaction. For example, the amount
of time required to accurately extract the most common volumetric indices for the left
ventricle for a single patient are in the range of 5 or 6 minutes [56, 135]. Thus, there
is still a significant need for tools allowing fully automatic 3D quantification.

Recently, several studies have focused on the reduction of user interaction in differ-
ent 3DE segmentation approaches for the mitral valve and left ventricle: [129] reduced
the user interaction to one single point (near to the center of the mitral valve) in a
mitral annulus segmentation approach, using a thin-tissue detector and a principal-
component analysis. [114] proposed a fully automatic segmentation of the mitral
leaflets in 3D TEE images using multi-atlas joint label fusion and deformable medial
modeling. [144] proposed an automatic method to replace the manual initialization in
3D TTE segmentation approaches for the left ventricle using the Hough transform [8]
for circles and multidimensional dynamic programming [139] to detect the left ventricle
long axis (LV-LAX). Inspired by this work, [10] introduced an initialization algorithm
using the Hough Transform for circles and multidimensional dynamic programming in
3D TTE to realize a fully automatic segmentation scheme for the left ventricle.
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The Hough transform for circles has shown to be a powerful tool to provide an ini-
tialization in a wide range of automated and semi-automated segmentation approaches
of the left ventricle [10, 93, 142, 144]. However, the anatomical pose information de-
rived from these approaches (LV-LAX and mitral valve) does not suffice to initialize
our multi-cavity model since the rotation around the LV-LAX remains unknown. To
overcome this problem, we estimate the aortic valve location by using a detector which
enhances thin tissue structures such as the mitral valve and aortic valve.

Some approaches for classifying structures have been proposed in the literature.
[54] proposed a classification of local intensity structures based on the analysis of the
eigenvalues of the Hessian matrix of intensity gradients. Sato et al.[127] generalized
this approach to different types of local intensity structures such as lines, sheets and
blobs. Recently, [21] combined this generalization with a k-means clustering to detect
sheet-like structures, providing a rough initial segmentation of the mitral valve, which
is subsequently refined by user interaction.

The structure classification proposed by Sato et al.[127] has a remarkable perfor-
mance to detect lines, sheets and blobs in a wide range of medical images. However, a
large number of misclassifications are introduced due to the typical granular pattern
known as speckle, which is inherent to ultrasound (US) images. Speckle comes from
the random interaction of scatterers within the resolution cell of US images [154]. For
this reason, in our approach we introduce a probabilistic tissue characterization to
prevent from misclassifications.

Several statistical models have been proposed in literature for describing the fully
formed (or developed) speckle, salient among them the Rayleigh distribution. Different
studies with real acquisitions have shown that other distributions, like Gamma or
Nakagami, approximate the experimental distribution of real US images better than
the Rayleigh distribution [101, 147]. In our approach we make use of the Gamma
Mixture Model (GMM) into the structural tissue classification, because of its successful
performance in filtering [146], classification [151] and registration [33] in 3D US images.
However, it is important to note that the proposed methodology is not confined to
the GMM model and any other probabilistic model can be used instead. For example,
[82] used a Gaussian Mixture Model to segment different surgical instruments in 3D
US images.

In contrast to the previous authors, in this work we focus on the reduction of user
interaction for more complex 3D segmentation approach. Our main goal is to provide
the initial anatomical information (3D position and orientation, 6 degrees of freedom)
to initialize a multi-cavity segmentation approach for 3D TEE [53] without any user
interaction. With this aim, we propose a new automatic approach to detect the LV-
LAX, the mitral and aortic valve location. These locations will provide a suitable
initialization of the multi-cavity segmentation method.

The main advantage of the proposed method is its robustness in 3D TEE images
when compared to previous methodologies. Note that a 3D structure detection be-
comes a much more challenging task since many partial cavities are visible in the 3D



4.2. MATERIALS AND METHODS 53

Figure 4.1: Example of two 3D transthoracic echocardiography images (a)
and two 3D transesophageal echocardiography images (b) in three orthogo-
nal views. This example illustrates the difficulty to identify the left ventricle
and the left ventricle long axis in 3D transesophageal echocardiography image
due to many visible partial cavities (the left ventricle (LV), the right ventricle
(RV), the left atrium (LA), the right atrium (RA) and the aorta (Ao)). Also,
in transesophageal echocardiography images the left ventricle is not the most
prominent structure. In most of the cases, only the basal part of the LV is
visible.

image and the left ventricle is not the most prominent one, mostly only the basal
part of the left ventricle is visible (Fig. 4.1). Additionally, the presence of prominent
structures of the mitral valve and aorta, and the highly rotational variability makes
the location of the LV-LAX and the aortic valve difficult.

In comparison with other the state-of-the-art methods [10, 144], two novel features
are presented in this work:

� The localization of the aortic valve. This feature is essential for the initial-
ization of the multi-cavity segmentation method.

� Tissue Detection. A probabilistic and a structural tissue classification are
combined to detect the LV-LAX, mitral valve and aortic valve. The probabilistic
description of tissue avoids the misclassification of structures and palliates the
effect of low contrast in US images.

4.2 Materials and Methods

Image acquisition

Real-time 3D TEE images were acquired with a central view of the mitral valve
and including the aortic valve (Fig. 4.1 (b)), using a commercialy available Philips
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iE33 xMatrix ultrasound system (Philips Healthcare, the Netherlands) with the X7-
2t matrix-array TEE transducer. Patients were under general anesthesia in a supine
position. The acquisition was performed on a group of 19 patients (age 78 ± 8 years)
undergoing a Transcatheter Aortic Valve Implantation with a mean aortic valve thick-
ness of 5.92 ± 1.69 mm. Images had slightly different sizes and resolutions, typically
261× 268× 212 pixels with a resolution of 0.535× 0.532× 0.471 mm. The study was
approved by the institutional review board, and all patients gave informed consent.

Methods

Detection of the required structures is achieved by a Thin-Tissue Classification, a Left
Ventricle Long Axis Detection and a Mitral Valve and Aortic Valve Detection. A flow
chart of this approach is depicted in Fig. 4.2.

Thin-Tissue Classification.
The proposed thin-tissue detection, TT (x), for a pixel x combines a probabilistic

tissue characterization, IGMM (x), obtained from a mixture of Gamma distributions;
the Hessian information to classify sheet-like local intensity structures, Ssheet(x); and
a gradient compensation Φ(x) to avoid the misclassification inside the myocardium as
follows:

TT (x) = Φ(x)× Ssheet(IGMM (x))

× IGMM (x)
(4.1)

The mixture of Gamma distributions (GMM) is used to statistically characterize the
blood and tissue in US images. This probabilistic tissue classification is used as a
contrast enhancement operation, where IGMM is the likelihood of a pixel being tis-
sue. This way, the detection is confined to most likely tissue regions. The GMM is
calculated by means of the Expectation-Maximization algorithm [95]. This method
maximizes the log-likelihood function for hidden discrete random variables, Z = {Zi}.
Let X = {xi}, 1 ≤ i ≤ N be an identical independent distribution set of samples
(pixel intensities) and xi belongs to the distributions class j when Zi = j. The GMM
considers that these variables result from the contributions of J distributions:

p(xi|Θ) =

J∑
j=1

πjfX(xi|Θj) (4.2)

where Θ is a vector of parameters of GMM (πj ,Θj) and Θj are the parameters of
the probabilistic distribution function for a Gamma distribution (αj and βj) and∑J
j=1 πj = 1. The Expectation-Maximization algorithm is applied in the following

way [151]:

1. An initial estimation of the hidden variables is obtained by k-means [55]. For

each cluster, j parameters Θ
(0)
j and π̂

(0)
j , are calculated from samples.
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Figure 4.2: Workflow for the methodology to obtain the left ventricle long axis
(LV-LAX), mitral valve (MV) and aortic valve (AV). A probabilistic tissue char-
acterization (1) combined with a structural tissue classification is performed to
enhance thin tissue structures such as the MV and AV (2). From the thin-tissue
detection, several 2D planes are taken (3) to detect the LV-LAX. Applying the
Hough transform for circles to each 2D binary image (4), a circle center proba-
bility map is generated (4). 3D dynamic programming determines the LV-LAX
path (5) through the probability maps. Finally, the thin-tissue and the LV-
LAX detection are used with a k-means clustering (7) to find the MV and AV
location.

2. A Bayesian Inference step is performed to calculate γi,j as:

p(Zi = j|xi,Θ(n−1)) = γi,j

=
π

(n−1)
j p(xi|Θ

(n−1)
j )

p(xi|Θ(n−1))

(4.3)
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Figure 4.3: Probability distribution function for a patient data (dark dash-
line) and the Gamma Mixture Model fitted using the Expectation-Maximization
algorithm (red dash-line). The Gamma Mixture Model is used to distinguish
between blood and tissue as it shows in bold-line.

3. The parameters for the mixture of Gamma distributions (α̂j , β̂j and π̂j) are
estimated in the Expectation-Maximization step as follow:

log(α̂j)− ψ(α̂j) = log

(∑N
i=1 γi,jxi∑N
i=1 γi,j

)

−
∑N
i=1 γi,j log(xi)∑N

i=1 γi,j
(4.4)

π̂j =
1

N

N∑
i=1

γi,j , β̂j =
1

α̂j

∑N
i=1 γi,jxi∑N
i γi,j

(4.5)

where ψ is the digamma function.

4. Until an acceptable tolerance is reached, ||Θ(n) − Θ(n−1)|| < ε, an iterative
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Figure 4.4: Example of the proposed thin tissue detector to illustrate the strong
response inside the mitral valve and aortic vale, and the weak response in the
myocardium. For clarity purpose, we decided to overlap the original image
(top) and present the filter response with a dark background (bottom) using a
cold-hot scale.

estimation of the parameters is performed repeating step 2 and 3.

As an example, in Fig. 4.3 the Gamma Mixture Model is fitted to patient data.
The gradient compensation, Φ(x), is defined as the average angle between gradient

vectors in a neighborhood around pixel x, as was done in Schneider et al. [129, eq. 1]:

Φ(x) =

J−1∑
a=1

J∑
b=a+1

arccos
(
∇IGMM (xa)·∇IGMM (xb)
|∇IGMM (xa)||∇IGMM (xb)|

)
J−1∑
j=1

j

(4.6)

where ∇ is the gradient operator and J is the number of all neighboring voxels to x.
The gradient compensation is introduced to suppress non consistent gradients with the
valves such as the myocardial boundaries. In particular, Φ(x) can be seen as an edge
detector specialized in thin structures surrounded by blood. Finally, the structural
thin tissue detector, Ssheet, was defined by Sato et al. [127] as follow:

Ssheet{f} =

{
|λ3| · ω(λ2;λ2) · ω(λ1;λ3) λ3 < 0

0 otherwise.
(4.7)
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where the weighting function, ω, was defined as follows:

ω(λs;λt) =


(1 + λs

λt
)γ λt ≤ λs ≤ 0

(1− αλs
λt

)γ λt > λs > 0

0 otherwise.

(4.8)

and λ1 ≥ λ2 ≥ λ3 are the eigenvalues of the 3D hessian matrix for the image intensity
I,

∇2I =

Ixx Ixy Ixz
Iyx Iyy Iyz
Izx Izy Izz

 (4.9)

Using the Hessian matrix ∇2I based on the second derivatives of a Gaussian with σf ,
allow us to control the thickness of interest. According to Sahasakul et al. [124] the
mean thickness for the aortic valve is 1.42±0.51 mm and 3.2±1.52 mm for the mitral
valve, so, to be sure to get a high response in this tissue without using any additional
information about the patients, for example the mean mitral or aortic valve thickness,
we decided to use a sheet thickness of 2 mm. Also, we set the parameters involved in
the weighting function as it was suggested by Sato et al. [128], i.e σf = 2

√
2 mm ,

α = 0.25 and γ = 1. Extensive analysis of the effects of parameters α and γ, can be
found in [128].

The proposed thin-tissue detector is highly sensitive to the mitral valve and aor-
tic valve leaflets, but also gives a low response inside the tissue and the myocardial
boundaries (Fig. 4.4).

Left ventricle Long Axis Detection. The LV-LAX detection was performed using
the Hough transform for detecting circular structures in 2D planes. Due to the presence
of a circular thin-tissue response in the myocardial boundaries, we used the thin-tissue
information as input to the Hough transform, instead of the 3D TEE image or its
gradient [144, 10]. The response of the mitral valve itself was also circular and coaxial
with the LAX, which further supports the Hough transform LV-LAX detection. To
this end, the thin-tissue response was smoothed to remove the noise (with a Gaussian
filter, σ = 1.58 mm), normalized and thresholded (Th = 0.0008) in several 2D planes
perpendicular to the acquisition axis (C-planes) taken 5 mm apart (Fig. 4.5).

The Hough transform is implemented by maintaining an accumulator array for
centers of circles with a particular radius range. For example, if we set the radius
range to [30 mm, 40 mm] the Hough transform will only detect circles with radius
between 30 and 40 mm. This accumulator is used to create the probability map
for circle centers, i.e the probability for a given position, (x, y), being the center of
a circle with a particular radius r within the range. To reduce the dimensionality
along the r dimension, a 2D circle center probability map (Fig. 4.5) is generated by
taking the maximum probability value along the radius dimension. Finally, a 3D circle
center probability map is created by stacking all the 2D circle center probability maps
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2D planes

binary image (Th > 0.001)
2D Circle center

 probability map
Gaussian smooth

Figure 4.5: Complete workflow example to create a 3D circle center probability
map by stacking the 2D circle center probability maps. First, a gaussian smooth
is applied in each 2D plane to remove the noise and then they are thresholded
previous normalization. Finally, a Hough transform for detecting circular struc-
tures in 2D is applied to get a 3D circle center probability map by stacking all
the 2D circle center probability maps. The 3D circle center probability map is
used to estimate the left ventricle long axis.

(Fig. 4.5). Due to the small part of the left ventricle present in the 3D TEE images
and the interference of similar circular structures such as the aortic valve, we set the
radius range to [30 mm, 40 mm] to maximize the response.

Finally, the LV-LAX is obtained as the path that maximizes the 3D circle center
probability along the z direction. This path is calculated by means of multidimensional
dynamic programming [139]. This approach was adopted due to its efficiency to find
the best path through a N-dimensional cost image. After the detection, a straight line
is fitted to the path along the z direction (Fig. 4.6).
For the estimation of the optimal parameters we assumed them to be dependent. We

evaluated σ and Th in the following range and increment denoted as {range; increment}:
σ = {[1, 4.5]; 0.58} mm and Th = {[0.0007, 0.002]; 0.00014}. The full exploration of
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Figure 4.6: Left ventricle long axis (LV-LAX) detection in 3D image: The final
3D circle center probability map (orange), the path that maximize the 3D circle
center probability map along the z direction (red) and the LV-LAX detected
(green) are presented in a 3D view and in three orthogonal views.

these acquisition-dependent parameters space with the Mahalanobis distance resulted
in the optimal parameters used for the LV-LAX detection. Also, a Leave-One-Out
analysis for the nineteen patients reveals a low variability for these parameters (mean
± SD), 1.58± 0.5 mm for σ and 0.0008± 0.001 for Th.

Mitral Valve and Aortic Valve Detection. The most relevant thin tissue in the
3D TEE images corresponds to the mitral valve, followed by the aortic valve. So, it
is natural to think that the thin-tissue classification, which is highly sensitive to the
mitral and aortic valve, provides good information about the mitral valve. Using this
information and the LV-LAX detection, a profile containing the thin-tissue response
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Figure 4.7: Example of the mitral valve detection for two patients (a, b). The
mitral valve detection is performed building a profile of the thin tissue response
(cold-hot scale) along the left ventricle long axis (green line). The maximum
thin tissue intensity in the profile establishes the point where the left ventricle
long axis is intersecting the mitral valve (upper right corner). The red dots
correspond to the maximum probability path used to detect the left ventricle
long axis.

along the LV-LAX is generated by taking the average in a neighborhood of radius of
2 pixels. The maximum value in the LV-LAX profile establishes the point where the
LV-LAX is intersecting the mitral valve (Fig. 4.7). We defined the mitral valve point as
the middle point around the mitral annulus, so the mitral valve detection is performed
subtracting maximum normal tenting height to the position of the maximum value in
the LV-LAX profile. According to Sonne et al. [136] and Watanabe et al. [157], we
decided to use 3 mm as the maximum normal tenting length.

Moreover, it is possible to identify the mitral and aortic valve tissue using a k-means
clustering [55] on the thin-tissue output with two classes, a maximum of 20 iterations
and a threshold of 1× 10−05 (Fig. 4.8 (a)) to separate tissue from blood/background.
In particular, the center of gravity of the k-means output can be seen as the mitral
valve center with a bias introduced by the presence of the aortic valve tissue. This
bias is used to find the direction where the aortic valve must be with respect to the
LV-LAX (Fig. 4.8 (b)). Finally, the aortic valve detection is performed taking the
center of gravity of a new k-means clustering with two classes over the thin-tissue
detection excluding the tissue around the mitral valve (with a radius of 15 mm) in the
aortic valve direction (Fig. 4.8 (c)).
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Evaluation. The accuracy for the automated detection was quantitatively evalu-
ated against manually defined mitral valve/aortic valve landmarks and expert-drawn
manual contours of the five cavities by using the following measures:

1. Distance error. The distance error was defined as the euclidian distance in
millimeters between the manual landmarks and the automated detection for the
mitral and aortic valve.

2. Angle Error. The angle error corresponds to the absolute difference in degrees
for the LV-LAX direction and the direction of the aortic valve with respect to
the mitral valve (Fig. 4.9).

3. Dice’s Coefficients. The fully automated detection was evaluated in a seg-
mentation framework [53] using the Dice’s coefficient with respect to a manual
segmentation for the left ventricle, the left atrium, the right ventricle, the right
atrium and the aorta.

For agreement assessment a Bland-Altman analysis [12] was performed between the
Dice’s coefficient for manual and automated initialization.

For the manual landmarks, the expert was asked to provide the locations of the
aortic valve, the Apex and four points around the mitral annulus. The segmentation
ground truth was performed for all visible cavities in ten equally distributed 2D short
axis views and 4 long axis views. The 2D contours were interpolated by B-splines
and the control points were interactively manipulated by the observers to adapt the
contours to the correct borders of the different cavities.

4.3 Results

In order to study the proposed thin-tissue detector, it was compared with the orig-
inal approach to classify sheet structures [127]. The visual evaluation shows that
the proposed thin-tissue detector overcomes most of the misclassification problems in-
troduced by speckle and artifacts (Fig. 4.10). As a result of the probabilistic tissue
characterization, the thin tissue response was improved inside the tissue and the mis-
classification in the blood was dramatically reduced. Also, the gradient compensation
was introduced to reduce the misclassification inside the tissue. A visual example of
the probabilistic tissue characterization and gradient compensation effects is shown in
Fig. 4.11, where the effect of the probabilistic characterization in combination with the
gradient compensation shows a much clearer definition of the boundaries of tissues.

A group of nineteen patients selected for aortic valve replacement were used in the
present study for evaluation. In this population, the aortic valve tissue has different
thickness according to the severity of each patient. The distance and angle error taking
into account the normal mitral and aortic valve thickness was 6.3 ± 4.7 mm for the
mitral valve where the normal mitral valve circumference is 100 mm [157], 13±7.7 mm
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for the aortic valve where the normal aortic valve circumference is 65 mm [64], 9.5±7.2
degrees for the LV-LAX and 24.8±18 degrees for the mitral valve/aortic valve direction.
The thin-tissue detector showed its robustness to different valve thicknesses and the
aortic valve tissue shows a high response for all patients when a normal thickness of
2 mm was assumed. However, in our experiments, the thin-tissue detection was used
on a group of patients with a mean aortic valve thickness of 5.92 ± 1.69 mm. Using
a custom aortic valve thickness for each patient (supervised case), the errors could
be improved. The errors detected for the supervised case were 5.7 ± 3.5 mm for the
mitral valve, 12± 7.6 mm for the aortic valve, 8.8± 3.6 degrees for the LV-LAX and
24.1±14.9 degrees for the mitral valve/aortic valve direction (Fig. 4.12). To the best of
our knowledge, the only ones who presented a similar error measure for the LV-LAX
and the mitral valve were [144]. They measured the quality of the detected mitral
valve plane as the projected signed distance between the mitral valve center detected
and the manual mitral valve plane. Also, they measured the LV-LAX angle between
the manual and detected LV-LAX in 3D transthoraxic echocardiography images for
two different types of transducer (fast rotating ultrasound (FRU) and matrix array).
They reported (Table 5. “MVP detection results for FRU and matrix data”) an
absolute mean error between the mitral valve center detected and the mitral valve
plane of 6.07± 2.36 mm and 5.61± 3.11 mm for the FRU and the matrix transducer
respectively. The LV-LAX angle error measured was 5.25± 3.15 degrees for the FRU
and 5.95 ± 2.11 degrees for the matrix transducer. In our work the LV-LAX angle
error is about 3 degrees than what is reported in [144]. This can be attributed to
the different characteristics of the TEE images, with only partial visibility of the left
ventricle and several other cavities in the field of view. Nevertheless, we still measured
a similar mean error for the mitral valve.

As it was described in the previous section, the automated feature detection was
evaluated within a fully automated segmentation framework. For comparison pur-
poses, the same evaluation was performed using manual landmarks. The segmentation
results (Fig. 4.13) showed no statistically significant differences between manual and
automated initialization in a paired t-test (p > 0.05). This was the case both for the
normal valve thickness and for the custom valve thickness. These results were con-
firmed by the small bias between manual and automated initialization detected in the
Bland-Altman analysis (Fig. 4.14 and Fig. 4.15). However, the results show an increase
in the variance for the right ventricle, the right atrium and aorta segmentation due
to the error increase for mitral valve/aortic valve direction. The mitral valve/aortic
valve direction provides the physical orientation of the right ventricle with respect to
the left ventricle in the multicavity segmentation framework.

The segmentation algorithm may be more sensitive to initialization differences due
to the absence of big parts of these cavities in the field of view. Nevertheless, although
the absolute detection errors of the features seem considerable, their influence on the
initialization is not statistically significant and the agreement results confirm that the
proposed automatic initialization can be used instead of the manual initialization.
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4.4 Discussion

Thin-Tissue Detection

The thin-tissue detector is a crucial stage in the proposed framework which is necessary
to detect the mitral and aortic valve, and LV-LAX in 3D TEE images. Due to the
small part of the cardiac anatomy that is covered in 3D TEE images and the presence
of different circular structures, it is impossible to use the original image or an edge
operator to detect the LV-LAX with an acceptable accuracy. In our experiments, the
thin-tissue detector showed its robustness to different thickness and the aortic valve
tissue was successfully detected for all patients using a thickness of 2 mm. However,
an improvement can be done using a custom aortic valve thickness for each patient
(Fig. 4.12 and Fig. 4.13).

Left Ventricle Long-Axis Detection

The LV-LAX detection is based on the Hough transform for circles which assumes
the presence of circular shapes in each 2D plane perpendicular to the acquisition axis.
However, in 3D TEE images two main problems appear: first, only a small part of
the cardiac anatomy is covered and second, the acquisition axis is not aligned with
the real LV-LAX. Hence, a fuzzy Hough transform approach [113] combined with the
probabilistic tissue characterization seems to be more suitable to find the LV-LAX.
In practice, the Hough transform is capable of dealing with imperfect and incomplete
circle structures. We decided to use the standard Hough transform instead of the fuzzy
approach because it is simpler and the LV-LAX angle error of 9 degrees is acceptable
for initialization purpose.

Mitral Valve and Aortic Valve Detection

In this study, the most relevant thin tissue corresponds to the mitral valve, followed
by the aortic valve. The mitral and aortic valve detection are based on the assumption
that the center of gravity is close to the mitral valve but biased towards the aortic
valve. However, the method might encounter problems in pathological cases where
this bias is altered by other structures like left pulmonary veins. In particular, this
is the case for the patient detected as outlier in the aortic valve error (AV) and the
mitral valve/aortic valve angle error (MV-AV and MV-AVc) (Fig. 4.12). Also, this
patient was detected as the biggest outlier for the aortic valve error taking into account
a custom aortic valve thickness (AVc). In this case, the presence of other thin tissue
structures are introducing a bias in the opposite direction to the aortic valve (Fig. 4.16).
This was the only case where this assumption failed, but, this topic needs to be further
investigated. This would be a subject for further research on aortic valve detection. A
specific possibility is to exploit the tubular shape of the left ventricular outflow tract
and aorta.
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Potential for clinical applications/utility

The segmentation and tracking of different cardiac structures, such as the left ventricle
or the mitral valve hinge points (MVHP), have an important role to treat different
kinds of pathologies. However, accurate and reliable measurements for volumetric
analysis and functional assessment heavily relies on user interaction. The results ob-
tained in this work (the the mitral valve, the left ventricle long axis and the aortic
valve location location) can be efficiently used for the initialization of segmentation
methods [53, 129]. Additionally, this work leads to extensions for automatic detection
and tracking of the MVHP. The mitral annular motion is useful in the evaluation of
global and regional LV functions and it is also an important parameter in the diagnosis
of annular diseases and LV disorders [34]. Besides, the proposed thin-tissue detector
offers a suitable way to detect the mitral and aortic valve tissue which can be used
directly as an initial valve segmentation and lay the ground for new automatic mitral
valve segmentation approaches in 3D TEE images.

4.5 Conclusions

A new automatic approach to detect the LV-LAX, the mitral valve and aortic valve in
3D TEE images is proposed. This approach is based on a probabilistic and structural
tissue classification, the Hough transform for circles and multidimensional dynamic
programming. For accuracy and agreement assessment, the proposed method was
evaluated in 19 patients with respect to manual landmarks, and as initialization of
a multi-cavity segmentation approach for the left ventricle, the right ventricle, the
left atrium, the right atrium and the aorta using the dice’s coefficient with respect to
manual segmentation.

The aortic valve tissue shows a high response for all patients using a valve thickness
suggested in the literature [124] for normal patients. The median distance error ob-
tained for the automated detection using this normal valve thickness was 6.3±4.7 mm
for the mitral valve and 13 ± 7.7 mm for the aortic valve. Besides, the median an-
gle error detected was 9.5 ± 7.2 and 24.8 ± 18 degrees for the LV-LAX and mitral
valve/aortic valve direction, respectively. However, the median and variance error
could be improved taking into account a custom aortic valve thickness for each pa-
tient. Using an aortic valve thickness similar to the patient, the median distance error
was 5.7±3.5 mm for the mitral valve, 12±7.6 mm for the aortic valve, 8.8±3.6 degrees
for the LV-LAX and 24.1 ± 14.9 degrees for the mitral valve/aortic valve direction.
The segmentation results showed no statistically significant differences between man-
ual and automated initialization in a paired t-test (p > 0.05). Additionally, small bi-
ases between manual and automated initialization were detected in the Bland-Altman
analysis (bias, variance): left ventricle (−0.04, 0.11), right ventricle (−0.08, 0.19), left
atrium (−0.02, 0.06), right atrium (−0.10, 0.22) and aorta (−0.07, 0.17) for a nor-
mal valve thickness; and left ventricle (−0.04, 0.10), right ventricle (−0.07, 0.18), left
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atrium (−0.01, 0.03), right atrium (−0.04, 0.13) and aorta (−0.05, 0.14) for a custom
valve thickness. These results show that the proposed approach provides a robust and
accurate detection to initialize a multi-cavity segmentation approach without any user
interaction.
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Figure 4.8: Example for the aortic valve detection. The aortic valve (brown
cube) (c) is detected using a k-means clustering on the thin-tissue output with
two classes to separate tissue from blood/background (a) and excluding the
tissue around the mitral valve (with a radius of 15 mm) and the tissue in the
opposite direction to the aortic valve (c). The aortic valve direction is detected
using the center of gravity for the k-means output (brown cube) (b).
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Figure 4.9: Left ventricle long axis direction differences ((a) LAX Angle Differ-
ence) and mitral valve/aortic valve direction differences ((b) MV-Ao Direction)
between manual (red) and automatic detection (green).

(a) (b)

Figure 4.10: Misclassification problems introduced by speckle and artifacts in
the original thin-tissue detector (top) and the thin tissue-detector proposed to
overcome these misclassification problems (bottom) for two 3-D images (a, b)
in three orthogonal views.
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Figure 4.11: Effect of the probabilistic tissue characterization and gradient
compensation (right) with respect to the original tissue classification (left) for
3D TEE image. For clarity purpose, the original thin tissue and the proposed
thin tissue response are presented in a cold-hot scale.
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Figure 4.12: Distance and angle error between manual landmarks and auto-
mated detection for mitral valve (MV), aortic valve (AV), left ventricle long
axis direction (LV-LAX) and mitral valve/aortic valve direction (MV-AV) in a
group of nineteen patients taking into account a normal aortic valve thickness
and a custom aortic valve thickness for each patient (MVc, AVc, LV-LAXc and
MV-AVc).
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Figure 4.13: Dice’s coefficient results for the segmentation using a manual and
automatic initialization for the left ventricle (LV), right ventricle (RV), left
atrium (LA), right atrium (RA) and aorta (Ao) in a group of nineteen patients
taking into account a normal aortic valve thickness and a custom aortic valve
thickness for each patient (LVc, RVc, LAc, RAc, Aoc).
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Figure 4.14: Bland-Altman plots of Dice’s coefficients of manually initiated
detection (Manual) and of automatically initiated detection (Auto) for the five
segmented structures: the left ventricle (LV), right ventricle (RV), left atrium
(LA), right atrium (RA) and aorta (Ao). Dice’s coefficients are computed from
comparison with expert-defined manual contours in a group of nineteen patients
taking into account a normal aortic valve thickness.
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Figure 4.15: Bland-Altman plots of Dice’s coefficients of manually initiated
detection (Manual) and of automatically initiated detection (Auto) for the five
segmented structures: the left ventricle (LV), right ventricle (RV), left atrium
(LA), right atrium (RA) and aorta (Ao). Dice’s coefficients are computed from
comparison with expert-defined manual contours in a group of nineteen patients
taking into account a custom aortic valve thickness for each patient.
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Figure 4.16: Example of a pathological case to detect the aortic valve (AV). In
this example, the presence of the left pulmonary veins are introducing a bias in
the opposite direction to the AV with respect to the mitral valve (MV).
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A transoesophageal
echocardiographic image
acquisition protocol for
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to support the atrial
fibrillation catheter ablation

This chapter has been published as:
B. Ren, H.W. Mulder, A. Haak, M. van Stralen, T. Szili-Torok, J.P.W. Pluim,
M.L. Geleijnse, J.G. Bosch, A transoesophageal echocardiographic image acquisition
protocol for wide-view fusion of three-dimensional datasets to support the atrial fib-
rillation catheter ablation, J Interv Card Electrophysiol 37, no. 1, 21-6, (2013).



Abstract
Purpose: To propose a transoesophageal echocardiography (TOE) image ac-
quisition protocol which provides a systematic manner of acquiring a minimal
number of overlapping 3D TOE datasets allowing the reconstruction of a wide
3D view of the left atrium (LA) with anatomical landmarks important for the
atrial fibrillation catheter ablation.
Methods: In eight cardiac surgical patients, 3D TOE datasets were acquired
with a 6-step protocol. In the protocol, Step 1 aims to acquire the central
view of the mitral valve (MV), aortic valve (AV) and left atrial appendage
(LAA). Step 2 was developed to acquire the left pulmonary veins (PVs) and
Step 3 to acquire the right PVs. Step 4, 5 and 6 were developed to create suf-
ficient overlap between different datasets. 3D TOE datasets were registered
and fused manually in end diastole.
Results: The image acquisition protocol was feasible in all patients. In the
fused 3D dataset, a wide 3D view of the LA is shown and left and right PVs
could be seen simultaneously. The LAA, MV, AV, and fossa ovalis (FO) were
visualised clearly in the 3D TOE datasets. The PV ostia, which are located
at the edges of the 3D datasets, suffered more from the artefact of echo loss.
The volume overlaps between neighbouring TOE datasets were 50–75%.
Conclusion: The major part of the LA anatomy incorporating the PVs,
LAA, MV, AV and FO as important anatomical landmarks can be recon-
structed by registering and fusing 3D datasets acquired with the 6-step TOE
image acquisition protocol.
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5.1 Introduction

Atrial fibrillation (AF) is increasingly treated by catheter ablation, during which cir-
cumferential lesions are created around the left and right pulmonary vein (PV) ostia
to isolate the PVs, thus eliminating the triggers initiating AF [88]. To support the
procedure, imaging the left atrium (LA) along with the PVs, left atrial appendage
(LAA) and mitral valve (MV) is important. Several imaging modalities are commonly
applied. Rotational angiography [105], computerized tomography (CT), or magnetic
resonance imaging (MRI) is often used before the ablation procedure, and the pre-
acquired CT or MRI images are segmented and registered by the electro-anatomical
surface mapping (EAM) system to the real time mapping space during the procedure
[38]. However, the substantial dose of ionizing radiation of CT scans, rotational an-
giography and fluoroscopy required by the catheter ablation causes important delayed
effects on patients [123, 76, 109]. As AF ablation procedures often need to be re-
peated, there is a consensus that every attempt should be taken to minimize radiation
exposure [23]. Additionally, CT and MRI are of cumbersome logistics and high cost.
Up till now, the contribution of pre-interventional CT or MRI to the efficacy of the
AF catheter ablation procedure is still under debate.

Transoesophageal echocardiography (TOE) is used routinely to exclude LAA throm-
bus a few days or immediately before the catheter ablation. The anatomy of the LA
and adjacent structures can be visualised in high resolution 2D and 3D TOE images
[41, 63, 145]. However, the field of view of one single full volume 3D TOE dataset is
not large enough to visualise all important cardiac structures simultaneously, and this
holds particularly true for the PVs which are located at the left and right edges of the
LA. In theory, it is possible to reconstruct a 3D anatomical surface of the LA using
overlapping and fused 3D TOE datasets, eliminating the need for pre-interventional
CT or MRI [137]. In this study, we propose a stepwise TOE image acquisition pro-
tocol which provides a fast and systematic manner of acquiring a minimal number of
overlapping 3D TOE datasets which allows the reconstruction of a wide 3D view of
the LA along with all important anatomical landmarks.

5.2 Methods

Study population and ultrasound system

In eight cardiac surgical patients (five men, aged 59 ± 14 years), intraoperative TOE
was performed with the iE33 xMatrix ultrasound system (Philips Medical System, the
Netherlands) with the X7-2t matrix-array transducer under general anaesthesia. The
protocol was approved by the institutional review board.
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Figure 5.1: A, two-dimensional transoesophageal echocardiography reference
views of the 6-step image acquisition protocol. 1, the mitral commissural view;
2, the superior commissural view including the left upper pulmonary vein; 3, the
modified bicaval view including the right upper pulmonary vein; 4, the aortic
valve long axis view; 5, the midpoint view between the aortic valve long axis
and bicaval views; 6, Further left to the aortic valve long axis view. B, cardiac
structures acquired in the 3D datasets of Step 1 (yellow), Step 2 (blue) and
Step 3 (red). The grey areas represent the area of the pulmonary vein ostia
projected to the cross-section of the anatomical view. AV, aortic valve; LA,
left atrium; LAA, left atrial appendage; LPVs, left pulmonary veins; LUPV,
left upper pulmonary vein; LV, left ventricle; MV, mitral valve; PV, pulmonary
valve; RA, right atrium; RPVs, right pulmonary veins; RUPV, right upper
pulmonary vein; SVC, superior vena cava; TV, tricuspid valve

Transoesophageal echocardiography image acquisition pro-
tocol

The stepwise TOE image acquisition protocol with the rotation angle and probe manip-
ulation is depicted in Table 1. All acquisitions are performed at the mid-oesophageal
level. All structures of interest are first visualised in 2D images of each step (Figure
1A); then, the corresponding 3D datasets are acquired according with one cardiac cycle
with a proper depth and the largest volume size to include the structures of interest.
The 2D reference views and 3D datasets are acquired according to the ASE guidelines
for performing the intraoperative TOE examination [130] and the latest EAE/ASE
recommendations for image acquisition and display using 3D echocardiography [77].
In the protocol, Step 1 aims to acquire the central view of the MV, LAA and AV; Step
2 was developed to acquire the left PVs and Step 3 to acquire the right PVs (Fig-
ure 1B). Step 4, 5 and 6 were developed to create sufficient overlap between different
datasets for image registration and fusion.
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Table 5.1: The 6-step transoesophageal echocardiographic image acquisition
protocol.

Step Angle Manipulation of the probe
1 60-80° First position the probe at the mid-oesophageal level at 0°and

retroflex the probe tip slightly to develop the 4-chamber view;
rotate the angle forward to 60–80°to develop the imaging plane
parallel to the line intersecting the two commissures of the mitral
valve [130].

2 60-80° From Step 1, withdraw the probe by 1–2 cm and turn it anti-
clockwise about 15 o to visualise the left PVs.

3 100-130° Turn the probe back to the position in Step 1; rotate the angle
forward to 100–130 o and turn the probe clockwise until the left
atrium appears in the upper part of the screen and right atrium
in the lower part with the superior vena cava at the right side
to develop the bicaval view; turn the probe further clockwise
about 15°to reveal the right upper pulmonary vein at the right
side of the screen and the superior vena cava is not seen.

4 120-160° From Step 3, rotate the angle to 120–160 °and turn the probe
anticlockwise until the left ventricular outflow tract, aortic valve
and proximal ascending aorta line up and the aortic valve ap-
pears in the centre of the image[130].

5 120-160° From Step 4, turn the probe clockwise by about 40°, half way
back to the 2D view of Step 3.

6 120-160° Turn the probe back to the position in Step 4; turn the probe
further anticlockwise about 20°.
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Image registration

To construct a wide 3D view of the LA including the left and right PVs, the datasets of
the six different steps were registered manually in a pairwise fashion in end diastole in
two stages. Firstly, three landmarks were indicated in each dataset. For all datasets,
the tip of the pyramidal 3D datasets and the coaptation point of the aortic valve (AV)
leaflets were used as soft landmarks. Depending on the view, the coaptation point
of the MV leaflets or the fossa ovalis (FO) was chosen as the third landmark. Since
corresponding time frames were registered, only rotational and translational differences
between the volumes were expected and therefore a rigid transformation model was
used. The landmarks were registered by a closed-form least squares optimization
algorithm [65]. Secondly, the image alignment was improved manually by rotating
and translating one volume with respect to the other, viewing the result in all three
orthogonal views. Once an adequate transformation was found, the datasets were
fused with maximum intensity fusion. Severe near-field artefacts were removed by
cropping the ultrasound pyramid before the image fusion.

5.3 Results

The clinical characteristics of all patients are depicted in Table 2. The image acquisi-
tion protocol was feasible in all eight patients and in total 48 3D TOE datasets were
acquired. For all full volume 3D datasets, the average volume size was 91 °(lateral
width) x 93 °(elevation width). The average volume rate of the 3D TOE datasets was
six volumes per second.

The cardiac structures captured in the 3D datasets of each step and the corre-
sponding image qualities are shown in Table 3. The main 3D artefact was the echo
loss. In general, the LAA, MV, AV, and FO were always visualised with good im-
age quality, i.e. visualised clearly and distinguished easily in the 3D datasets without
artefacts of echo loss. The ostia of the PVs, which are located at the edges of the 3D
datasets, suffered more from the artefact of echo loss.

Three orthogonal views of a fused 3D dataset and its orientation with respect to
the heart are shown in Fig.2. The different colours represent the different steps. An
example of a fused 3D TOE dataset in different orientations revealing the important
anatomical structures is shown in Fig.3. It is clearly shown that the extension of the
field of view gives a wider 3D view of the LA than the 3D TOE dataset of a single step
does. Using the described protocol, the average volume overlap between neighboring
TOE datasets ranges from 50–75%.
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Figure 5.2: The orientation of 3D TOE datasets of each step with respect to
the heart (the left upper quadrate) and orthogonal views of a fused 3D TOE
dataset. Step 1 (yellow); Step2 (blue); Step 3 (red); Step 4 (orange); Step 5
(green); Step 6 (purple).



5.4. DISCUSSION 83

Figure 5.3: An example of a fused 3D TOE dataset and important cardiac
structures are indicated. LAA, left atrial appendage; LPV, left pulmonary vein;
MV, mitral valve; RPV, right pulmonary vein. Since the complete dataset was
fused from six 3D TEE datasets, some part of the fused dataset was cropped to
reveal the important anatomic landmarks.

5.4 Discussion

In this study, we developed a systematic TOE image acquisition protocol with which
six 3D TOE datasets were acquired and fused, providing a much wider reconstructed
3D view of the LA, incorporating the PVs, LAA, MV and AV. The protocol provides an
important step towards using the pre- and/or intra-interventional 3D TOE to generate
an anatomical map of LA for AF catheter ablation, eliminating the need for pre-
interventional CT or MRI.

The six steps of the protocol were chosen based on their feasibility and repro-
ducibility in acquiring 3D TOE datasets which provide sufficient overlap among each
step for registration.

Of all important anatomical landmarks, the LAA, MV, and AV were always of good
image quality because they are located in the relative central part of the pyramidal
3D TOE datasets. Although the thin membranous area of the FO is likely to suffer
from echo loss, its appositional muscular rim (limbus) can be distinguished easily in
the 3D datasets. Since the PVs are adjacent to the lung and the 3D datasets are likely
to suffer from the echo loss, the ostia of the PVs were less distinguishable than other
cardiac structures, especially in those of inferior general image quality. The typical
arrangement of four distinct pulmonary venous ostia is present in 20–60% of subjects,
but it is also common to find the presence of a short or long common venous trunk on
the left side, and supernumerary veins on the right side [71], The variances in the PVs’
anatomy greatly influence the success rate of the AF catheter ablation if the variant
PVs are treated inadequately. In this study, a short common venous stem of the left
PVs was revealed in the 3D TOE datasets of one case and three right PVs in another
case.
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In this study, five patients had had severely enlarged LA due to severe mitral
regurgitation. The relative positions of the PVs, lung and probe might be altered in
this situation, which may compromise the general image quality. This might also be
the case for patients with AF because they usually have an enlarged LA [9, 61]. In
addition, the patients’ position during the acquisition may also influence the general
image quality as the position of the heart relative to the lung might be changed. The
lateral decubitus position tends to rotate the heart to the left of the sternum [94]
and towards the chest wall. In this study, all patients were supine during the image
acquisition.

Limitations

Although the major part of the LA including important anatomical structures was re-
constructed successfully by registering the 3D TOE datasets, it was still not possible
to reconstruct the whole LA. The roof of the LA was always lost in the 3D datasets,
because the currently used matrix TOE probe (Philips X7-2t) is not capable of visu-
alising the structures in the near field of the ultrasound beam. We tried to acquire
3D TOE datasets in the transgastric view in which the LA roof lies in the far field of
the ultrasound beam, but the spatial resolution dropped substantially and essential
structures could hardly be distinguished. Nevertheless, we intend to carry out the
3D reconstructions also using images acquired by the Philips S8-3t micro-TOE probe
which is of higher frequency (up to 6 MHz). According to our primary experience, the
micro-TOE probe is able to visualise the LA roof in adults.

In this study, all 3D TOE datasets were registered manually, which requires specific
expertise and relatively long time. However, the manual registration time consump-
tion highly depends on the image quality of the 3D TOE datasets which determines
the recognisability of the anatomical landmarks. Currently, we are developing an
automatic registration method which will eliminate manual input and speed up the
registration process. The automatic registration algorithm will take much less time
than the manual registration and can be further incorporated into the ultrasound sys-
tem, thus allows an on-line reconstruction. Therefore, the wide-view fused 3D TOE
dataset can be made available to the electrophysiology physician during the ablation
procedure.

All single full volume 3D datasets were free from 3D stitching artefacts because they
were acquired from only one cardiac cycle, but as a result, the volume rates were very
low. This limits temporal alignment and results in different positions of fast moving
cardiac structures, thus influencing the quality of the fused dataset negatively. To
acquire full volume 3D datasets from two or four cardiac cycles can greatly improve the
volume rate (up to about 32 volumes per second) at the cost of longer acquisition time
and stitching artefacts. Additionally, it should be noticed that the patients included in
this study were under general anaesthesia and in non-anaesthetised patients stitching
artefacts might be a bigger problem. These issues need to be investigated further.
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Future clinical implications

The wide-view fused 3D TOE dataset will be very useful to reconstruct the LA
anatomy; the segmented 3D surface could be imported to the EAM system. Ad-
ditionally, intra-interventional 2D echocardiographic images can be matched to the
pre-interventional 3D TOE images, preventing cumbersome multi-modality registra-
tion to CT or MRI images. The wide-view fused 3D TOE dataset may also serve
as a substrate for registering and merging intra-interventional 2D echocardiographic
images into the EAM system without errors from the probe position sensing.

5.5 Conclusion

The major part of the LA anatomy incorporating the PVs, LAA, MV, AV and FO as
important anatomical landmarks can be reconstructed successfully by registering and
fusing 3D datasets acquired with the proposed 6-step TOE image acquisition protocol.
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Abstract
Objective: The aim of the study was to evaluate wide-view fused 3D
transesophageal echocardiography (TEE) datasets of the left atrium (LA)
for supporting catheter ablation procedures by comparing with computed to-
mography (CT).
Methods: Twenty-two patients undergoing transcatheter aortic valve im-
plantation were included, who had had both CT and 3D TEE examinations.
Six 3D TEE datasets were acquired according to the imaging protocol and
were registered and fused manually in end diastole. Eight landmarks includ-
ing mitral valve (MV), aortic valve (AV), left atrial appendage (LAA), fossa
ovalis (FO), left superior pulmonary vein (LSPV), left inferior pulmonary vein
(LIPV), right superior pulmonary vein, and right inferior pulmonary vein were
marked in both fused 3D TEE and CT datasets. The Euclidean distances were
calculated between corresponding landmarks.
Results: The wide-view registration and fusion of the 3D TEE datasets was
feasible in all patients. The MV, AV, and LAA were visualized in all cases
and FO in 77% of cases. LSPV including the common ostium was visualized
in 64% and RSPV including the common ostium in 77% of the patients. The
inferior PVs were visualized with 3D TEE in only one patient. The distances
between the landmarks marked in the fused 3D TEE and CT datasets were
5 ± 3 mm.
Conclusion: Wide-view registration and fusion of the 3D TEE datasets
were feasible and accurate in reconstructing the major part of the LA com-
pared with the CT dataset. This technique can potentially replace the pre-
interventional CT or MRI in complex LA catheter ablation procedures.
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6.1 Introduction

Atrial fibrillation (AF) is increasingly treated by catheter ablation, including pul-
monary vein (PV) isolation and complex left atrial ablation for non-PV triggers,
thus eliminating the triggers initiating AF[23]. Several imaging modalities are com-
monly applied before the intervention to visualize the left atrium (LA) along with
the PVs, left atrial appendage (LAA) and mitral valve (MV), such as rotational an-
giography, computed tomography (CT), and magnetic resonance imaging (MRI)[105].
The pre-acquired CT or MRI images are segmented and registered within the electro-
anatomical surface mapping (EAM) system to the real time mapping space during
the procedure3. Since AF ablation procedures often need to be repeated and the sub-
stantial dose of ionizing radiation of CT scans, rotational angiography and fluoroscopy
required by the procedures causes important delayed effects on patients [123, 76, 109],
every attempt should be taken to minimize radiation exposure1. Additionally, CT and
MRI are of cumbersome logistics and high cost.

Transesophageal echocardiography (TEE) is performed routinely to exclude LA/LAA
thrombus before the catheter ablation. The anatomy of the LA and adjacent structures
can be visualised in high resolution 2D and 3D TEE images [41, 63, 145]. However,
the field of view of one single full volume 3D TEE dataset is not enough to visualize
all important cardiac structures simultaneously, which is particularly true for the PVs
at the left and right edges of the LA. We have shown in a previous study that it is
feasible to reconstruct the majority of the LA with important anatomical landmarks
with six single-view 3D TEE datasets acquired with a stepwise TEE image acquisition
protocol [120]. In the present study, we sought to validate the wide-view fused 3D
TEE dataset of the LA against CT by indicating the important anatomical landmarks
in both fused 3D TEE and CT datasets. This is an important prerequisite in the
process to replace pre-interventional CT by TEE in the catheter ablation procedures.

6.2 Patients and methods

Twenty-two patients (15 men, aged 79 ± 7 years old) who had undergone transcatheter
aortic valve implantation (TAVI) for severe aortic valve stenosis were included in this
study. These patients had undergone the CT examination three to five weeks before
the procedure and 3D TEE examination during the procedure. The patients were
under general anesthesia during the 3D TEE image acquisition. The protocol was
approved by the institutional review board.

The TAVI patients were chosen as the study sample because they had had both
CT and 3D TEE examinations. Although patients planned for catheter ablation all
undertake the TEE exam a few days or immediately before the procedure, the TEE
exam is always kept short and focused in our out-patient clinic in order to minimize
patients’ discomfort and 3D acquisition is not frequently performed. On contrary,
the TAVI patients are under general anesthesia during the procedure, which provides
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more time for 3D TEE acquisition and image optimization, thus are comparable ideal
research subjects.

3D TEE image acquisition and registration

Intra-interventional TEE was performed with the iE33 xMatrix ultrasound system
(Philips Medical System, Best, the Netherlands) with the CX7-2t matrix-array trans-
ducer. All acquisitions were performed at the mid-esophageal level. The image acqui-
sition was performed following the stepwise image acquisition protocol depicted in our
previous study [120] (Figure 1). In the protocol, Step 1 aimed to acquire the central
view of the MV, LAA and aortic valve (AV); Step 2 was developed to acquire the left
PVs and Step 3 to acquire the right PVs. Step 4, 5 and 6 were mainly used to create
sufficient overlap between different datasets for image registration and fusion. The 2D
reference views and 3D datasets were acquired according to the ASE guidelines for
performing a comprehensive TEE examination [130] and the latest EAE/ASE recom-
mendations for image acquisition and display using 3D echocardiography [77]. The
3D datasets were acquired with the full volume mode during one cardiac cycle with a
proper depth and the largest volume size to include the structures of interest.

To construct a wide 3D view of the LA, the datasets of the six different steps were
registered manually to the CT image in end diastole by a single observer (HWM).
Firstly, a minimum of three landmarks was indicated in both the TEE and CT datasets.
Depending on the TEE view, the coaptation point of the AV leaflets, coaptation point
of the MV leaflets, fossa ovalis (FO) and LAA were used as soft landmarks. Occa-
sionally, some additional corresponding points were indicated to improve the initial
alignment between the images. Since corresponding time frames were registered, only
rotational and translational differences between the volumes were expected and there-
fore a rigid transformation model was used. The landmarks were registered by a
closed-form least squares optimization algorithm [65]. Secondly, image alignment was
improved manually by rotating and translating the TEE volume with respect to the
CT, viewing the result in all three orthogonal views. Thirdly, all different TEE images
were jointly displayed with respect to the CT image and each other, to optimize the
image alignment between the different TEE views, thus minimizing TEE misalign-
ment. Once an adequate transformation was found, the datasets belonging to step 1,
2, 3, and 4, the views that were required for coverage of the heart, were fused with
maximum intensity fusion. Data of step 5 and 6 were used only in the registration
process and not included in the fusion.

Multislice CT image acquisition

Contrast-enhanced cardiac CT was performed using a dual-source CT system (So-
matom Definition, Siemens Medical Solutions, Forchheim, Germany), with the follow-
ing acquisition parameters: two tube-detector systems with a detector collimation of
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32 x 0.6 mm, Z-axis flying focal spot for double sampling in the longitudinal axis,
rotation time 330 ms (temporal resolution 85 ms), tube voltage 120 kV. The pitch
varied between 0.2 for low heart rates (¡40 min-1) and 0.53 for high heart rates (¿100
min-1). Each tube provided 412 mA/rot (625 mA), and full X-ray tube current (100%)
was given during the 14– 46% of the R – R interval. The scan ranged from the top
of the aortic arch to the diaphragm. The radiation dose ranged from 8 to 20 mSv
depending on body habitus and heart rate dependent table speed. The volume of io-
dinated contrast material (Iodixanol 320 mg/ml, GE Healthcare) was adapted to the
expected scan duration. A contrast bolus (50–60 ml) was injected in an antecubital
vein at a flow rate of 5.0 mL/s, followed by a second bolus of 30 – 40 at 3.0 ml/s.
Bolus tracking was used to synchronize the start of the scan with opacification of the
aortic root. Images were reconstructed at 5%-R-R intervals: slice thickness 1.5 mm;
increment 0.4 mm; medium-to-smooth convolution kernel (B26f). In this study, we
assessed CT datasets reconstructed during diastole, the same cardiac phase used in
the TEE registration and fusion.

Indication of landmarks in the 3D TEE and CT datasets

Eight cardiac structures were chosen as the landmarks to be indicated in both fused
3D TEE and CT datasets: MV, AV, LAA, FO, left superior pulmonary vein (LSPV),
left inferior pulmonary vein (LIPV), right superior pulmonary vein (RSPV), and right
inferior pulmonary vein (RIPV). The common ostium of the PVs was defined if two
PVs join each other and share a common stem before entering the LA or they enter the
LA through the same ostium. All 3D TEE datasets were displayed as three orthogonal
2D views, which could be rotated and panned to locate the landmarks. The landmarks
were indicated independently in the TEE and CT datasets at two different times in
all 22 patients by one observer (BR) blinded to the image registration process. The
landmarks were indicated in the following locations: 1) MV: in the center of the mitral
annulus plane; 2) AV: in the center of the aortic annulus plane; 3) LAA: in the center
of the ostium of the LAA; 4) FO: in the center of the thin fossa ovalis area; 5) LSPV:
in the center of the ostium of the LSPV; 6) LIPV: in the center of the ostium of the
LIPV; 7) RSPV: in the center of the ostium of the RSPV; 8) RIPV: in the center of
the ostium of the RIPV. If two or more pulmonary veins entered the LA through a
common ostium, only one landmark was marked in the center of the common ostium.
If the cardiac structures were not visible in the datasets, the landmarks were skipped.

For correspondence evaluation, the differences between corresponding landmarks in
the fused 3D TEE (pTEE = (xTEE , yTEE , zTEE)T ) and CT (pCT = (xCT , yCT , zCT )T )
datasets were calculated as Euclidean distances

d =

√
(xTEE − xCT )2 + (yTEE − yCT )2 + (zTEE − zCT )2. (6.1)
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Intra- and interobserver variability analysis

The landmarks were indicated a second time by the same observer (BR) and indepen-
dently by a second observer (JMG) in five patients randomly chosen. The distances of
40 corresponding landmarks of CT-CT, TEE-TEE and CT-TEE by the same observer
and between two observers were calculated.

6.3 Results

In Figure 2, a fused 3D TEE dataset of one patient are shown along with the CT
dataset in different orientations to show important cardiac structures. In Figure 3,
one fused 3D TEE dataset with the landmarks indicated for TEE and CT is shown.

Using CT as the gold standard, the visibility of eight landmarks in fused 3D TEE
datasets in all patients is depicted in Table 1. As shown in Table 1, a left PV common
ostium was observed in 14 cases using CT and seen in the fused 3D TEE datasets in
10 cases (71%). A right PV common ostium was seen in 2 patients using CT and also
in the fused 3D TEE dataset (100%).

For the eight cardiac structures chosen as the landmarks, the distances between the
corresponding landmarks placed in the fused 3D TEE and CT datasets are shown in
Figure 4. The distances of the landmarks of the LIPV and RIPV were not calculated
because they were seen in the fused 3D TEE dataset only in one patient. The distance
between landmarks was 5 ± 2 mm for MV, 4 ± 2 mm for AV, 5 ± 2 mm for LAA, 6
± 3 mm for FO, 9 ± 4 mm for LSPV, and 5 ± 3 mm for RSPV.

The intra- and interobserver variabilities in landmarks are shown in Table 2. The
intraobserver and interobserver variabilities of TEE-TEE and CT-CT distances were
small, but were also shown to constitute a considerable part of the CT-TEE distances.

6.4 Discussion

In this study, we compared the wide-view fused 3D TEE datasets of the LA with the
CT data. The main findings were 1) the wide-view registration and fusion of the 3D
TEE datasets was feasible in all patients and enabled the visualization of major parts
of the LA; 2) important anatomical landmarks such as the MV, AV, LAA and FO
could be clearly visualized in the fused 3D TEE in all (MV, AV and LAA) or almost
all patients (FO); 3) LSPV including the common ostium could be visualized in 64%
and RSPV including the common ostium in 77% of the patients. However, the LIPV
and RIPV were very difficult to visualize with 3D TEE; 4) the registration and fusion
of the 3D TEE datasets tended to be accurate as the average distances between the
landmarks marked in the fused 3D TEE dataset and those made in the CT dataset
were 5 ± 3 mm for the important cardiac structures.
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Figure 6.1: A: 2D transoesophageal echocardiography reference views of the 6-
step image acquisition protocol. 1, the mitral commissural view; 2, the superior
commissural view including the left upper pulmonary vein; 3, the modified
bicaval view including the right upper pulmonary vein; 4, the aortic valve long
axis view; 5, the midpoint view between the aortic valve long axis and bicaval
views; 6, Further left to the aortic valve long axis view. B: cardiac structures
acquired in the 3D datasets of Step 1 (yellow), Step 2 (blue) and Step 3 (red).
The grey areas represent the area of the pulmonary vein ostia projected to the
cross-section of the anatomical view. AV, aortic valve; LA, left atrium; LAA, left
atrial appendage; LPVs, left pulmonary veins; LSPV, left superior pulmonary
vein; LV, left ventricle; MV, mitral valve; PV, pulmonary valve; RA, right
atrium; RPVs, right pulmonary veins; RSPV, right superior pulmonary vein;
SVC, superior vena cava; TV, tricuspid valve. The figure is cited from Ren
B et al. J Interv Card Electrophysiol. 2013 Jun;37(1):21-6. Permission was
obtained.
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Figure 6.2: An example of a fused 3D transesophageal echocardiographic dataset
and the corresponding CT dataset with important cardiac structures indicated.
The 2D multiplanar reconstruction planes of both 3D echocardiographic and CT
data are also shown. A: mitral valve en-face view with left pulmonary veins; B:
left atrial appendage and left pulmonary veins; C: right inferior pulmonary vein.
Some part of the fused 3D echocardiographic and CT datasets was cropped to
reveal the anatomic landmarks. CT, computed tomography; LIPV, left inferior
pulmonary vein; RSPV, right superior pulmonary vein; other abbreviations as
in Figure 1.
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Figure 6.3: An example of a fused 3D transesophageal echocardiographic dataset
with landmarks on the important cardiac structures. Red crosses are the land-
marks marked in the CT dataset and blue crosses are the landmarks marked
in the fused 3D TEE datasets. The right superior pulmonary vein ostium was
not visible in the 3D TEE dataset. FO, fossa ovalis; other abbreviations as in
Figure 1 and 2.
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Figure 6.4: Boxplots showing the distance between corresponding landmarks.
Open dot as outlier. Abbreviations as in Figure 1, 2 and 3.

The single view 3D TEE datasets were acquired with a systematic step-wise TEE
image acquisition protocol as described in our previous study [120]. This image acqui-
sition protocol provides a systematic and fast procedure for acquiring 3D TEE datasets
which allow the manual registration and fusion. Important anatomical structures for
the ablation procedure could be clearly visualized in the fused 3D TEE datasets. Cen-
trally located structures such as MV, AV, LAA and FO were well visualized in the
fused 3D TEE datasets in all (MV, AV, LAA) or the majority of the patients (FO in
77%). The reason why the FO was not visible in all patients was because it was not
included in the 3D acquisition sector in some patients since the image protocol was
set to focus on PVs. In fact, the atrial septum including the FO can be excellently
visualized with 3D TEE [77, 41], as this technique is commonly used to diagnose atrial
septum defect [140, 90]. Since the PVs are adjacent to the lung and the 3D datasets
are likely to suffer from the echo drop-out, the ostia of the PVs were less distinguish-
able than other cardiac structures. This might be the main reason for the invisibility
of the inferior PVs because the inferior veins tend to be smaller and have shorter dis-
tances from the ostia to the first-order branches than the superior veins and the LIPV
is surrounded by descending aorta and lung. In addition, the superior veins enter the
LA in an anterosuperior direction, whereas the inferior veins open into the LA per-
pendicular to the posterior wall [86]. The posterior wall of LA was always lost in the
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3D TEE datasets, because the currently used matrix TEE probe (Philips CX7-2t) is
not capable of visualising the structures in the very near field of the ultrasound beam.
Variances in the PV anatomy are commonly seen, such as a short or long common
venous trunk or supernumerary veins [71]. These increase the difficulty in distinguish-
ing the PVs in the fused 3D TEE datasets. Additionally, the variable distance of the
transducer placed into the esophagus and the PVs may also affect imaging. When the
oesophagus and transducer inside is close to the left PVs, imaging of right PVs can
be easier, while imaging of the lower left PV is troublesome, and vice versa. There is
quite a variance in the chance of visualizing the inferior PVs in the literature [4, 42]
and it should be noted that the visualisation of PVs using TEE also depends on the
operator’s experience and apparently requires certain training.

As shown in the results, the distances between landmarks in the fused 3D TEE
and CT datasets were around 5 mm, which is quite small for such cardiac structures
compared with the reported inaccuracies in the EAM [60]. The reported distances are
a combination of several inaccuracies: the TEE fusion and reconstruction inaccuracies,
the observer variability in the landmarks, different physiological conditions between
the CT and TEE images taken weeks apart and inherent differences between the CT
and TEE images. Since the intraobserver and interobserver CT-CT and TEE-TEE
distances were 3 to 7 mm (Table 2) , the CT-TEE distances could be largely attributed
to observer variability, and the errors due to registration and modality differences were
actually much smaller than suggested by the measurements. In order to investigate
the cause of the distances between landmarks in 3D TEE and CT datasets, especially
for the distances larger than 10 mm, we further calculated the distance vector in two
directions: radial and circumferential (with respect to the centre of the LA). The
results, however, showed no significant correlation between the absolute distance and
the radial distance. On inspection, in all four cases where the landmark indicated in
the fused 3D TEE datasets was not reliable, this was proven to be because of inferior
3D image quality, not because of registration errors.

Limitations

Although the major part of the LA was reconstructed accurately by registering the 3D
TEE datasets, it was still not possible to reconstruct the whole LA as the posterior
wall of the LA was always lost in the 3D datasets as discussed above. There may
be several solutions for this, e.g. using a balloon standoff or using a probe of higher
frequency. These solutions are subject of further study. In the imaging protocol, the
inferior PVs are not visualized in the 2D reference views. Because of the close location
between the superior and inferior PVs, we assume that with sufficient image quality,
both veins could be included in the 90°x 90°3D acquisition sector even if only one vein
is seen in the 2D reference view. Different 2D views specially targeting at the inferior
PVs could be used [77, 42], yet the inferior PVs cannot always be visualized in certain
views as the success rate reported largely varied [4, 42], especially in diseased hearts
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whose orientations maybe changed due to chamber enlargement.

The study was carried out in patients undergoing the TAVI procedure, in whom
both CT and TEE studies were available. Although the AV and MV annuli were
often heavily calcified in this patient population, the 3D TEE image quality in terms
of structure recognition was not influenced by the strong echo of calcified annuli.
Nevertheless, this study ultimately aims at facilitating the catheter ablation procedures
in patients with AF. Thus, the ideal patient population would be patients undergoing
the catheter ablation. However, the accuracy of fusing 3D TEE datasets acquired in
the patients with AF compared with CT is assumed to be similar as shown in this
study. Besides, patients with AF usually have enlarged LA as patients with aortic
stenosis, but whether the degree of LA enlargement is comparable between the two
patient populations still needs interrogation.

In this study, all 3D TEE datasets were registered manually, which requires spe-
cific expertise and relatively long time. An automatic registration method is highly
desirable. This will eliminate manual input and speed up the registration process,
which can be further incorporated into the ultrasound system, thus allowing an on-
line reconstruction. In fact, this current study constitutes a proof of principle for the
future case where such an automated registration will be available, and shows that
TEE may support the ablation procedure as the fused 3D TEE dataset can be made
available during the procedure. The parts that are not well visualized (atrial posterior
wall and inferior PVs) should then be further elucidated during the simplified EAM
procedure.

The temporal mismatch between the different TEE subsets may play an important
role in the registration errors. The volume rates of the 3D TEE datasets were very
low (4 Hz) because they were acquired from one cardiac cycle, which limits temporal
alignment and results in different positions of fast moving cardiac structures. The
volume rate can be improved if full volume 3D datasets are acquired from more cardiac
cycles. However, it should be noted that the patients included in this study were under
general anaesthesia and had a stable heart rate. In non-anaesthetised patients, the
heart rate may vary more especially in patients with AF who usually have irregular
R-R interval, thus stitching artefacts might adversely affect the registration.

The use of CT as the basis and aid for the manual TEE registration may provide
a bias in the CT-TEE comparison, especially since some landmarks (MV, AV, FO)
are used in both processes. However, the landmarks indicated in the TEE registration
were not known to the observers performing the landmark indication. In fact, the
TEE registration could also be performed without the CT and alignment of the TEE
sets was finally performed between TEE datasets.

Clinical implications

The wide-view fused 3D TEE dataset can represent the atrial anatomy in a similar
way as the preoperative CT does. Apart from some of the inferior PVs and the atrial
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posterior wall, the major structures are represented correctly. Regarding the poor
visibility of the inferior PVs in the fused 3D TEE datasets, implementing 3D TEE
in the PV isolation procedure may be limited. However, this technique might replace
pre-interventional CT or MRI in facilitating ablation approaches not targeting the
PVs, including ablation of peri-mitral flutter, LA tachycardia (post-ablational supe-
rior PVs and LAA tachycardias), septal atrial tachycardia, and LAA occlusion which
is performed frequently during the catheter ablation procedure. In a separate study,
we have shown that a multicavity anatomy can be successfully segmented from these
TEE images [53]. This segmented 3D surface could be imported to the EAM system,
which may obviate the need for preoperative CT. Additionally, intra-interventional
2D echocardiographic images can be matched to the pre-interventional 3D TEE im-
ages, preventing cumbersome multi-modality registration to CT or MRI images. TEE
probes equipped with 3D position sensing or X-ray based position/orientation es-
timation [137] will fit this application even better. The wide-view fused 3D TEE
dataset may also serve as a substrate for registering and merging intra-interventional
2D echocardiographic images into the EAM system without errors from the probe
position sensing.

6.5 Conclusion

Wide-view registration and fusion of the 3D TEE datasets were feasible and accurate
in reconstructing the major part of the LA compared with the CT dataset. This
technique may replace the pre-interventional CT or MRI in complex LA catheter
ablation procedures. When the visualization of the ostia of inferior PVs is improved,
this technique could be applied in catheter ablations targeting at PVs as well.
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Abstract
Minimally-invasive interventions of the heart such as in electrophysiology
(EP) are becoming more and more important in clinical practice. Currently,
preoperative Computed Tomography Angiography (CTA) is used to provide
anatomical information during EP intervention, but this does not provide
real-time feedback and burdens the patient with additional radiation and side
effects of the contrast agent. Three-dimensional transesophageal echocardio-
graphy (3D TEE) is an excellent modality to visualize anatomical structures
and instruments in real-time but some cavities suffer from the limited cov-
erage of the 3D TEE volumes which is especially true for the left atrium
(LA). This leads to difficulties segmenting the LA. We propose to replace or
complement preoperative CTA imaging by wide-view TEE. We tested this
on twenty patients for which TEE image volumes covering the LA and CTA
images were acquired. The TEE images were manually registered and wide-
view volumes were generated. Five heart cavities in single-view TEE and
the wide-view TEE were segmented and compared to atlas based segmenta-
tions derived from the CTA images. We could show that the segmentation
accuracy (Dice coefficients) improved relative to segmentation of single-view
images by 5, 15, and 9 % points for left atrium, right atrium, and aorta re-
spectively. Average anatomical coverage was improved by 2, 29, 62, and 49
% points for right ventricle, left atrium, right atrium, and aorta respectively.
This finding confirms that wide-view 3D TEE can be useful for support of
electrophysiology interventions.
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7.1 Introduction

With the aging population in the western world, and improved survival of congenital
diseases and infarcts, treatment of cardiac arrhythmias becomes more and more im-
portant. Cardiac electrophysiology (EP) is therefore a rapidly growing specialization
in cardiac care. Atrial fibrillation (AF) is an unsynchronized or reduced contraction
of the atria due to abnormal electrical activation patterns in the atria, and it is very
common in elderly people. When pharmacological treatment is no longer effective, AF
can be treated by interruption of the electrical pathways that induce the arrhythmia.
Open heart surgery [31] is one way of isolating erroneous conduction sites but the
involved risks are often too high for patients in this population [115].

In EP, AF is generally treated in a minimally invasive way by mapping the ECG
signals inside the atrium and ablating the culprit sites with RF ablation catheters. The
ablation may sometimes be limited to a few points, but in many procedures continuous
lines of ablation points need to be created to isolate a region on the atrial wall, leading
to very lengthy and costly procedures. In the last decade, anatomical features became
more important for treating AF; for instance, by creating circumferential lines around
the pulmonary veins (PVs) [108, 107]. The large anatomical variability in the PVs [48]
and the high risk of complications [118] made 3D visualization of anatomical structures
necessary.

Currently, the major means of real-time visualization during the intervention is
X-ray fluoroscopy, which produces a 2D projection image only, has poor or no soft
tissue contrast, and uses ionizing radiation [76]. The ablation and ECG catheters are
equipped with 3D position sensors and their position is continuously tracked. By mov-
ing these catheters over the atrial wall, a rough 3D electro-anatomical map (EAM) of
the atrium can be constructed [133]. This map is not very precise because of the lim-
ited number of contact points involved, influence of breathing and cardiac motion and
the inaccuracy of 3D sensing. This led to the integration of preoperative computed to-
mography angiography (CTA) images into the EAM [37] to supply a better impression
of the patient’s specific LA anatomy. These preoperative images are segmented and
the resulting surfaces are imported into the EAM system. By indicating a number of
anatomical landmarks in EAM and segmentation, the segmentation can be registered
to the EAM. However, the preoperative CTA is a relatively costly, logistically cum-
bersome procedure, and burdens the patient with ionizing radiation. Moreover, these
preoperative images are often acquired weeks before the intervention, and the cur-
rent physiological state of the LA can be quite different from the preoperative images.
Therefore, it is sometimes still difficult to ensure continuous ablation lines especially
when dealing with abnormal anatomies. We believe that these shortcomings in the
visualization of the anatomical structure are an important cause of the low success
rate of the EP procedures: 52 % without and 76 % with the use of antiarrhythmic
drugs [24]. In order to achieve these success rates in 27 % of the patients multiple
procedures were necessary.
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Three-dimensional (3D) transesophageal echocardiography (TEE) with its good
tissue-to-blood contrast could be an ideal real-time and preoperative modality to guide
EP interventions. Preoperative TEE is generally performed shortly before the EP
intervention, to exclude the presence of thrombus in atria and left atrial appendage.
To complement or replace preoperative CTA, segmentation of the cardiac cavities in 3D
TEE is required to allow the endocardial surfaces to be shown within the EAM system.
We showed previously [53] that segmenting heart cavities in single TEE volumes is
possible but may be limited by the narrow field of view (FoV). Wide-view image
fusion is one way to increase the FoV [96] and we showed that by combining four TEE
volumes we could cover most of the left atrium (LA), identify the main LA structures
with accuracy similar to CTA and thus possibly replace preoperative CTA [120].

The purpose of this study is to investigate to what extent well-registered wide-view
fused TEE images can be segmented appropriately and to confirm our hypothesis that
the segmentation accuracy of wide-view TEE improves with respect to single views.
Please note, that the purpose of this study is not to evaluate a fusion/registration
method nor to investigate the clinical benefit of fusion; the fusion itself is only instru-
mental here. We are solely investigating the potential beneficial effect of an idealized
fusion on the segmentation performance. We tested our hypothesis on a set of twenty
patients for whom CTA and TEE were available.

7.2 Materials and Methods

A schematic outline of the used data and involved processing steps is shown in Fig. 1.
For each patient six TEE views are manually registered and fused to create a wide-view
image. A blood/tissue classifier and segmentation is applied to the wide-view images
and the segmentation results are validated with CTA segmentations. We compare the
segmentation results of the wide-view images with the results of a single-view image.

TEE Image Acquisition

Six 3D TEE image volumes were acquired per patient at mid-esophageal level following
the protocol that we described earlier [120]. All TEE images were acquired with an
iE33 system in combination with a matrixTEE probe (X7-2t, Philips Healthcare, The
Netherlands). One to three heart cycles were acquired in ”Live 3D” mode with a
volume rate of 4.3 ± 0.9 volumes/sec. The image sector was set to 90 by 90 degrees
and the imaging depth was 10 ± 2 cm.

There are three main volumes: 1) covering the central view including the mitral
valve, the left atrial appendage, and the aortic valve; 2) aiming to the left including
left PVs; 3) covering the atrial septum and the right PVs. The other three volumes
are intermediate steps to ensure sufficient overlap of volumes 1 to 3. More details on
the acquisition protocol can be found in [120] and an example of the different views
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Figure 7.1: Block diagram of our methods and validation. For each patient six
TEE images and one CTA image was acquired. We used a manual registration to
align the six TEE views and subsequently a wide-view TEE image was created.
A blood/tissue classifier was run on the single- and wide-view images followed by
a segmentation. The segmentations were validated with a ground truth derived
from the CTA image.

can be seen in Fig. 2.

TEE Image Registration and Fusion

To build a 3D wide-view of the heart, the data sets of the six different volumes were
registered manually to the corresponding CTA image and to each other. Since we
aim at a proof-of-principle for the segmentation of fused sets we wanted to test our
segmentation on the best possible registration and fusion. Even though we expect
that artifacts caused by registration errors and fusion in the wide-view images will
only minimally affect our segmentation scheme, we did not want to mix the errors of
the registration and segmentation and chose to evaluate our wide-view segmentation
with the best possible registration. Therefore, we chose to use an elaborate manual
registration in order to minimize the effect of registration errors on the segmentation
results.

First, a single observer picked in each of the six TEE images and the CTA image the
end diastolic volume and indicated a minimum of three anatomical landmarks (from
a set of 8) in all volumes. From corresponding landmarks an initial rigid transform
(rotation and translation only) was computed. Second, image alignment was improved
by manually refining the rotation and translation of the TEE volume with respect to
the CTA image. The correct alignment of the anatomical structures was checked by
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slicing the volumes in three orthogonal cross-sections and overlaying the resulting 2D
images. Third, after repeating step one to two for all 6 TEE views, all TEE images
were jointly displayed with respect to the CTA image and each other. With small
manipulations of the rotations and translations of the individual TEE volumes the
alignment of the overall anatomical structures was optimized. The registered TEE
volumes are shown in Fig. 2. Once the adequate transformations were found, the
volumes 1 to 4 were fused since these views contain all the information and view 5
and 6 only add overlap between view 1, 3, and 4. Therefore, we excluded view 5 and 6
from the fusion to minimize fusion artifacts. Furthermore, minimum-intensity fusion
was chosen to suppress artifacts especially at the edge of the imaging cones.

The registration accuracy, the coverage and morphology of anatomical landmarks,
and the correspondence of landmarks in fused TEE volumes and CTA volumes was
assessed previously [119]. In this study a total of 8 landmarks (mitral valve, aortic
valve, left atrial appendage, fossa ovalis, and left/right superior/inferior pulmonary
veins) were indicated in wide-view TEE and CTA images by two experts. Please
note, that coverage of LA in the wide-view TEE was not complete and specifically the
inferior pulmonary veins were mostly not covered. Good spatial agreement was shown
between landmarks derived from wide-view TEE and CTA images with an average
Euclidean distance of 5±3 mm. The good correspondence between CTA and fused
TEE can be visually appreciated in Fig 3.

Gamma Mixture Model

Classifying different tissues such as myocardium and blood can be done based on the
differences in intensity distribution of the so-called ultrasound speckle for these tissues.
Previously, Vegas-Sánchez-Ferrero et al. [152, 150, 149] showed that a Gamma Mixture
Model (GMM) can accurately represent the intensity distribution (X = {Xi} , i =
1...N , with N denoting the number of voxels) of ultrasound images after beam-forming,
post-processing, and interpolation. An Expectation Maximization algorithm [95] was
used to estimate the parameters (Θ = π1, ..., πJ , α1, ..., αJ , β1, ..., βJ) of a two-class
(j = {1, ..., J}, J = 2) mixture model with the probability density function

p (x|Θ) =

2∑
j=1

πjfX (x|αj , βj) , (7.1)

where fX denotes the Gamma density function. A 3D map showing the voxel-wise
probability of blood versus tissue is then computed by applying Bayes’ theorem. An
example slice of a TEE volume and the computed tissue probability map is shown in
Fig. 4.



7.2. MATERIALS AND METHODS 107

Figure 7.2: Display of the registered six TEE volumes. The center view (view
1) is shown in yellow, the view the furthest to the left (view 2) is shown in
blue, and the view to the furthest to the right (view 3) is shown in red. The
intermediate views four (green), five (turquoise), and six (purple) are recorded
to ensure sufficient overlap between the center and the most right view. For
image fusion views 1, 2, 3, and 4 were used.

Active shape model

Active shape models (ASM) [29, 59] employ statistical shape models (SSM) generated
from a large training set to model all probable anatomical variations in organ shape.
The SSMs used in this work were derived from 151 3D CTA segmentations [73, 91]
containing the left and right atria (LA and RA), left and right ventricles (LV and
RV), and the aorta (Ao). We created SSMs for the complete heart keeping 90 % and
for the individual cavities keeping 98 % of the shape variation. The CTA scans were
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Figure 7.3: Rendered CTA volume (top left) and rendered fused TEE (top
right). The three orthogonal cross sections of the CTA (left) and the fused TEE
(right) are shown as well. The marker in the 2D views (yellow cross) indicates
the center of the mitral valve. The same location is shown in the 3D rendering
indicated by the red cross. Please note the good anatomical correspondence
between CTA and TEE. This can be appreciated in the 2D CTA cross sections
(left) where the fused TEE is overlaid in orange.

made from a mixed population of patients covering a large variability in anatomy and
pathology [91]. Although this patient population does not explicitly relate to TAVI-
specific pathology, the excellent generalization capabilities of SSMs are expected to
overcome this [59]. In our TEE segmentation scheme, update points (r′) are found
along the surface normals of each shape vertex (r) in the tissue probability maps by
minimizing an objective function as described by Van Ginneken et al. [143]. The pose
and/or shape of the ASM is updated until convergence. The pose (scale, rotation and
translation) is estimated by a weighted least square scheme which was described in
[5, 65]. Shape updates are estimated by a weighted projection to the shape parameter
space as described by Cootes et al. [28]. The weights w used for the pose and shape
updates are composed from a GMM based edge probability, wGMM (r′), a model dis-
tance term, wASM (r′), and a term to disqualify points outside the pyramidal TEE
volume, wUS (r′). The weighting factor is computed as follows:

w
(
r′
)

= wASM
(
r′
)
wUS

(
r′
)
wGMM

(
r′
)
, (7.2)
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Figure 7.4: Short axis cross section through a TEE volume (left) and the corre-
sponding tissue probability map (right). Note the suppression of speckle in the
tissue probability map compared to the intensity map.

where

wASM
(
r′
)

= exp

(
−‖r− r′‖2

σ2

)
, (7.3)

σ is used to adjust the model distance penalty term, and ‖ · ‖ indicates the Euclidean
distance. The term wUS (r′), is derived by convolving the binary TEE mask with a
Gaussian kernel with a standard deviation of

√
20 voxels. The GMM term, wGMM (r′),

enhances update points being close to the blood/tissue transition zone (probability of
0.5) and is defined as

wGMM

(
r′
)

= 1− |p2 (I (r′) |Θ)− 0.5|
0.5

, (7.4)

where I (r′) is the intensity in the TEE image at r′.

Segmentation scheme

We use a three-stage segmentation scheme where the mean shape of the SSM is initial-
ized by a rigid transform computed from three manually indicated landmark points.
Generally, each stage is initialized with the results of the previous stage while the
model pose is more and more constrained and the shape is more and more relaxed.
The different stages and their function are described by the flow chart in Fig. 5.
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Figure 7.5: Three stage segmentation scheme: At each stage the model is up-
dated until convergence. Convergence criterion is a RMS difference between the
current and previous shape of less than 0.1 mm. First stage, the mean shape of
the SSM containing all five cavities is initialized using a rigid transform derived
from three landmark point pairs. In this stage only the pose is updated and
the resulting transform is passed to the next stage. Second stage, pose and
shape of the complete heart SSM are simultaneously updated. Third stage,
For each heart cavity a separate SSM is used and initialized based on the pose
and shape of the previous stage. The shape estimates for stage 2 and 3 are
limited to a hyper-ellipsoid defined by the 98th percentile of the shape parame-
ters’ χ2 distribution [29]. Please note that in this segmentation scheme the pose
is more and more constrained while the shape is more and more relaxed while
propagating through the stages. The constraining and limiting parameters used
for all stages are shown in Table 1.
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Table 7.1: Segmentation parameters: σ defines the range of wASM , c constrains
θ, t,b, and ca constrains a at each iteration. Upper and lower limits for the
pose and shape parameters have the subscript lim.

parameters stage 1 (S1) stage 2 (S2) stage 3 (S3)
c 0.0 0.2 0.6
ca 0.0 0.2 0.3

σ (voxel) 44 20 20
alim (%) ±30 of ainit ±18 of aS1 ±15 of aS2
θlim (◦) ±30 of θinit ±20 of θS1 ±5 of θS2

tlim (mm) ±30 of tinit ±20 of tS1 ±5 of tS2
blim(%) 0.0 98.0 99.7

To guarantee a high robustness of the segmentation scheme the pose parameters
and the shape are constrained and limited to a plausible range.

In the different stages we constrain the pose parameters (scale, rotation, and trans-
lation) and shape parameters to prevent large jumps of the model due to erroneous
edge responses. Each of the parameters p at iteration i is constrained by

pi = cpi−1 + (1− c) p̂i, (7.5)

where p̂i indicates the estimated unconstrained parameter at iteration i. The used
constraints are shown in table 1. These constraints are identical to those used in
single TEE segmentations [53] for fair comparison.

The scale (alim), the rotation angles (θlim), the translation (tlim) and the shape
(blim) are limited and their values for the different stages are shown in table 1 as well.

7.3 Experiments

Data

The segmentation method was validated in 3D TEE data sets obtained from 20 patients
(13 male, 7 female; mean age ± standard deviation: 80±7) undergoing a Transcatheter
Aortic Valve Implantation (TAVI). The data acquisition protocols were approved by
the institutional review board (MEC-2013-257), and informed consent was obtained
from all patients. All patients had severe aortic valve stenosis with different severity
of valve regurgitation. This caused for all patients severe pathologies with different
degrees of LV hypertrophy and enlargement as well as LA enlargement. All TAVI
patients had 3D TEE data acquired during the preparation of the intervention. The
patients were anesthetized and in supine position. The end-diastolic (ED) time-frame
was manually selected. All patients also underwent a gated CTA three to five weeks
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before the intervention for preoperative planning. More details on the CTA acquisition
protocol can be found in [120].

Gold standard

Segmentations of CTA images from the same twenty patients served as the ground
truth. We generated these using a multi-atlas based approach introduced in [73]. The
CTA volumes were cropped so that only the heart was in the image volume. The ASM
was generated earlier on 151 patients and did not include any of the CTA segmentations
which were used for our validation. All CTA segmentations were visually inspected and
considered of good quality. The CTA segmentations provide an independent ground
truth of the cavity outline and are not limited to the TEE FoV. One should note that
the CTA supplies the anatomy of the same patient but at a different time and with a
different modality, so one can not expect a perfect match with TEE.

Evaluation measures

For comparing the different segmentations, overlap in volume for each cavity was ex-
pressed as a Dice coefficient in 3D [35]. The distance between corresponding 3D seg-
mentations was computed as average Euclidean point-to-surface distance (P2Smean).
Please note that the Dice coefficient and the P2Smean were computed for the whole
heart and not limited to the FoV. Furthermore, the percentage of each cavity that is
contained within the FoV is measured, both for the single-view segmentations and the
wide-view. It is expected that the segmentation accuracy of each cavity is related to
this coverage.

7.4 Results

Spatial Coverage

The coverage of the FoV for each heart cavity for the single-view and wide-view images
was computed based on the CTA segmentations and is shown in Fig. 6. It is shown
that the wide-view images contain a much larger portion of the different cavities. The
median coverage increased by 2, 29, 62, and 49 percent points for RV, LA, RA, and
Ao respectively. The FoV of the LV did not improve since it was captured already
within the single-view volumes (view 1).

Segmentation

A qualitative example of a wide-view TEE volume with corresponding CTA and their
segmentations are shown in Fig. 7. In Fig. 8 the box-plots of the Dice coefficients
and in Fig. 9 the P2Smean distances for all cavities are shown. On the left of Fig. 8
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Figure 7.6: Coverage of the different heart cavities within the field of view
(FoV) of the single-view TEE image (left) and of the fused wide-view TEE im-
age (right). The red horizontal line indicates the median, the blue box indicates
the 25 and 75 percentiles, and the whiskers indicate the range excluding out-
liers. Outliers are considered data points beyond mean ±2.7 times the standard
deviation and plotted as red +. Note the improved coverage of the LA, RA,
and Ao cavities compared to the single-view images.

and 9 the segmentation results using only the central TEE volume (view 1) are shown,
whereas on the right the segmentation results using the fused TEE volumes are shown.
It is shown that the cavities which had an improved coverage with the wide-view TEE
FoV also had an improved segmentation accuracy.

7.5 Discussion

We showed previously that wide-view TEE images can provide an alternative to preop-
erative CT images in clinical applications [119]. In this work we investigated to what
extent wide-view TEE volumes can be used to to improve segmentation accuracy. To
that end, we segmented twenty single and wide-view patient data sets successfully
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Figure 7.7: Three orthogonal cross sections of the CTA volume with the seg-
mentation overlaid (top). The same cross sections are displayed for the fused
TEE data set (bottom) together with the segmentation results based on the
single-view (red) and the fused wide-view data (blue). The outline of the CTA
based segmentation is shown in green.

with our segmentation scheme and compared them with CTA derived segmentations
which served as ground truth.

Generally, the wide-view TEE images helped to improve the coverage of the FoV
for the different heart cavities and fusion artifacts did not hamper the segmentation
accuracy.

We obtained improvements of the segmentation results of LA, RA, and Ao which
improved the median Dice coefficient by 5, 15, and 9 percent points respectively (see
Fig. 8). This may be mostly due to the improved field of view which resulted in a
coverage of 82, 94, and 97 percent compared to the single-view coverage of 56, 17, and
56 for LA, RA, and Ao, respectively. The RA improves the most from the wide-view
TEE which is most likely due to larger distance of the TEE probe relative to the RA.
Furthermore, we expect that other applications that depend on image segmentation
such as volume and wall motion estimation would benefit from an extended coverage.
For LV and RV, which had no improved FoV compared to the single-view TEE seg-
mentations, the segmentation accuracy stayed the same. This implies that generally
the segmentation accuracy is not deteriorated by the fusion.
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Figure 7.8: Comparison (Dice) of single-view segmentation (left) and fused TEE
segmentation (right) vs. CTA segmentations. The computation of the Dice
coefficients was not restricted to the FoV of the TEE images.

For one fused patient data set segmentation failed (see Fig. 8, outliers). Visual
inspection of the fused image data and the segmentation indicated that for this patient
the image data of the different views was quite noisy, had low SNR and the individual
views seemed to have quite different mean intensities. This resulted in a wide-view
image with considerable artifacts which misguided the segmentation.

Four registered TEE volumes were fused to a wide-view image utilizing a minimum-
intensity fusion which creates in our opinion the least fusion artifacts. However, this
method still creates some fusion artifacts, such as propagating echo drop outs and
edges of the single-view sectors, which will create false edges and may influence the
segmentation scheme (see Fig. 3). There could also be some temporal mismatches
between the different single-view volumes which also will influence the cavity borders in
the fused image. With a higher volume rate these errors should be reduced. To further
reduce fusion artifacts we did not include views 5 and 6 since they are intermediate
views. They do help in the spatial alignment process by providing additional overlap
between views 1, 3, and 4. However, the fusion artifacts mainly come from the edges
of the imaging cone where the image quality is compromised. If that area is already
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Figure 7.9: Comparison (Point-to-surface distance) of single-view segmentation
and fused TEE segmentation vs. CTA segmentations. The computation of
the mean point-to-surface distances was not restricted to the FoV of the TEE
images.

covered well by other views the edge artifacts may locally deteriorate the total fused
image.

We did not obtain a significant improvement of the segmentation results for LV
and RV (see Fig. 8 and 9). This may be due to the fact that the center view (view
1) contained most of the LV and RV and the wide-view fusion did not add much
information. This is supported by the finding that the FoV did not improve for LV
and RV, respectively (see Fig. 6). Although it has been reported by others that
multi-view fusion may improve the image quality in transthoracic echocardiography
[116] this is not very apparent in TEE. The effect of multi-angle compounding is small
in TEE, since the position of the probe in the esophagus is almost the same for all
views. Also, the minimum-intensity fusion that we applied is not improving local
image quality, although it is good for reducing artifacts.
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Limitations

Up to now our segmentation work is based on manual registration of the single TEE
volumes. This is arguably a major limitation for the practical usability of such a
method in the clinic. However, this is a proof-of-principle study and we use the man-
ual registration as a best-case proxy for a general automated registration to show
that segmentation results improve in wide-view TEE. We refrained from testing the
observer variability of the manual registration in conjunction with our segmentation
method since this will not be part of a final automated method. As soon as an auto-
matic registration method is available, an assessment of the influence of its registration
accuracy on the segmentation outcome should still be performed. Our next step is to
apply the segmentation in combination with an automated registration approach for
TEE images. Our group previously reported good results for different registration
metrics for transthoracic US/US registration [96] which is promising for replacement
of CTA/MR. However, we chose to use an elaborate manual registration scheme since
this is currently the most accurate method and will minimally deteriorate the results
of our segmentation.

Our final goal is to replace or complement CTA/MR. For complementing CTA/MR
with wide-view TEE, automatic intermodality registration would be desired. However,
to our knowledge there is not yet a reliable standard method of registering ultrasound
images to CT or MR and this is an ongoing research topic.

The segmentation scheme is currently initialized by three manually indicated land-
mark points. Note that an automatic method for initialization has been recently pro-
posed by Curiale et al. and tested on the same data set as used in this study [32]. This
automatic initialization showed similar segmentation results as our manual initializa-
tion despite the fact that the generated landmark points were quite different (median
Euclidean distance about 6 to 12 mm). This shows that the method is robust against
variations in the landmarks and that complete automatization seems feasible.

Another limitations is that the ground truth segmentations are derived from a
different imaging modality (CTA) which uses different physical principles for image
contrast formation. Furthermore, there are weeks between CTA and TEE image acqui-
sitions which may have resulted in changes in anatomy and physiological state. There-
fore, we cannot expect perfect correspondence between wide-view TEE and CTA. In
a previous study [119] we investigated the correspondence between fiducial landmarks
in CTA and wide-view TEE. We found an average Euclidean distance of about 5±3
mm between fused TEE and CTA landmarks. This distance may seem high at first
glance but one should realize that the intra-observer variability of repeated indications
of the landmarks in the CTA volumes was already about 4 mm. Therefore, we con-
clude that correspondence between CTA and fused TEE is actually quite good and
that some of the landmarks were difficult to consistently indicate, due to their tubular
structure. The P2Smean in our study includes a similar intermodality difference error
which means that the difference between TEE segmentations and anatomical reality
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may be considerably smaller than the values reported in Fig. 9.

Future work

We expect that a more sophisticated fusion method than minimum-intensity fusion
may improve the segmentation results further. The outer edges of ultrasound image
volumes are usually hampered by artifacts and low SNR due to side lobes. Taking
this information into account, a weighted-mean fusion with lower weights at the sides
of the imaging pyramid than in the center portion may improve the image quality
of the fused volumes. However, the fusion artifacts did not affect the segmentation
scheme in all but one extreme case. Also, the quality of our segmentation should still
be investigated in combination with an automated registration approach, when this
becomes available.

We are confident that our technique can improve the intra-operative visualization
in EP procedures and may reduce the need of pre-operative imaging such as CT/MR
and the use of X-ray fluoroscopy.

7.6 Conclusions

We showed that wide-view fusion can improve segmentation accuracy for TEE images
by 5, 15, and 9 percent points for LA, RA, and Ao respectively. This proves that
in principle 3D TEE is capable of visualizing large parts of the heart and that seg-
mentation accuracy can be improved compared to single-view TEE, which makes this
wide-view segmentation a good candidate for support of EP interventions.

Acknowledgements

This research is supported by the Dutch Technology Foundation STW (10847), which
is the applied science division of NWO, and the Technology Programme of the Ministry
of Economic Affairs.

Dr. Vegas-Sanchez-Ferrero wants to acknowledge to Consejeria de Educacion,
Juventud y Deporte of Comunidad de Madrid and the People Programme (Marie Curie
Actions) of the European Union’s Seventh Framework Programme (FP7/2007-2013)
under REA grant agreement n. 291820.



Chapter 8

Catheter shape estimation
using tracked ultrasound
imaging and Kalman filters

This chapter has been published as:
A. Haak, G. Vegas-Sánchez-Ferrero, and J. G. Bosch, Catheter Catheter shape esti-
mation using tracked ultrasound imaging and Kalman filters, International Journal of
Computer Assisted Radiology and Surgery (submitted).



Abstract
For minimally invasive interventions accurate estimation of the tool position,
orientation, and shape relative to the anatomical context is critical for a suc-
cessful outcome. Electrophysiology interventions suffer from a lower success
rate compared to open heart surgeries, which may be due to the inadequate
real-time visualization of ablation catheters. Ultrasound imaging is an excel-
lent modality to visualize catheters and anatomy and has been successfully
used to guide minimally invasive interventions. However, in electrophysiol-
ogy ultrasound imaging is not used for tracking catheters yet. In this paper
we develop and validate a tracking scheme, modeling the ablation catheter
and estimating the catheter location and shape in a Kalman filter framework.
We tested our tracking scheme on simulated catheters and experimental data
by scanning an ablation catheter in a water tank. We could show that our
estimation scheme works well and outperforms estimates derived from noisy
measurements.
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8.1 Introduction

Minimally invasive interventions are becoming more and more important and sophis-
ticated in clinical practice nowadays. Depending on the medical field and type of
intervention, the used tools range from simple needles to sophisticated devices such as
complex catheters with a multitude of degrees of freedom, artificial valves with com-
plex internal structures used in transcatheter aortic valve implantation (TAVI), and
devices for left atrial appendage (LAA) closures [15].

For the clinician it is essential to accurately know the position of the device relative
to the target site. For instance, needle biopsies used to be performed to a large extent
blindly, only guided by palpation. Ultrasound (US) guided biopsies enabled to visualize
the target site and the needle in real-time, improving the clinical outcome. It has been
reported that ultrasound guided liver biopsies compared to blind liver biopsies have 10
percent points less minor complications and 2 percent points less major complications
[159]. This demonstrates that for the success of minimally invasive procedures the
correct estimation of the device position, orientation and shape within the anatomical
target site is crucial.

One of the oldest and most common guided minimal invasive procedures are needle
biopsies with US imaging, which is used for many types of interventions such as breast,
liver and prostates biopsies, to name just a few. Two-dimensional (2D) and three-
dimensional (3D) ultrasound is used to visualize the needle and target sites [19, 72].
Needle deflection[99] and tissue deformation [36] have been modeled and there are now
robots and steerable needles that can be used to avoid vulnerable areas such as blood
vessels and nerves and to improve biopsy sampling [72, 2].

There are many other devices used in clinical practice. Simple wires under X-ray
guidance were first used to visualize and to open coronary stenoses and occlusions in
the heart. Later on more sophisticated balloon and stenting catheters were developed
which added higher demands on the image guidance to correctly deploy these catheters
and stents. Electrophysiology (EP) interventions became feasible when more sophis-
ticated technology could be integrated into the catheters, such as ECG electrodes,
RF-ablation, position sensing, force sensing, and irrigation. In EP, heart rhythm dis-
orders are treated among others with catheter ablations. EP catheters are equipped
with electrodes to measure the ECG and to ablate tissue at specific sites within the
heart to create isolating lesions. Therefore many of those catheters are steerable or
specially shaped (lasso catheter) [117] to reach different sites in the heart. Currently,
the major imaging modality in EP is X-ray but lately also intra cardiac echo (ICE)
and transesophageal echo (TEE) are used more and more during interventions. Fur-
thermore, the catheter tip location is usually measured with a 3D position sensing
system enabling to show the current catheter position, the recorded ECG signals on
the heart wall, and the ablation position in an augmented reality environment, so-
called electro-anatomical maps (EAM) [133, 37]. However, EP ablation, for instance
around the pulmonary vein, are still not as successful as open heart surgical methods
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[31, 115, 24]. These advanced catheters pose high demands on the image guidance and
inadequate imaging/tracking of the catheter might be one of the major factors that
EP ablations fall back compared to surgical procedures.

We believe that modeling the mechanical behavior of the catheters similar to nee-
dle deflection models could be beneficial for catheter tracking and shape estimation.
The catheter could be scanned in consecutive cross-sections with tracked US imaging
similar as shown in Fig. 8.1. Since the catheter is continuous and bends are usually
moderate the knowledge of the catheter image plane cross-section in one image can be
used to predict the intersection position of the catheter in the next image. Scanning
and estimating the position of the cross-section over a larger area could be used to
build up a catheter shape model. If such a catheter model is once built this could be
used to help predicting the image catheter intersection during the next scan.

Furthermore, there are many imaging modalities and tracking systems in the EP
lab which could potentially improve catheter tracking if they are combined appropri-
ately. For instance, the EP electromagnetic tracking systems can provide the location
of the catheter tip quite accurately and in real-time. However, there is no informa-
tion provided away from the tip of the catheter. We believe that if the shape of the
catheter can be estimated and if the mechanical properties (e.g. mechanical stiffness
and bending) are modeled correctly the motion of the tip could be ”propagated” to
estimate the motion at parts away from the catheter tip. Modeling the mechanical
properties of a device and predicting the deformation of the device could be used to
estimate e.g. the proper fit and the firm seat of a LAA closure device or TAVI valve.

Kalman filters (KF) [69] are an excellent tool for estimating model states from
noisy measurements in real-time. There have been many applications of Kalman filters
ranging from aerospace control and navigation up to medical image segmentation [104].
KFs recursively predict the state from a state model and update the state with noisy
measurements. Extended Kalman filters (EKF) [89, 134] and unscented Kalman filters
(UKF) [68] were derived from the original KF formulation and are capable of handling
non-linear models. Therefore, we believe that if the device and the sensor fusion
is properly modeled, accurate device position, orientation and shape estimates are
possible using KFs.

In this paper we would like to test applicability for device position and shape
estimations by a relatively simple device model. A catheter is scanned with a tracked
ultrasound probe resulting in a series of short axis cross sections of the catheter.
Image acquisition and image plane velocity are chosen such that the distance between
consecutive image slices is small which allows us to use a relatively simple catheter
model. An UKF [68] is used since the obtained model is non-linear. An UKF performs
as good as an EKF without the necessity to estimate Jacobian matrices [156]. We
tested our model on straight and bent catheters with data derived from simulations and
experimental scans in a water tank. In this paper we would like to show that modeling
the mechanical behavior of the catheter in conjunction with a tuned UKF is capable
of improving catheter location estimates with respect to the raw measurements.
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8.2 Methods

8.2.1 Modelling

In this section we develop the image plane and catheter state model. We focus on
tracked free hand US which is used to scan a catheter in short axis cross sections. We
assume that the image plane movement is slow and that the US image frame rate is
high enough so that we can assume that the catheter pieces between consecutive US
images can be approximated by straight line elements. In the following sections we
develop the kinematic model for the image plane movement and the catheter-image
plane intersection.

Image Plane

We assume without loss of generality that the image plane is moving almost with
constant velocity and orientation, scanning a volume which contains the catheter (see
Fig. 8.1). The plane position (offset) relative to a reference coordinate system is given
by the column vector O = [xO, yO, zO]T , where T indicates the transpose. The plane
orientation is described by two unit vectors û and v̂ and its normal unit vector n̂. A
sketch of the plane and its parameters are shown in Fig 8.2.

The current orientation of the image plane can be expressed using the three Eu-
ler angles (α, β, γ) which are used to compute the rotation matrix as R (α, β, γ) =
Rz (γ) Ry (β) Rx (α). The plane orientation is then computed by

[û, v̂, n̂] = R (α, β, γ) Id3 (8.1)

where Id3 is the 3× 3 identity matrix which accounts for the canonical base represen-
tation. We are assuming that the image plane is moved in a sweeping motion (forward
and backward) over the catheter with a slowly varying velocity. We therefore model
the image plane position and orientation over time (or discretized time step k) as a
1st-order approximation. This can be written as

sπk = Fks
π
k−1 +N

(
0,σπp

)
, (8.2)

with

sπ =
[
OT , ȮT , α, β, γ, α̇, β̇, γ̇

]T
(8.3)

where sπk is the current plane state vector, sπk−1 is the previous state vector, Fk is the
state transition matrix, and N

(
0,σπp

)
is an additive zero mean Gaussian noise term

with a standard deviation denoted by σπp . The dot above the letters indicates the first
time derivative.
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Image Plane Catheter Intersection

We assume that the catheter piece between consecutive image planes (e.g. Ok and
Ok−1) can be approximated by a line segment (see Fig. 8.1 and 8.2) if the sampling
period (∆t) of the image planes is short, the velocity of the plane movement is low,
the catheter is continuous, and the bending radius is not extreme. Any point lying on
this line segment, p (λ), can be interpolated by the parametric equation

p (λ) = pk−1 + λvk, (8.4)

with
vk = pk − pk−1, and λ ∈ [0, 1], (8.5)

where pk and pk−1 are the 3D intersection points of the plane with the catheter at
the current and previous time point. The direction vector vk in conjunction with the
parameter λ varies the position of the point on the line segment.

Any point lying on the image plane can be described by the parametric equation

p (u, v) = u · ûk + v · v̂k + Ok (8.6)

by varying the parameters u and v. See Fig. 8.2 for details.
The intersection point between the image plane and the line segment can be com-

puted by setting equation 8.4 and 8.6 equal

pk−1 + λvk = u · ûk + v · v̂k + Ok (8.7)

and solving for λ, u, and v. When the distance between consecutive image planes is
small, we can assume that the line segment direction does not change by much so that
vk ≈ vk−1. This system of equations can be solved for the three parameters. For
readability we will just refer to this function as

[λ, u, v] = finter (pk−1,vk−1, ûk, v̂k,Ok) . (8.8)

The actual expressions for solving the parameters λ, u, and v are given in Appendix
8.6.

Catheter intersection point

After computing the intersection parameters (λ, u, v) with equation 8.8 the k-th inter-
section point, pk, could be computed with equation 8.4 or 8.6. Since we can measure
the plane intersect parameter u, v in the image directly we decided to use equation 8.6
which translates then to

pk = u · ûk + v · v̂k + Ok (8.9)

With this we can formulate the state vector of the catheter piece

scat =
[
v,p

]T
. (8.10)
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Overall State Vector and State Transition function

The overall state vector is just a concatenation of the catheter state vector scat and
the image plane state vector sπ

s =

[
scat

sπ

]
. (8.11)

The forward propagation of the catheter state is non linear since the computation of the
parameters u and v is not a linear combination of the other state vector components.
Therefore, we use a state transition function fs (s) to predict the next state

sk = fs (sk−1) +N (0,σp) , (8.12)

where k − 1 indicates the previous state, and N (0,σp) is the overall zero mean Gaus-
sian process noise term. Details of how the state transition function fs (s) is computed
are given in algorithm 1.

Algorithm 1 Forward function.

1: function fs(sk−1)
2: scatk−1, s

π
k−1 ← sk−1 . Get the catheter and plane state vectors.

3: s′πk = Fks
π
k−1 . Predict the state of the plane. Primes indicate

predictions.
4: [pk−1,vk−1]← scatk−1
5: [û′k, v̂

′
k,O

′
k]← s′πk

6: [λ, u, v] = finter (pk−1,vk−1, û′k, v̂
′
k,O

′
k) . Compute intersection

parameters.
7: p′k = u · û′k + v · v̂′k + O′k . Predict intersection point.
8: v′k = p′k − pk−1 . Predict direction of line element.
9: s′catk ← [p′k,v

′
k]

10: s′k ← [s′catk , s′πk ]
11: return s′k

8.2.2 Unscented Kalman Filter

The Kalman filter [69] is a powerful tool to estimate system states of linear systems
from noisy measurements. The original KF implementation can be used to predict the
states of a linear model. The extended KF [134, 89] was developed to deal with non-
linear systems by linearizing (first-order approximation) the non-linear system around
the current state. However, this first order approximation can introduce large errors
[156] and the unscented Kalman filter [68] (UKF) was introduced. The UKF uses a
deterministic sampling approach where a minimal set of sample points is propagated
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Ok

pk

Ok−1

pk−1

Ok−2

pk−2

Figure 8.1: Plane positions depicted at several time points (k). We are assuming
that the tracked ultrasound image plane is moved over the catheter obtaining
short axis slices of the catheter. If the image plane orientation and position
are known the intersection points (p) of the catheter with the image plane can
be estimated as well as measured by tracking the catheter intersection in the
ultrasound image itself.

through the non-linear system, capturing the mean and variance of the state up to the
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reference

Ok
ûk

v̂k

pk

pk−1

vk−1

v

u

Figure 8.2: Sketch of the image plane catheter intersection. The current image
plane position relative to a reference is given by Ok and the plane orientation
is described by the vectors ûk and v̂k. The current image plane catheter in-
tersection is given by pk. Note that the intersection point can be predicted
with a relative small error by using the directional information of the previous
line element vk−1 if the curvature of the catheter is not extreme and distance
between consecutive image planes is small. The intersection of the catheter in
the image can be detected and is described by u and v.

third order approximation [156]. There is extensive literature about the workings of
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the Kalman filter and the UKF [68, 156] and we therefore refrain from explaining the
UKF details here. However, in order to repeat our experiments someone would need to
know the state vector s, the state transition function fs, the process noise covariance
Q, the measurement vector z, the measurement function hs, and the measurement
noise covariance R. The state vector and the state transition function were explained
in the previous section. The other variables are introduced in the following sections.

Measurement Vector and function

The image plane location (O) and orientation (α, β, γ) can be measured with an
electro-magnetic or optical tracking system attached to the US probe. The coordi-
nates of the catheter intersection within the image plane (u, v) can be detected using
image processing tools (see section 8.2.4 for more details). The measurement vector,
z can then be written as

z =
[
u, v,OT , α, β, γ

]T
. (8.13)

The current state vector sk is transformed into the measurement space by a measure-
ment function hs

zk = hs (sk) +N (0,σm) , (8.14)

where zk is the measurement vector and N (0,σm) is the measurement noise, where
σm is the standard deviation of the measurements. The measurement function is
non-linear and details of how zk is computed are given in algorithm 2.

Algorithm 2 Measurement function.

1: function hs(sk)
2: [pk,vk,Ok, αk, βk, γk]← sk
3: ûk = R (αk, βk, γk) [1, 0, 0]

T
. Compute 1st plane vector using equ. 8.1.

4: v̂k = R (αk, βk, γk) [0, 1, 0]
T

. Compute 2nd plane vector using equ.
8.1.

5: [λ, u, v] = finter (pk,vk, ûk, v̂k,Ok) . Compute intersection parameters.
6: zk ← [u, v,pk,vk,Ok, αk, βk, γk]
7: return zk

Process and Measurement Noise Covariance Matrices

The process noise covariance matrix Q is computed in two parts. The process noise
for the image plane Qπ (linear part of the model) is computed by

Qπ(∆t) =

∫ ∆t

0

FQFT dt, (8.15)
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where Q is the covariance matrix of the continuous stochastic processes [18]. Note that
we are assuming a first order model where the uncertainty comes from the velocity
elements of sπ. Thus, the covariance of the transformed variables Fsπ at a differential
time dt becomes Qπ(dt) = FQcF

T where updated variables (Ok, αk, βk, γk) are ap-
proximated as (Ok, αk, βk, γk) + (Ȯk, α̇k, β̇k, γ̇k)dt. The stochastic process is assumed
to be a wide sense stationary (WSS) Gaussian process where all the uncertain variables
(velocities) are independent and identically distributed with zero mean and spectral
density Φs. Under these assumptions, the variance in each sample time ∆t can be
easily calculated by the integral form shown in eq. (8.15) and is shown in Appendix
8.6.

The non-linear part of the noise model (catheter) can be described as:

Qcat = Iσ2
p, (8.16)

where I is the identity matrix, and σ2
p is the process noise variance. The overall process

noise is then composed as a block matrix

Q =

[
Qcat 0

0 Qπ

]
, (8.17)

where 0 indicates a matrix filled with zeros.
The measurement noise covariance matrix R is modelled by

R = Iσ2
m, (8.18)

where σ2
m is the measurement noise variance.

8.2.3 Image Acquisition

We used an ultrasound scanner (SonixTouchRP, Ultrasonix, British Columbia, Canada)
with a phased array (SA4-2/24, Ultrasonix, British Columbia, Canada) to acquire im-
ages. The imaging depth of the ultrasound system is set to 24 cm and the focus to
approximately 3.5 cm. The position and orientation of the ultrasound probe is tracked
with an electromagnetic tracking system (trakSTAR, Ascension, Milton, VT). A Model
90 sensor is taped to the probe and a Mid-Range transmitter is used. A frame grab-
ber (DVI2USB 3.0, Epiphan, Ottawa, Ontario, Canada) is used to acquire the images
from the ultrasound machine. We run an image acquisition rate of 30 frames/sec and
the images are cropped so that only the ultrasound image is acquired resulting in an
image size of 648 times 528 pixel. The pixel size was 0.45 mm.

The Plus (Public software Library for UltraSound) library [80] was used to calibrate
the tracked images to the tracker coordinate frame and to record the catheter scans.

A 7.5 F Open-Irrigated ablation catheter (Blazer�, Boston Scientific, Marlborough,
MA) is scanned in a sweeping motion similar as depicted in Fig 8.1. Two sweeps (one
forward, one backward) are acquired and the ablation catheter was adjusted so that
it is scanned being straight and curved with a bend of approximately 90 degree (see
Fig. 8.3a and 8.3b).
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(a) (b) (c)

Figure 8.3: A 7.5 F Open-Irrigated ablation catheter (Blazer�, Boston Scien-
tific, Marlborough, MA) in straight (8.3a) and curved (8.3b) configuration. An
example image of the scanned catheter is shown in 8.3c.

8.2.4 Catheter Detection in Image

We use OpenCV [16] in conjunction with Numpy [39, 103, 16] to do our image process-
ing tasks. The detection algorithm is manually initialized by providing the position of
the catheter cross section in the image (e.g. uinit and vinit). From this initial cross
section an image template of 25 x 25 pixel is generated with uinit and vinit being in
the middle of the template. This template is used to find the best matching area in
the next frame using the normalized squared difference as a metric. We update the
template by computing a weighted average of the newly found template (10% weight)
and the previous template. To adjust slight mismatches caused by long tails of the
point spread function (see Fig. 8.3c) we use the intensity centroid of the found match-
ing area as the true catheter position and correct u and v accordingly. An example
US image of the scanned catheter is given in Fig. 8.3c.

8.3 Experiments

We used a series of simulations to validate and tune our method. We also conducted
in-vitro experiments where we scanned straight and curved ablation catheters with a
clinical ultrasound system to verify our technique on real data.

Simulations

We used simulations to validate our catheter tracking approach and to tune some of
the parameters, since a ground truth (GT) is readily available.

We apply constraints on some of the parameters to fit to our practical application.
We intend to scan the catheter by hand at multiple cross sections similar as sketched in
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Fig. 8.1. The hand tries to maintain a constant velocity in the direction perpendicular
to the image plane, while keeping the other plane orientation more or less the same.
However, due to the tremor of the hand there are also movements in the non-scanning
directions, which we model in a slightly oscillating term. From our experiments with a
real imaging device we concluded that we usually scanned the catheter with an upper
sweep velocity of about 12 mm/sec. In the other two directions we assume a maximum
velocity of about 2 mm/sec to simulate the erratic movements of freehand ultrasound.
We also applied the oscillatory type of movements to the three rotation angles. The
movement pattern can be visually appreciated at Fig. 8.4.

The measurement noise σ2
m for the trakSTAR positioning system may depend

on environment. Positioning system are usually very susceptible to metal parts as
well as other equipment, introducing large uncertainties [92, 79, 57]. From our own
experience and from the literature we concluded that assuming zero mean Gaussian
noise with a standard deviation of 2.0 mm and 2.0 degrees should appropriately cover
most scenarios in clinical practice. We assume that the catheter cross section in the
US image has an detection uncertainty in the order of the point spread function. The
point spread function especially at the electrodes is rather large extending to 2 to 7
mm. Therefore, we decided to use the same measurement noise term for the image
detector as for the position tracking system. This led us to run our experiments with
three measurement noise terms (mathbfσ2

m = 0.05, 2.0, and 4.0) covering a wide range
of situations from ideal to worst case scenario encountered in the clinic.

We ran the simulations on straight and bent catheters. The curved catheter was
realized by modeling x and y as a quadratic function of z resulting in bends of 60 mm
in x and 30 mm in y dimension over a length of 100 mm (z direction). In Fig. 8.5 the
catheter is shown.

We established the process variance for proper functioning of our setup experimen-
tally. We varied the process variance σ2

p for a rather wide range from 0.1 to 4.0 with
logarithmic increments. For each iteration of σ2

p we ran five simulation containing 525
measurements and model estimation using the parameter listed above.

Simulations using experimental data

The movements of free hand ultrasound are generally less regular as in our previous
simulations. In order to test the ability of tracking a catheter from real data we
used scans of straight and curved catheters scanned in a water tank. We adopted
the measured positions as the true catheter positions and used this as our ground
truth. We corrupted the measurements (O, α, β, γ, u, and v) with additive zero mean
Gaussian noise with a variance of 0.05, 2.0, and 4.0.
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Figure 8.4: Simulated motion pattern used for the optimization. The three
components (x, y, z) of the plane position (O) plotted as a function of time
(k). The simulated catheter is scanned along the z axis whereas the other two
components are almost constant. The oscillatory behavior of the x,y compo-
nents is introduced to mimic the tremor of the hand associated with free hand
ultrasound. For this simulation we used a process noise variance of σ2

p = 3.0
and a measurement noise variance of σ2

m = 0.1.

Metrics

We used the mean absolute error (MAE) between the true catheter/plane states and
the estimated ones. The MAE is computed by

MAE =
1

NM

n=N,m=M∑
n=0,m=0

|xn,m − xtruen,m |, (8.19)

where xn,m and xtruen,m are the estimated/measured and true states with the rows
(N≈300 to 600) containing the individual states for one sweep and the columns (M=5)
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Figure 8.5: Shape of the curved catheter used in simulation. The shown UKF
estimates and noisy measurements were generated using a process noise variance
of σ2

p = 3.0 and a measurement noise variance of σ2
m = 0.1.

repetitions of the sweeps.

8.4 Results

The optimization results for the simulated straight and curved catheter are shown in
Fig. 8.6 and 8.7. The optimization results for the straight and curved experimental
catheter scans are shown in Fig. 8.8 and 8.9. In those graphs we plot the MAE of Ok,
[α, β, γ]k, and pk as a function of the process noise. The estimates using the UKF are
plotted with solid lines while the noisy measurements are plotted with dashed lines.
The different measurement noises of 0.05, 2.0, and 4.0 are indicated with dots, asterisk,
and crosses respectively. The error bars indicate the standard deviation of the MAE
over the five repetitions of the optimization and the markers indicate the mean MAE
value.
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For the simulated catheters the UKF estimates of the intersection points Pk are
better than the measurements for the higher measurement noise levels. This holds for
all settings of the process noise. For the low noise measurements (σ2

m of 0.05) this
is true as long as the process noise is above 0.4. Generally, process noise variances
between 1 and 2 seem to produce good catheter estimation independently from the
measurement noise tested.

The optimizations on the experimental catheter scans show similar results than
the ones on the simulated catheters. For intermediate and high measurement noise
cases the estimates are better than the raw measurements for a process noise variance
above 1.5. For the low noise case the estimates of the plane orientation/position and
intersection points are slightly worse than the measurements.

In Fig. 8.10 the estimated and measured states are shown for the experimental
tracking results of the curved catheter scan. It is quite apparent that a freehand scan
is not necessarily very smooth and that there are quite some ’random’ accelerations
(see Ok ground truth in Fig. 8.10). In Fig. 8.11 the intersection points of the curved
catheter scan are plotted in 3D.

8.5 Discussion

We estimate reasonable parameter values, based on experiments, for our model and
tested our results over a wide range of process variances. We tested and tuned our
method on simulated and experimental catheter scans successfully. For the simulated
catheters the UKF estimates easily outperform state estimates derived purely from
noisy measurements. We could also show that the method works well on freehand
catheter scans. There are possibilities to use more complex models and to incorporate
more sensors with our method, such as the catheter tip position sensing commonly used
in EP intervention rooms. This would enable real-time tracking of dynamic catheter
movements.

The catheter simulations provide a reliable ground truth but the motion pattern
of the image plane is a bit over-simplified. Nevertheless, the overall velocities and the
accelerations were picked considering realistic values derived from experimental scans.
Therefore, we believe that the process noise values found to work well (in the range of
1.0 to 3.0) are realistic, which is in agreement with our findings for the experimental
catheter scans.

To investigate the influence of the movement ’noise’ of free hand ultrasound due
to jitter and tremor of the operator’s hand we used experimental catheter scans as
GT. A curved and straight catheter scan served as GT states which we corrupted with
additive Gaussian zero mean noise. This gives an realistic motion pattern for the image
plane but on the other hand the GT is already corrupted with measurement noise from
the tracking system, ultrasound scanner, and image processing. This may explain that
we can not obtain better state estimates from the UKF than the measurements for the
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Figure 8.6: Optimization results for a simulated straight Catheter. The process
noise (σ2

p) is shown in a logarithmic scale. The dashed lines represent the noisy
measurements and the solid lines the UKF estimates.

low measurement noise case (σ2
m = 0.05). The true positions are probably smoother

than what we assume. We believe that the inherent noise of the GT is way higher
than the added noise and that an unrealistic high process noise would be necessary
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Figure 8.7: Optimization results for a simulated curved Catheter.

for the UKF to generate the same estimates as the noisy GT. However, if the added
noise is raised then the UKF outperforms the measurement estimates and we obtain
a similar range of optimal process noise.

Another interesting finding is that there is no apparent difference in the process
noise between curved and straight catheters. For both the simulated (see Fig. 8.6 and
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Figure 8.8: Optimization results of a scanned straight Catheter (experimental).

8.7) and scanned catheters (see Fig. 8.8 and 8.9) we did not find any differences in
the influence of the process noise. The optimal process noise seems mostly dependent
on the motion pattern of the image plane.

This raises also the question if a second order motion model may have been more
appropriate to use. However, this is out of the scope of the manuscript and may be
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Figure 8.9: Optimization results for a scanned curved Catheter.

investigated in the future.

The biggest limitation of our method at this stage is that it assumes a static
catheter. This is certainly not a realistic scenario in clinical practice since the catheter
will move around due to the heartbeat and the manipulations of the operator. However,
we chose our methods in such a way that extending it to dynamic catheters will be
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Figure 8.10: Experimental tracking results of the curved catheter scan in a water
tank. To generate the noisy measurements we corrupted the ground truth with a
additive Gaussian noise with a variance of σ2

m = 4.0. The UKF estimates follow
the true plane position and orientation as well as the catheter intersection points
well. In this example we used a process noise variance of σ2

p = 4.0. The catheter
positions can be appreciated in 3D in Fig. 8.11.

possible.

We will address the catheter dynamics in future work. We envision to combine
the information provided by the EAM system in our approach. Usually, the catheter
tip location and orientation is provided with such systems and the repetitive temporal
motion pattern can easily be derived. The measurements from the catheter tip position
and orientation provided by a electromagnetic tracking system could be integrated into
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Figure 8.11: Tracked curved ablation catheter positions in 3D. It can be easily
seen that the UKF estimates agree well with the true catheter positions.

state vector as described in equation 8.11 (e.g. first order approximation of position
and orientation). The tip estimates can be propagated down the catheter to the current
image plane and catheter intersection taking into account the mechanical properties
of the catheter and its current shape. We believe that our UKF frame work is an
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excellent way of integrating this information.

8.6 Conclusion

In this work we could show that using prior knowledge of the device (catheter) in
conjunction with an UKF generates better estimates of the catheter location than
using pure measurements. We developed a method which is easily extendable for
tracking moving catheters.

Intersection Function

pk−1 + λvk = u · û + v · v̂ + O

Equation 8.7 can be rewritten as

λ

v1

v2

v3

+

p1

p2

p3

 = u ·

û1

û2

û3

+ v ·

v̂1

v̂2

v̂3

+

O1

O2

O3

 , (8.20)

That can be rewritten in a matrix form as:

[û, v̂,vk]

uv
λ

 = p0

with p0 = [x0, y0, z0]T = pk−1 −O. This linear system can be solved by applying the
Cramer’s rule as:

u =

∣∣∣∣∣∣
x0, v̂1, v1

y0, v̂2, v2

z0, v̂3, v3

∣∣∣∣∣∣∣∣∣∣∣∣
û1, v̂1, v1

û2, v̂2, v2

û3, v̂3, v3

∣∣∣∣∣∣
, v =
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∣∣∣∣∣∣∣∣∣∣∣∣
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∣∣∣∣∣∣
, λ =
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û1, v̂1, x0

û2, v̂2, y0

û3, v̂3, z0

∣∣∣∣∣∣∣∣∣∣∣∣
û1, v̂1, v1

û2, v̂2, v2

û3, v̂3, v3

∣∣∣∣∣∣
(8.21)

thus,

u =
x0(v̂2v3 − v̂3v2)− y0(v̂1v3 − v̂3v1) + z0(v̂1v2 − v̂2v1)

û1(v̂2v3 − v̂3v2)− û2(v̂1v3 − v̂3v1) + û3(v̂1v2 − v̂2v1)

v =
−x0(û2v3 − û3v2) + y0(û1v3û3v1)− z0(û1v2 − û2v1)

û1(v̂2v3 − v̂3v2)− û2(v̂1v3 − v̂3v1) + û3(v̂1v2 − v̂2v1)

λ =
x0(û2v̂3 − û3v̂2)− y0(û1v̂3 − û3v̂1) + z0(û1v̂2 − û2v̂1)

û1(v̂2v3 − v̂3v2)− û2(v̂1v3 − v̂3v1) + û3(v̂1v2 − v̂2v1)
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State Transition Matrix and Noise Models

The state transition matrix F is

F =

[
A 0
0 A

]
(8.22)

with

A =


1 0 0 ∆t 0 0
0 1 0 0 ∆t 0
0 0 1 0 0 ∆t
0 0 0 1 0 0
0 0 0 0 1 0
0 0 0 0 0 1

 (8.23)

and 0 indicating a matrix filled with zeros. and the Covariance of the stochastic
process Q is

Q =

[
B 0
0 B

]
(8.24)

with

B =


0 0 0 0 0 0
0 0 0 0 0 0
0 0 0 0 0 0
0 0 0 Φs 0 0
0 0 0 0 Φs 0
0 0 0 0 0 Φs

 , (8.25)

where Φs is the spectral density of the Gaussian. The image plane process noise
covariance Qπ computed with equation 8.15 is then

Qπ(∆t) =

[
C 0
0 C

]
(8.26)

with

C =



∆t3

3
0 0 ∆t2

2
0 0

0 ∆t3

3
0 0 ∆t2

2
0

0 0 ∆t3

3
0 0 ∆t2

2
∆t2

2
0 0 ∆t 0 0

0 ∆t2

2
0 0 ∆t 0

0 0 ∆t2

2
0 0 ∆t


Φs. (8.27)
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9.1 Discussion

In this thesis we assess the possibility of using a TEE probe and advanced image
processing to support AF ablations. We looked into several methods to gen-
erate information of the heart anatomy and the catheters in 3D. In chapter 2
we present how 3D+time reconstruction of the beating heart can be computed
from a series of rotated 2D images acquired with the 2D TEE probe. In chapter
3 we show that segmentations of multiple cavities of the heart from single view
3D TEE are possible using a multi-cavity statistical shape model and lead to
good segmentation accuracy. This segmentation scheme can be fully automated
when combined with our automatic model initialization presented in chapter
4. We investigated the possibility of wide-view image fusion and established
a clinical data acquisition protocol for 3D TEE (see chapter 5). In chapter 6,
we investigated how well fused images agree with CTA images acquired from
the same patients and evaluated if the anatomical landmarks of the LA can be
reliably visualized with wide-view TEE images. The results of the heart segmen-
tation using a statistical shape model from wide-view 3D TEE and comparison
to single view were presented in chapter 7. A basic catheter tracking approach
using swept 2D images based on Kalman filters and catheter models has been
investigated in chapter 8 and the results are promising.

Benefits of TEE for EP interventions

TEE imaging is real time and can be used for intra-operative imaging to visu-
alize catheter positions relative to the anatomy. In EP, TEE is routinely used
preoperatively for diagnosing blood clots in the LA as well as for estimating
the size and proper placement of left atrial appendage closure devices (to just
name a few applications). Up to now matrix TEE probes are not well suited
for monitoring EP interventions since the relative large size of the probe causes
great discomfort for an awake patient. Therefore, these probes can only be used
in patients under anesthesia.

The µTEE probe on the other hand, has a very small footprint which allows
for transnasal insertion [160]. Patient comfort is better with such an procedure
allowing the probe to remain inserted for up to 24 hours [137]. A miniaturized
3D probe would be ideal for monitoring EP interventions, enabling a more
densely sampled volume and continuous 3D imaging without reconstructions.
Although developments of such a device are in progress it is not available yet.
However, we could show that with the µTEE , which was not intended for a
fast scan plane rotation, we could still perform 4D image reconstruction at a
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reasonable volume rate. Acquisition of rotational 2D images only took a few
seconds to provide a sufficiently dense spatiotemporal distribution of frames.
Therefore, we believe that already the µTEE may be suitable for monitoring
AF ablations and other EP interventions such as placing appendage closure
devices by performing quick 3D reconstructions intraoperatively.

Additionally, there is no ionizing radiation associated with diagnostic ultra-
sound. This would enable a broad use of ultrasound imaging for monitoring
interventions without concerns about the patient being exposed to harmful ra-
diation [76]. Furthermore, TEE and µTEE might be an alternative for preoper-
ative CT/MRI since the patient anatomy is well captured with TEE imaging as
we showed in chapter 6. This could potentially reduce the radiation exposure of
the patient (in case of preoperative CT), reduce costs, and simplify the logistics
of AF ablations.

One of the main advantages of TEE imaging compared to ICE is that TEE
probes can be used multiple times. This would potentially lower the costs of
EP interventions. Additionally, the TEE probes are more stable relative to the
heart and do not move with the heart beat such as ICE probes do. Also, steering
of the image plane can be controlled much better with TEE.

4D Reconstructions

In our image reconstruction work presented in chapter 2 we tested reconstruction
quality of normalized convolution (NC) for a number of different sizes of 2D
image sets and compared to nearest neighbor and linear interpolation. The
data sets were derived from clinical 3D TEE acquisitions which served also as
ground truth. From the 4D TEE set, randomly sampled rotational 2D slices
were taken. We could show that NC already produces good quality 3D image
reconstructions with only 600 2D images. This would be well in the range of
the acquisition rate of the µTEE probe to allow reconstruction ”updates” every
6 seconds.

We optimized the reconstruction kernel parameters σθ and στ which im-
proved reconstruction quality. However, we feel that there is also some poten-
tial to improve image reconstructions by using prior knowledge to adapt the
reconstruction kernels [112]. Such prior knowledge could be derived from seg-
mentations providing a map of the anatomy.

Faster computation times of the NC might be obtained by updating already
existing reconstructions by new 2D images. We investigated this possibility in
our lab and could show promising results on artificial data.

We tested the whole reconstruction pipeline in a lab experiment (see Fig.
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Figure 9.1: Lab experiment mimicking the whole µTEE image acquisition and
reconstruction. We used a latex glove connected to a pump simulating a beating
heart. An artificial ECG signal was generated and recorded with the ultrasound
machine (iE33) as well as 2D images while rotating the scan plan with an ac-
tuator. Images were reconstructed using NC. In the reconstruction the base of
the fingers and thumb can be appreciated.

9.1). We used a pump to actuate a moving phantom (latex glove) and imaged it
with a µTEE probe. ECG signals were generated synchronous with the pump
cycle and fed into an iE33 ultrasound machine. The µTEE probes image scan
plane was rotated by a programmable actuator (Lego Mindstorms). A recon-
struction of the glove phantom is shown in Fig.9.1.

Single-View Segmentation

In chapter 3 we showed that even a limited view of the heart is sufficient to
segment five heart cavities if an appropriate anatomical model is used. We used
a statistical shape model which was derived from 151 CTA images and we could
show that such a model has good generalization and interpolation capabilities.
This is a promising result since this means that an anatomical context can be
provided even when the clinician’s focus is at a narrow region.
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Wide-View Image Fusion and Segmentation

In chapter 5 we presented an acquisition protocol aimed at acquiring several 3D
TEE views covering the whole LA. We could show that image registration on
such data is possible and that subsequent image fusion generates a broad view
of the LA anatomy. We compared a total of 8 landmarks by indicating them
manually in the wide-view TEEs of 22 patients and in co-registered CTAs of the
same patients. We found that most of the landmarks were similarly accurately
indicated in both modalities with an average Euclidean distance of 5 ± 3 mm.
The left and right upper pulmonary veins which are of interest in AF ablations
are visible in 64% and 77% of the wide-view TEE, respectively. The lower PV’s
however were visualized in just one of the 22 wide-view images. We speculate
that the lower PVs are harder to image with TEE since they may be obscured
by shadows generated from the lungs.

However, a patient specific anatomical model may help to interpolate such
missing areas in the LA anatomy. Such a model could be a statistical shape
model as used in chapter 3 or could be derived from rotational X-ray fluoroscopy
images, where a tomographic 3D image reconstruction is derived from a series
of rotated X-ray images. Additional preoperative MRI or CTA may be helpful
as well.

Segmentations derived from wide-view images have improved accuracy of
about 5-15% (see chapter 7). This result is expected since more complete data
(coverage) should result into a more accurate segmentation. Furthermore, this
also indicates that an improved rendering of the heart’s anatomy is possible by
successively including more and more TEE views. In such a scenario the TEE
probe would be used similar to a flash light ”illuminating” different parts of
the heart while the model is fitted to the combined views to provide anatomical
context.

This would combine well with the results from the automatic landmark de-
tection presented in chapter 4. In this work we developed a method to detect
three anatomical landmarks which are used to initialize our ASM. We can show
that segmentation results for the automatically initialized ASM are as good
as manually initialized ASMs. This tool would be of great help for successive
segmentation by putting constraints on the detected landmarks to ensure con-
vergence of the ASM model.
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Catheter Tracking

In chapter 8 we show that even a simple catheter-image-plane model improves
the tracking accuracy compared to tracking estimates only derived from mea-
surements of the electromagnetic tracker. This shows the added value of incor-
porating prior knowledge into the problem at hand.

Our approach uses an unscented Kalman filter which is quite easily extend-
able in terms of the model and the measurements used. So far we only modeled
static ablation catheters. Straight and curved catheter sections between consec-
utive image frames were approximated as straight line segments, which already
generated good results. However, there are possibilities to extend this model,
for instance by modeling the first few centimeters of the catheter by a poly
line and incorporating a stiffness term between consecutive points allowing the
catheter to be bent. After an initial scan of the catheter the 3D positions of the
poly-line points could be initialized and updated in the following scans. The
UKF implementation would automatically find the best estimates between the
measurements and the model prediction.

Including more measurements (sensors and image based measurements) in
the tracking algorithm would be a worthwhile extension of our proposed ap-
proach since there are already a multitude available in the EP lab. One has
to realize, that in the Kalman framework, combining a measurement with an-
other more noisy measurement can produce better estimates than using only
the single low noise measurement. A first natural sensor choice would be the
measurements of the catheter tip position and orientation from the tracking
system such as the Ensite or Carto systems. These measurements provide a
real-time tip position but lack estimates further away from the tip. Discretiz-
ing the catheter into a poly line and modeling the bending behavior between
sample points as described above could be used to model the catheter dynam-
ics from the tip down towards the handle. The µTEE images will be used to
scan the catheter and provide measurement updates. Additionally, incorporat-
ing the information from the X-ray fluoroscopy could be useful for additional
measurements of the catheter position and shape as well as the µTEE probe
and position.

Future work

Even though we showed that different parts of our effort to provide augmented
reality for AF interventions using TEE imaging works well, it still has to be
shown that the outcome of AF interventions will improve. There are several
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steps which could be taken:

� Replacing preoperative CT/MRI: A number of AF ablations are done
under general anesthesia. For such interventions direct 3D imaging with
the larger matrix TEE probe would be feasible and segmentations of the
heart could be directly generated and replace the preoperative segmenta-
tions. We showed that reconstructions derived from the µTEE are suitable
for replacing the matrix TEE. However, this needs still to be shown di-
rectly within a clinical study. There, it should also be investigated if
segmentations derived from the 4D reconstructions or directly from the
2D image data are accurate enough for clinical practice.

� Tracking of ablation catheters: We showed that a simple catheter
model combined with a Kalman filter generates better position and catheter
shape estimates than using only the raw measurements. This scheme is
robust and fast and could be tested relatively easily on clinical data. Fur-
thermore, this scheme is quite easily extendable in terms of the catheter
model and in terms of sensor and image derived measurements and also
to include temporal motion patterns of the catheter due to the heartbeat.
Extending the catheter model by incorporating the bending properties of
the catheter as well as the input from the catheter steering could reflect
the catheter more realistically. The catheter tip locations derived from
the EP tracking systems could be integrated in such a model as well as
location measurements derived from x-ray images.

� Robotic control of µTEE probe: The EP intervention room is already
very crowded and adding a sonographer for controlling the TEE probe
would be suboptimal. Additionally, this would increase costs and this
extra person is also exposed to x-ray radiation. Therefore, it would be
worthwhile to use a robot for steering the TEE probe during interventions
similar as it is already done for catheter control [125]. Several modes of
operations would be attractive. When using a µTEE probe, rotating the
image plane for continuous 4D image reconstructions would be desirable.
Further, sweeping the heart for wide-view image fusion and segmentation
could be another mode of operation. Lastly, following the catheter during
ablation showing the catheter in the 2D image or sampling a small sub-
volume including the catheter and the ablation region for enabling image
reconstructions and realtime tracking. Such a approach would be similar
to a torch illuminating only the region of interest and could help the
clinician greatly.
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9.2 Conclusion

In this thesis we could show that the µTEE probe offers possibilities for mon-
itoring EP interventions and test all necessary software and image processing
tools for generating an AF ablation augmentation showing the catheters in the
anatomical context in a quasi real-time fashion. We showed that the 2D im-
ages of the µTEE probe can be used to reconstruct a time series of 3D images
as well as to track catheters. NC handled the irregularly sampled data of the
beating heart well and a relative small 2D image set was sufficient to gener-
ate good quality reconstructions. The majority of the LA can be imaged with
TEE imaging and important LA anatomy can be reliably identified. Accurate
anatomical augmentations can be generated by fitting statistical shape models
to single and wide-view 3D TEE data. We developed a robust automatic model
initialization which renders our segmentation approach fully automatic. Lastly,
we showed a robust and simple way to track catheters and estimate there shape
and position. With all these tools an augmented catheter and heart surface
model can be created. This provides the EP physician with the navigational
tools to generate potentially better outcomes of AF ablations. Furthermore, the
improved visualization of catheters and ablation regions potentially decreases
the demands on operator skill and reduces intervention times. Additionally,
the TEE probes can be used multiple times with a cost advantage compared to
single-use ICE. Preoperative CT/MRI may be replaced by 3D TEE, reducing
costs, logistic complexity, and radiation dose for the patients. With this work
we showed that a virtual reality of ablation catheters in anatomical context can
be achieved based on µTEE images, which possibly improve the outcome of EP
interventions.
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Summary

Atrial fibrillation is the most common heart rhythm disorder in the western
world affecting millions of people. The heart is a bio-mechanical pump which is
activated by electrical signals propagating through the heart tissue in a specific
way. If this electrical activation is disturbed the heart cannot contract efficiently
leading to a range of symptoms including life threatening ones. Atrial fibrillation
by itself is not directly life threatening but mortality rises in patient with atrial
fibrillation due to the increased risk of stroke and finally from heart failure, after
remodeling of the heart due to the reduced filling of the ventricles. Furthermore,
there is a substantial decrease in quality of life for these patients.

Electrophysiology (EP) deals with the treatment of abnormalities with the
electro-mechanical functioning of the heart. Atrial fibrillation can be treated
pharmacologically with arrhythmia drugs and anticoagulants but in some pa-
tients this does not lead to successful outcomes. Isolating erroneous conduction
sites in the heart is another way of curing atrial fibrillations. Open heart surgi-
cal procedures, where the atrium is compartmentalized through incisions, have
good success rates but they are not applicable for a large portion of patients
because of the involved risks.

Isolation can also be created in a minimally invasive fashion where catheters
in the heart are used to diagnose conduction abnormalities and lesions are cre-
ated with RF-ablation catheters to establish correct electrical conduction in the
tissue. These type of procedures are done under X-ray fluoroscopy guidance and
catheter tip locations are measured with special tracking equipment. Preoper-
ative images, such as CT and MRI, can be used to establish a 3D anatomical
context but the anatomical situation may have already been changed at the
time of intervention.

Unfortunately, these minimally invasive interventions have a significantly
lower success rate than the open heart surgery. There is also a large variance of
the procedure outcome between patients, hospitals and even between clinicians.
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One of the major causes of the poor performance of these minimally invasive
procedures may be the insufficient visualization of the catheters during the
intervention in real-time within the 3D anatomical context.

Transesophageal echocardiography (TEE) is an excellent modality to visual-
ize catheters and the heart’s anatomy in 3D during the interventions. However,
the conventional 3D TEE probes are rather large and cannot be tolerated by an
awake patient over an extended period of time. Many of the ablation procedures
are done only in non-anesthetized patients. Miniaturized TEE probes (µTEE )
which are suitable for transnasal insertion may be an alternative since patient
discomfort is significantly lower. However, such small probes currently produce
only 2D images. The image plane can be rotated within a conical volume, and
might be used to do 3D image reconstruction.

This thesis deals with the use of 3D TEE (by conventional 3D TEE and
by rotated 2D µTEE ) to support EP interventions, such as minimally invasive
catheter ablations.

The first aspect is 3D/4D image reconstruction from sparse and irregularly
sampled 2D images acquired with the TEE probe. In chapter 2 we tested
several image interpolation methods and showed that normalized convolution
yields the best reconstruction results. We optimized the reconstructions and de-
veloped a model to predict optimal reconstruction parameters. We also showed
that already a relative low number of 600 2D images (which can be acquired
within a few seconds) yields acceptable 3D images over the full heart cycle.

In chapter 3 we show that a patient specific surface model of the heart
anatomy can be created by segmenting 3D TEE images. The field of view of
a 3D TEE probe is limited and it is not possible to image the entire heart at
once. We demonstrated that an active shape model can overcome this shortcom-
ing and has good extrapolation properties into regions which are not covered
by the ultrasound image. We also show in chapter 4 that automatic model
initialization is possible by detecting anatomical landmarks in the TEE image.

The left atrium is of special interest for catheter ablations but suffers the
most from the limited TEE field of view. We therefore established an imaging
protocol to acquire several 3D TEE views to compose a panoramic wide-view of
the left atrium. In chapter 5 we present details to the acquisition protocol and
generated wide-view images. In chapter 6 we evaluate the visibility and the
accuracy of indicated left atrial landmarks by comparing them to CT images
of the same patient. We could successfully show that landmarks are accurately
detected with an error comparable to the intra-observer variability.

Wide-view TEE images were segmented with an active shape model and we
could show that these segmentations are more accurate than the ones de¬rived
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from single-view TEE (see chapter 7). Fusion artifacts did not seem to dete-
riorate image segmentation.

The detection and tracking of the catheters in live 2D TEE images is another
aspect of improving catheter ablations. In chapter 8 we show that catheter
shape and position can accurately be estimated with tracked 2D ultrasound and
a catheter model. We are using a so called Kalman filter which is fast and robust
to noisy data. Furthermore, our approach allows to integrate several sensors to
localize the catheter more accurately. This is especially promising since during
catheter ablations several imaging and tracking modalities are available which
could be used.

With this thesis we demonstrated that catheter ablation procedures may
be improved by using 3D TEE imaging and a miniaturized TEE probe. We
successfully showed that 3D image reconstruction, wide-view image recording
and fusion, image segmentation and catheter tracking is possible. This could
greatly improve the visualization and outcome of these procedures.
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Samenvatting

Atriumfibrilleren (AF) of boezemfibrilleren is de meest voorkomende hartrit-
mestoornis in de westerse wereld en treft miljoenen mensen. Het hart is een
biomechanische pomp die wordt geactiveerd door electrische signalen die zich
in een bepaald patroon over het hartspierweefsel verspreiden. Als dat patroon
is verstoord kan het hart niet efficiënt samentrekken. Dit leidt tot een scala
van symptomen, waarvan sommige levensbedreigend zijn. AF zelf is niet di-
rect levensbedreigend, maar in patiënten met AF stijgt de mortaliteit door een
verhoogd risico op een herseninfarct en uiteindelijk door hartfalen, na remodel-
lering van het hart vanwege de verminderde vulling van de hartkamers. Verder
wordt de kwaliteit van leven van deze patiënten ernstig beperkt.

De electrofysiologie (EP) richt zich op de behandeling van afwijkingen in het
electromechanisch functioneren van het hart. AF wordt doorgaans medicinaal
behandeld (met antiaritmica en anticoagulantia) maar dit werkt onvoldoende in
sommige patiënten. AF kan ook behandeld worden door stukjes hartspier met
afwijkende geleiding te isoleren. Dit kan met een open-hartoperatie, waarbij de
linkerboezem in compartimenten wordt verdeeld door de wand door te snijden en
weer te hechten. Deze ingrepen hebben een hoge successcore maar zijn vanwege
de risico’s ongeschikt voor een groot deel van de patiëntenpopulatie.

De gewenste isolatie kan ook worden bereikt met een minimaal-invasieve in-
greep, waarbij catheters in het hart worden gebracht om de geleidingsafwijking
in kaart te brengen en vervolgens te corrigeren door met RF-ablatiecatheters
gericht laesies in de wand te branden. Deze procedures worden normaal uit-
gevoerd onder fluoroscopie en de catheterposities worden gevolgd met speciale
tracking- apparatuur. Preoperatieve beelden zoals CT en MR kunnen worden
gebruikt om een 3D anatomische context te genereren, maar de anatomische
situatie kan al aanzienlijk veranderd zijn op het moment van de interventie.

Helaas hebben deze minimaal-invasieve interventies een aanzienlijk lagere
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successcore dan de open-hartchirurgie. Het succes varieert ook aanzienlijk tus-
sen patienten, ziekenhuizen en zelfs tussen verschillende artsen. Een belangrijke
mogelijke oorzaak van de matige scores vormt de beperkte realtime visualisatie
van de catheters binnen de 3D anatomische context.

Transoesofagale echocardiografie (TEE) is een uitstekende modaliteit voor
de visualisatie van catheters in de 3D anatomie van het hart tijdens een inter-
ventie. Helaas zijn de conventionele 3D TEE probes nogal omvangrijk, en een
wakkere patient kan deze niet gedurende lange ingrepen verdragen. Veel ablatie-
ingrepen worden namelijk uitsluitend zonder anesthesie uitgevoerd. Sterk ver-
kleinde TEE-probes (zogenaamde µTEE s, die zelfs via de neus kunnen worden
ingebracht) kunnen een alternatief vormen, omdat het ongemak voor de patient
veel kleiner is. Tot nu toe produceren degelijke probes slechts 2D beelden, maar
het beeldvlak kan in een kegelvormig volume worden rondgedraaid, en dit kan
gebruikt worden om driedimensionale beelden te reconstrueren.

Dit proefschrift behandelt het gebruik van 3D TEE (zowel van conventio-
nele 3D TEE probes als van geroteerde 2D µTEE ) ter ondersteuning van EP
interventies, zoals minimaal-invasieve catheterablaties.

Het eerste aspect hiervan is de reconstructie van tijdseries van 3D beelden,
uit de 2D TEE beelden die het hart spaarzaam en onregelmatig bemonsteren.
In Hoofdstuk 2 hebben wij verschillende beeldinterpolatiemethodes getest en
aangetoond dat genormaliseerde convolutie de beste resultaten oplevert. We
hebben de reconstructies geoptimaliseerd en een methode ontwikkeld om de op-
timale reconstructieparameters te voorspellen. We hebben ook aangetoond dat
uit een relatief klein aantal 2D beelden (600 beelden, binnen een paar seconden
opgenomen) een acceptabele 3D reconstructie van het hart kan worden gemaakt
over de gehele hartcyclus.

In Hoofdstuk 3 laten we zien dat een patient-specifiek oppervlaktemodel
van de hartkamers kan worden verkregen door de 3D TEE beelden te segmen-
teren. Het blikveld van een 3D TEE probe is beperkt en het is niet mogelijk
het gehele hart in één opname te af te beelden.We laten zien dat een active
shape model met deze beperking overweg kan en een goede extrapolatie ople-
vert in gebieden die buiten het echobeeld vallen. Ook laten we in Hoofdstuk
4 zien dat het active shape model automatisch gëınitialiseerd kan worden door
anatomische herkenningspunten in het 3D TEE beeld te detecteren.

Voor catheterablaties is vooral de linkerboezem zeer belangrijk, maar juist
deze lijdt onder het beperkte blikveld van TEE probes. Daarom hebben we
een opnameprotocol vastgelegd met verschillende 3D TEE opnames om een pa-
noramische breedbeeld-opname van de linkerboezem samen te kunnen stellen.
In Hoofdstuk 5 behandelen we dit protocol en de gefuseerde beelden in de-
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tail. Hoofdstuk 6 evalueert de zichtbaarheid van diverse anatomische herken-
ningspunten en de nauwkeurigheid waarmee deze kunnen worden aangegeven
in de fusiebeelden, door vergelijking met CT-beelden van dezelfde patiënten.
We konden aantonen dat deze herkenningspunten nauwkeurig konden worden
aangegeven, met een fout die vergelijkbaar is met de intraobserver-variabiliteit.

De breedbeeld-TEE beelden werden gesegmenteerd met een active shape
model en we konden aantonen dat deze segmentaties preciezer waren dan die op
afzonderlijke 3D TEE beelden (Hoofdstuk 7). Fusie-artefacten verslechterden
de segmentatie niet noemenswaardig.

Catheterablaties kunnen ook worden verbeterd door het detecteren en trac-
ken van de catheters in live 2D TEE beelden. In Hoofdstuk 8 laten we zien
dat vorm en positie van een catheter nauwkeurig geschat kunnen worden met
getrackte 2D TEE en een cathetermodel. Het gebruikte zogenaamde Kalman
filter is snel en robuust wanneer gegevens door ruis zijn verstoord. Bovendien
kunnen in onze benadering de gegevens van meerdere positiesensors worden
meegenomen om de catheter nauwkeuriger te localiseren. Dit is extra aantrek-
kelijk omdat bij catheterablaties verschillende soorten tracking en verschillende
beeldmodaliteiten gebruikt worden, waarvan de informatie gecombineerd kan
worden.

In dit proefschrift hebben we laten zien dat catheterablatieprocedures ver-
beterd kunnen worden door het gebruik van 3D TEE en een geminiaturiseerde
TEE-probe. We hebben met succes aangetoond dat 3D beeldreconstructie, ge-
neratie van breedbeeldopnames en cathetertracking mogelijk zijn. Dit zou de
visualisatie en resultaten van catheterablaties aanzienlijk kunnen verbeteren.
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� A. Haak, B. Castañeda, R. Lavarello, W.D. O’Brien Jr., Semiautomatic
detection of microbubble ultrasound contrast agent destruction applied
to Definity using support vector machines, in Proceedings of the IEEE
Ultrasonics Symposium, pp. 660–663, 2007.

� A. Haak, Z. Hafez, J. Anderson, M. Herd, K. Nam, E. Madesn, T.
Bigelow, T. Hall, W. O’Brien, Jr., “Algorithm for estimating the attenu-
ation slope from backscattered ultrasonic signals,” in Proceedings of the
IEEE Ultrasonics Symposium, pp. 1946 – 1949, 2009.

� A. Haak, S. Klein, M. van Stralen, G. van Burken, J.P.W. Pluim, N. de
Jong, A.F.W. van der Steen, and J.G. Bosch. Optimal kernel sizes for
4d image reconstruction using normalized convolution from sparse fast-
rotating transesophageal 2d ultrasound images. In Ultrasonics Symposium
(IUS), 2012 IEEE International, 2012.

� A. Haak, M. van Stralen, G. van Burken, S. Klein, J.P.W. Pluim, N. de
Jong, A.F.W. van der Steen, and J.G. Bosch. Spatiotemporal interpola-
tion by normalized convolution for 4d transesophageal echocardiography.
In Ultrasonics Symposium (IUS), 2011 IEEE International, pp 152-155,
2011.

� A. Haak, G. Vegas-Sanchez-Ferrero, H.H. Mulder, H..H. Kirisli, N. Baka,
C. Metz, S. Klein, B. Ren, G. van Burken, N. de Jong, A.F.W. van der
Steen, J.P.W. Pluim, T. van Walsum, and J.G. Bosch. Simultaneous
segmentation of multiple heart cavities in 3d transesophageal echocardio-
grams. In Ultrasonics Symposium (IUS), 2013 IEEE International, 2013.

� A. Haak, M. van Stralen, G. van Burken, S. Klein, J. P. W. Pluim, N. de
Jong, A. F. W. van der Steen, and J. G. Bosch. Comparison of spatiotem-
poral interpolators for 4d image reconstruction from 2d transesophageal
ultrasound. Proc. SPIE 8320, Medical Imaging 2012, pages 832007-
832007-11, 2012.



184 PUBLICATIONS

� A. Haak, G. Vegas-Sánchez-Ferrero, H.W. Mulder, H. A. Kirisli, N. Baka,
C. Metz, S. Klein, B. Ren, G. Burken, A. F.W. Steen, J.P.W. Pluim,
T. van Walsum, and J. G. Bosch. Segmentation of 3d transesophageal
echocardiograms by multi-cavity active shape model and gamma mix-
ture model. In H. Liao, C.A. Linte, K. Masamune, T.M. Peters, and
G. Zheng, editors, Augmented Reality Environments for Medical Imaging
and Computer-Assisted Interventions, volume 8090 of Lecture Notes in
Computer Science, pages 19-26. Springer Berlin Heidelberg, 2013.

� A. Haak, H. W. Mulder, B. Ren, G. Vegas-Sánchez-Ferrero, G. van Burken,
A. F.W. van der Steen, M. van Stralen, J. P.W. Pluim, T. van Walsum,
J. G. Bosch, Segmentation of multiple heart cavities in wide-view fused
3D transesophageal echocardiograms, In Ultrasonics Symposium (IUS), in
press, 2014.



PhD Portfolio

International conference attendance Year ECTs

17th Ultrasound Contrast Imaging symposium, Rotterdam,
Netherlands

2011 0.6

IEEE International Ultrasonics Symposium, Orlando, USA 2011 1.2
18th Ultrasound Contrast Imaging symposium, Rotterdam,
Netherlands

2012 0.6

SPIE Medical Imaging, San Diego, USA 2012 1.2
IEEE International Ultrasonics Symposium, Dresden, Ger-
many

2012 1.2

19th Ultrasound Contrast Imaging symposium, Rotterdam,
Netherlands

2013 0.6

IEEE International Ultrasonics Symposium, Prague , Czech 2013 1.2
6th International Workshop on Medical Imaging and Aug-
mented Reality, Nagoya, Japan

2013 0.6

16th International Conference on Medical Image Computing
and Computer Assisted Intervention, Nagoya, Japan

2013 1.5

IEEE International Ultrasonics Symposium, Chicago, USA 2014 1.2

Conference presentations

Oral presentation - IEEE International Ultrasonics Sympo-
sium

2011 1.0

Oral presentation - SPIE Medical Imaging 2012 1.0
Poster presentation - IEEE International Ultrasonics Sym-
posium

2012 0.5

185



186 PHD PORTFOLIO

Oral presentation - IEEE International Ultrasonics Sympo-
sium

2013 1.0

Oral presentation - 6th International Workshop on Medical
Imaging and Augmented Reality

2013 0.5

Oral presentation - IEEE International Ultrasonics Sympo-
sium

2014 1.0

Teaching

Supervising MS student 2010 4.0
Supervising MS student 2011 4.0
Supervising MS student 2012 4.0
Supervising BS student 2013 4.0

Courses

English biomedical writing and communication 2012 4.0
Introduction to MeVisLab 2010 1.5
Introduction to C++ 2010 1.5
Knowledge driven Image Segmentation (ASCI) 2012 1.5
Advanced Pattern Recognition (ASCI) 2012 1.5
Animal imaging workshop (AMIE) 2011 0.9
Arrhythmia Research Methodology (COEUR) 2015 1.5
Cardiovascular Imaging and Diagnostics 2011 1.5

Total: 44.8



Acknowledgment

I began my PhD research about four years ago at Erasmus MC, University
Medical Center Rotterdam. During that time I became a member of the close-
knit BME family. Coming from my studies in the USA I was very happy to
do research in a country next to Germany. In my naive ways, I was expecting
that there would be descent bread, sausages and that I could finally escape this
sweet Belgium beer. What shall I say, all of these rather silly expectations were
disappointed, but the amazing work environment with great people and minds
that I found at Erasmus made me forget about all that in an instant. I would
like to thank all the members of this department for making my days more
pleasant.

I want to acknowledge Ton, for giving me a PhD position in the most amazing
environment, surrounded by knowledge, support and fantastic colleagues. The
lab has done and is doing so much amazing research, that I am very happy and
proud to be part of it.

Thank you to Nico and Gijs, who I was fortunate to have as supporters.
Your knowledge and expertise made me feel honored to be a part of your team
these past years. Nico, you even taught me some proper dialect from my home
town, which is really amazing.

I want to thank Hans for being the best adviser you could wish for. Your
patience and attention to detail is unmatched. Thank you so much for all the
support, revisions, and hard work that you have put in especially in a time of
need. It felt amazing to know that you always had my back. It was a pleasure
to get to know you outside of work as well on our climbing trips, in particular,
at Joshua Tree. I could have truly never asked for a better mentor.

Robert, Deine Hilfsbereitschaft ist nicht zu toppen und ”Nicht verzagen Ro-
bert fragen” trifft es wohl am besten. Vielen Dank für alles und deine Witze
werden unvergessen bleiben.

To my office mate, Gerard, thank you for fixing all my C++ build and

187



188 ACKNOWLEDGMENT

computer problems, which would have taken me days to solve. It was great to
have you sitting across from me every day and a lot of fun growing a jungle with
you.

Frits, Charles and Jan, it was always amazing to listen and learn from you
guys. I felt like almost any idea or problem I discussed with you, you had
already dealt with in one way or the other and were able to help me.

Telli, David, Krista thank you for taking me under your wings when I started
here as a baby PhD. Your support and advise helped me tremendously to settle
into the BME family.

To my friends, Verya, Guillaume and Zeynettin, my experience would not
have been the same without you. You expanded my knowledge of music, Rot-
terdam, and fitness. Thank you for all the barbecues, concerts, and especially
climbing competitions and excursions. Verya, I have to especially thank you for
not giving up on making a proper German out of me. Thank you so much for
the endless patients you had teaching me climbing and bringing me up amaz-
ing mountains. Your worry free, but very determined, way of life left quite an
impression on me. I also will never forget your lessons on being on time.

Ilya and Jacopo, thank you for being such good colleagues and roommates.
I will not forget all the delicious pancakes, Borscht, and risotto breakfasts and
dinners we shared.

The work atmosphere would have been a very different without Klazina,
Ying, Tom van Roij, Tom Kokhuis, Pieter, Muthu, Min, Tianshi, and Rik who
made each day more enjoyable with their smiles and upbeat attitudes.

Mieke, Gracia and Rita, thank you so much for helping me with all the
administrative paperwork. Gracia, I really appreciated your help to get me
back into the ’system’ after a glitch in H&R decided to fire me.

Deep, Jason, Reza, Sophinese and Jovana, I am very happy to have shared
time with you guys. Thank you for the many dinners and beers that we had
together. You are great researchers and you will certainly leave your footprint
in the labs reputation and history. Good luck with your PhD’s!

Geert and Michiel,thank you very much for the worry free designs and pro-
duction of any experimental setup I needed. I always loved to come down to the
machine shop to brain storm designs and to admire the amazing machinery you
have down there. Having such great minds and tools at my disposal is certainly
a unique and valuable thing for research, which I absolutely appreciate.

Hans Verdos, thank you for setting up all my Erasmus accounts and for
getting me a special keyboard and mouse so quickly when I strained my tendons
from too much typing.



189

I would also like to thank the Biomechanic group. It was a lot of fun dur-
ing the labuitjes and I learned a lot about mechanics and biology during the
presentations. With Lambert and Jelle, I certainly had the most interactions.
Thank you for the discussions on mechanical problems.

I would like to thank Dion Koeze, for his work on the fast normalized con-
volution update scheme and the adaptive reconstruction scheme. I did enjoy a
lot our math and philosophy discussions and I wish you all the best in your new
path.

I also would like to thank Stefan Klein and Theo van Walsum from the BIGR
group for their contribution to my research and fruitful discussions.

I especially want to thank my family for their unconditional love and support
in everything I do. Doreen, I could have never asked for a more amazing sister.
You made my Undergraduate thesis research possible, you are the most amazing
California road trip partner, and you always remind me to enjoy life. Vati, thank
you for giving me your brains and love for engineering and letting me pursue
anything I wanted to. Without this trust and freedom I would not have come
this far. Rebecca, thank you for your constant encouragement, putting up with
me and making our incredibly long-distance relationship work. Even thousands
of miles apart I could literately feel your love and support. I love you and can
not wait to get married to spend the rest of my life with you. Finally, Mutsch,
to whom this thesis is dedicated, you give me strength everyday. I love and miss
you.



190 ACKNOWLEDGMENT



Sponsoring




	Augmenting electrophysiology interventions with advanced 3D transesophageal echocardiography = Geavanceerde 3D transesofagale echocardiografie voor betere visualisatie van electrofysiologie-interventies
	Contents
	Chapter 1 - Introduction
	Chapter 2 - Image reconstructions from sparse and irregular sampled 2D transesophageal images. This chapter has been compiled from  
	Chapter 3 - Segmentation of multiple heart cavities in 3-D transesophageal ultrasound images.Haak A, Vegas-Sánchez-Ferrero G, Mulder HW, Ren B, Kirişli HA, Metz C, van Burken G, van Stralen M, Pluim JP, van der Steen AF, van Walsum T, Bosch JG.IEEE Trans Ultrason Ferroelectr Freq Control. 2015 Jun;62(6):1179-89. doi: 10.1109/TUFFC.2013.006228.PMID:    26067052 
	Chapter 4 - Fully automatic detection of salient features in 3-d transesophageal images.Curiale AH, Haak A, Vegas-Sánchez-Ferrero G, Ren B, Aja-Fernández S, Bosch JG.Ultrasound Med Biol. 2014 Dec;40(12):2868-84. doi: 10.1016/j.ultrasmedbio.2014.07.014. Epub 2014 Oct 11.PMID:    25308940 
	Chapter 5 - A transoesophageal echocardiographic image acquisition protocol for wide-view fusion of three-dimensional datasets to support atrial fibrillation catheter ablation.Ren B, Mulder HW, Haak A, van Stralen M, Szili-Torok T, Pluim JP, Geleijnse ML, Bosch JG.J Interv Card Electrophysiol. 2013 Jun;37(1):21-6. doi: 10.1007/s10840-012-9757-3. Epub 2012 Nov 21.PMID:    23179926 
	Chapter 6 - Fusion of Three-dimensional Transesophageal Echocardiographic Images of Left Atrium for Supporting Catheter Ablation Procedures: Comparison with Computed Tomography. This chapter has been published as:B. Ren, H.W. Mulder, A. Haak, J. McGhie, T. Szili-Torok, K. Nieman, M. vanStralen, J.P.W. Pluim, M.L. Geleijnse, and J.G. Bosch, Advanced Three-DimensionalEchocardiography, chapter 4.2, pages 147-161, (2014).
	Chapter 7 - Improved Segmentation of Multiple Cavities of the Heart in Wide-View 3-D Transesophageal Echocardiograms.Haak A, Ren B, Mulder HW, Vegas-Sánchez-Ferrero G, van Burken G, van der Steen AF, van Stralen M, Pluim JP, van Walsum T, Bosch JG.Ultrasound Med Biol. 2015 Jul;41(7):1991-2000. doi: 10.1016/j.ultrasmedbio.2015.03.011. Epub 2015 Apr 8.PMID:    25864017 
	Chapter 8 - Catheter shape estimation using tracked ultrasound imaging and Kalman filters
	Chapter 9 - Discussion and Conclusion
	Summary
	Samenvatting
	Curriculum Vitae
	Publications
	PhD Portfolio
	Acknowledgment

