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AbstrAct

Bioprosthetic heart valves are preferentially selected over mechanical prostheses in the 
majority of patients undergoing valve replacement surgery. These bioprostheses are prone 
to structural degeneration, and hence an increasing number of patients are presenting with 
bioprosthetic failure requiring redo surgery. In selected high-risk cases, successful implanta-
tion of a transcatheter aortic valve (TAV) within the failing bioprosthetic surgical aortic valve 
(SAV) or mitral valve (SMV) has been performed. Herein, we summarise the available evi-
dence, describe the technical challenges, and highlight important procedural considerations 
for these innovative interventions.

Keywords: aortic stenosis, surgical bioprosthesis, TAVI, TAV-in-SAV, TAVR, valve-in-valve, 
valve replacement surgery
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IntroductIon

In the 1970s, commercialisation of bioprosthetic surgical heart valves revolutionised the treat-
ment of aortic and mitral valve disease. These devices afforded elderly patients and others 
at considerable risk of bleeding the opportunity for curative surgical aortic or mitral valve 
replacement. Today, these prostheses are more frequently used than their mechanical equiva-
lent1. Indeed, recent guidelines have recognised bioprosthetic heart valves to be the standard 
of care for patients ≥60 years of age requiring aortic valve replacement and those ≥65 years old 
undergoing mitral valve replacement2.

In the last decade we have seen another paradigm shift in the treatment of patients with 
valvular heart disease. Transcatheter aortic valve implantation (TAVI) has again extended the 
promise of curative intervention to patients with severe aortic stenosis (AS) at excessive risk 
for aortic valve replacement3. As with most medical innovations, the remit of this technology 
has been extended beyond that initially conceived.

Perhaps the most interesting adaptation of TAVI is the treatment of patients with degen-
erative surgical bioprostheses. Most recently, the Medtronic CoreValve® (Medtronic, Min-
neapolis, MN, USA) has received Conformité Européenne approval for implantation within 
failing aortic bioprosthetic valves. This article aims to provide an update on the available 
evidence supporting this innovative use of transcatheter heart valve (THV) technology.

surgIcAl bIoprosthesIs fAIlure

Bioprosthetic heart valves are increasingly preferred to mechanical prostheses as lifelong 
anticoagulation can be avoided. This advantage is mitigated by structural deterioration of 
bioprosthetic valves, which have an average lifespan of between 12 and 20 years4,5. Improved 
bioprosthetic valve design has reduced the rate of structural deterioration and has resulted in 
these valves being used in younger patient cohorts2. Hence, patients with failing surgical bio-
prostheses are more frequently encountered. Redo aortic or mitral valve replacement surgery 
is the treatment of choice for these patients. Operative mortality for an elective redo aortic 
valve surgery is between 2% and 7%, and is comparable to the primary valve surgery in low-
risk cohorts6. However, a significant number of high-risk patients are declined redo surgery, or 
have protracted postoperative recovery and adverse outcomes7. In these cases, implantation of 
a transcatheter aortic valve (TAV) within a surgical aortic valve (SAV) or mitral valve (SMV) 
may offer a less invasive and effective alternative to conventional surgery (figure 1).
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figure 1 Case examples of TAV-in-SAV procedures. Transapical implantation of an Edwards SAPIEN valve 
inside: (A) Carpentier-Edwards Perimount; (B) Sorin Soprano; and (C) Medtronic Mosaic. Implantation of a 
Medtronic CoreValve within (D) Edwards Perimount; (E) Carpentier-Edwards porcine supra-annular valve; 
and (F) Sorin Soprano.

clAssIfIcAtIon of surgIcAl bIoprosthetIc vAlves

Understanding the construction of surgical bioprostheses and their failure modes is fun-
damental to successful valve-in-valve (VIV) procedures. These valves may be classified as 
stented or stentless, with the stented prostheses being more frequently encountered. Stented 
valves usually have a rigid base ring from which a stent or frame arises to support the valve 
leaflets (figure 2)8. The base ring and support frame are covered by pericardium or a synthetic 
material that protects the frame, and acts as an anchoring suture cuff. The base ring and frame 
are composed of metal alloys or plastics and can be radiolucent or radiopaque. The valve 
leaflets are of xenograft or homograft origin, and can be mounted inside (PERI-MOUNTTM 
[Edwards Lifesciences, Irvine, CA, USA], Epic [St. Jude Medical, St. Paul, MN, USA], Han-
cock II® [Medtronic, Minneapolis, MN, USA]) or outside (Mitroflow® [Sorin Group, Milan, 
Italy] TrifectaTM [St. Jude Medical, St. Paul, MN, USA]) the frame (figure 3). Bioprosthetic 
valves are usually placed at the level of the native aortic annulus though specific supra-annular 
designs are available (Magna [Edwards Lifesciences], Mosaic® [Medtronic]) to maximise the 
effective orifice area.
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Stentless valves do not have a base ring or frame to support the leaflets and are of heterograft, 
autograft or homograft origin (figure 4). A fabric suture cuff covers the inflow portion of the 
valve, thereby enabling fixation at the site of the excised native valve.

sIze lAbellIng of surgIcAl bIoprosthesIs

The labelled size of stented surgical bioprostheses corresponds to the external diameter of 
the base ring rather than the internal stent diameter that is relevant for THV sizing for VIV 
procedures (figure 2). The internal stent diameter represents the available diameter for THV 
implantation within the relatively non-distensible base ring. Tables detailing these diameters 
in all surgical bioprostheses are available9; however, pannus and calcification can lead to a 
discrepancy between observed and expected inner stent diameters. Thus, pre-implantation 

S79

figure 2 Carpentier-Edwards Peri-
mount Magna Ease aortic valve. A & 
B) Dimensions and design features of a 
stented bioprosthetic valve.
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multislice computed tomography remains crucial for THV sizing. Similar to stented valves, 
the labelled size of stentless valves and homografts usually corresponds to the valve’s outer 
diameter. The inner diameter of the valve is usually available though the absence of a base 
ring makes these prostheses more compliant than stented valves. Thus THV sizing can be 
performed in a manner akin to TAVI for native aortic valve stenosis.

S79

figure 3 Stented bioprosthetic valves. CE: Carpentier-Edwards.

figure 4 Stentless bioprosthetic valves.
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MechAnIsMs of surgIcAl bIoprosthesIs fAIlure

Bioprosthetic valve failure results from malfunction of the leaflets or the supporting structures 
(base ring or frame). Common mechanisms of valve failure include wear and tear, leaflet 
calcification, pannus formation, thrombosis, and infective endocarditis10. Leaflet tissue de-
terioration is the most common cause of bioprosthetic valve failure. Although leaflet failure 
usually occurs insidiously, failing leaflets can tear off the frame and can result in abrupt aortic 
or mitral insufficiency.

percutAneous treAtMent of fAIlIng surgIcAl AortIc 
bIoprosthetIc vAlves: tAv-In-sAv

Evidence critically evaluating the safety and efficacy of TAV-in-SAV procedures remains lim-
ited. While randomised trials comparing redo surgery with THV implantation have not been 
performed, several small case series and the Global Valve-in-Valve Registry have reported 
encouraging and intriguing results9,11–17. The latter is a voluntary registry that currently in-
cludes 459 TAV-in-SAV cases and 88 TAV-in-SMV cases performed in 55 centres worldwide. 
In this registry, high-risk patients (mean Society of Thoracic Surgeons [STS] risk of mortality 
score >11.9%) underwent TAV-in-SAV procedures for bioprosthetic regurgitation (30.7%), 
stenosis (39.2%), or mixed regurgitation and stenosis (30.1%). Most patients (79.7%) had 
failing stented surgical bioprosthetic valves.

clInIcAl outcoMes

30-day outcomes
Patients successfully discharged from the hospital following TAV-in-SAV experience improve-
ment in symptoms, as demonstrated by a reduction in New York Heart Association (NYHA) 
functional class17. At 30 days, more than 85% of patients report NYHA Class I/II symptoms14. 
Reported 30-day mortality rates are between 4.2% and 17%11,15. The Global Valve-in-Valve 
Registry has reported 30-day rates of all-cause and cardiovascular mortality of 7.6% and 6.5%, 
respectively (Ran Kornowski EuroPCR 2013, personal communication). These results are 
comparable to other TAVI cohorts and appear to confirm the safety of these complex inter-
ventions18–20. Importantly, physician experience is associated with improved acute procedural 
results15,17.
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long-term results
Six-month and one-year survival rates range from 86% to 94% and 84% to 92%, respec-
tively13,14,16,17. In the Global Valve-in-Valve Registry, survival at one year was 85% in Medtronic 
CoreValve patients and 81.3% in Edwards SAPIEN patients (p=0.44) (Ran Kornowski Eu-
roPCR 2013, personal communication). Transvalvular gradients also appear to be stable out 
to one-year follow-up14,17. According to the indication for VIV implantation, one-year survival 
was 91.2% in patients with aortic regurgitation, 83.9% in those with mixed disease, and 76.6% 
in patients with bioprosthetic stenosis (p=0.01). Indeed, baseline bioprosthetic stenosis was 
the strongest predictor of mortality at one year (Hazard Ratio: 4.8; 95% confidence interval 1.8 
to 12.5, p=0.002) (Ran Kornowski EuroPCR 2013, personal communication).

Longer-term follow-up is required to confirm the efficacy of TAV-in-SAV procedures. This 
is especially true in patients with high post-procedural transvalvular gradients, as underex-
pansion of the THV can lead to suboptimal valve function, impaired leaflet coaptation, and 
increased leaflet stress and dysfunction21,22.

stroke
The reported incidence of major 30-day stroke ranges from 0% to 2.4%9,13,15,16. Thus, it appears 
that periprocedural stroke may be less common with VIV procedures than with TAVI for 
native AS (3.8% to 5.0%)18,19. The lower than expected incidence of stroke in TAV-in-SAV pro-
cedures is probably multifactorial: patients tend to be younger than those undergoing TAVI 
for native AS; bioprosthetic regurgitation usually involves less extensive aortic calcification 
than native AS; and pre-implantation balloon dilatation is performed more sparingly and less 
aggressively in TAV-in-SAV procedures.

procedurAl outcoMes

coronary obstruction
Coronary obstruction following TAVI for native AS is rare (0.35%)23. In contrast, the reported 
incidence of coronary occlusion is ten times higher (3.5%) in patients undergoing TAV-in-
SAV14. The higher incidence may be explained by: 1) the position of the surgical bioprosthesis 
(annular or supra-annular: the latter reduces the distance to the coronary ostia); 2) the design 
features of the bioprosthesis (stented or stentless; internal or external leaflet mounting; leaflet 
length); and 3) the presence of bulky pannus. In particular, Mitroflow stented valves, which 
have externally mounted, elongated leaflets, and Freedom stentless valves (Sorin Group) have 
a higher incidence of left main occlusion14,16,24.

Left main rather than right coronary occlusion predominates due to the lower position 
of the left coronary ostium relative to the aortic annulus. Rapid haemodynamic instability, 
ST-segment changes, and ventricular arrhythmias are common23. Coronary occlusion compli-
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cating TAVI for native AS can usually be effectively treated percutaneously with success rates 
of 90% and in-hospital mortality of 8.3%23. In contrast, percutaneous intervention during 
TAV-in-SAV is more challenging, as the bioprosthetic valve posts or leaflets inhibit guidewire 
passage (figure 5)24. In-hospital mortality due to coronary occlusion in the Global Valve-in-
Valve Registry was 57.1%14.

figure 5 Left main coronary occlusion following TAV-in-SAV. Fluoroscopic images of a stenotic Medtronic 
Mosaic valve in the aortic position being treated by TAV-in-SAV with an Edwards SAPIEN valve. A) Position-
ing of the Edwards SAPIEN valve inside the failing bioprosthesis. Note the impressive calcification adjacent to 
the left main (arrow). B) Aortography following TAV-in-SAV demonstrates left main occlusion (dashed arrow). 
C) Stenting of the left main. D) Final result of left main stenting.

requirement for pacemaker
Approximately 10-40%25–27 and 4-7%28,29 of patients require a permanent pacemaker after Co-
reValve and Edwards SAPIEN implantation for native AS, respectively. The requirement for 
pacemaker following TAV-in-SAV procedures is lower. In the Global Valve-in-Valve Registry 
pacemakers were implanted in 12.2% of CoreValve and 4.9% of Edwards SAPIEN recipients, 
respectively (Ran Kornowski EuroPCR 2013, personal communication). The non-distensible 
base ring of the surgical prosthesis, paravalvular fibrotic change, and relatively high implanta-
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tion of the THV probably protect the conduction apparatus from the full distension force of 
the THV and mitigate against conduction disturbance.

transvalvular gradients
Elevated post-implantation transvalvular gradients appear to be the Achilles heel of TAV-
in-SAV procedures. Mean gradients are higher following TAV-in-SAV procedures (≈15-20 
mmHg) than TAVI for native AS (≈10 mmHg)9,14,15. High post-procedural gradients (mean 
gradient ≥20 mmHg) were reported in 28.4% in the Global Valve-in-Valve Registry14. This 
observation results in a large proportion of cases failing to meet the updated Valve Academic 
Research Consortium (VARC) definition of acute procedural success30. Elevated gradients 
may be explained by pre-existing prosthesis patient mismatch, which occurs in up to 52% of 
patients with a stented aortic bioprosthesis31, or by incomplete expansion of the THV within 
the rigid base ring of the surgical prosthesis22. This problem is most frequently encountered 
in those with surgical prostheses of small internal diameter (<20 mm). The limited number 
of available THV sizes has resulted in many patients being treated with THVs that would 
conventionally have been considered too large for the measured internal diameter of the fail-
ing surgical bioprosthesis. Thus, the relation of the THV diameter to the surgical bioprosthesis 
diameter (“prosthesis-to-prosthesis match”32) may be associated with elevated transvalvular 
gradients. It is interesting to speculate that the introduction of the 23 mm CoreValve and 20 
mm Edwards SAPIEN valve may yield a reduction in postprocedural transvalvular gradients, 
especially in those with small surgical bioprostheses.

Mean postprocedural gradients are also ≈5 mmHg higher with TAV-in-SAV using the Ed-
wards SAPIEN than with the CoreValve (p<0.0001)14. This difference is most apparent inside 
small surgical bioprostheses, where 43% of Edwards SAPIEN cases had transvalvular gradients 
>20 mmHg compared to 24% of CoreValve cases (Ran Kornowski EuroPCR 2013, personal 
communication). It is likely that the supra-annular functionality of the CoreValve provides 
a larger potential orifice area than the intra-annular position of the Edwards SAPIEN valve. 
Hence, the CoreValve is the preferred THV for patients with smaller surgical bioprostheses.

Elevated transvalvular gradients and prosthesis-patient mismatch following SAVR are 
associated with congestive heart failure, perioperative and long-term mortality33. However, 
the advanced age and comorbid status of patients undergoing TAV-in-SAV may render the 
long-term consequences of prosthesis-patient mismatch less significant. Close patient follow-
up and further study are required to establish the long-term clinical significance of prosthesis-
patient mismatch34.

paravalvular leak
Moderate to severe paravalvular leak occurs less frequently with TAV-in-SAV than TAVI for 
native AS. However, important (grade ≥2) paravalvular leaks continue to occur in approxi-
mately 5% of cases14. Moderate paravalvular leak appears to occur more commonly following 
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CoreValve implantation (8.9%) than with the Edwards SAPIEN valve (2.5%). Paravalvular 
leaks may occur between the THV and the surgical bioprosthesis or between the surgical 
bioprosthesis and the native annulus.

procedurAl consIderAtIons

pre-implantation balloon valvuloplasty
Opinions remain divided on the role of pre-implantation balloon aortic valvuloplasty (BAV) 
for TAV-in-SAV procedures. In cases where extensive calcification is present, BAV may be 
logical. However, the merit of BAV within the non-distensible base ring of stented biopros-
theses or in cases of primary aortic regurgitation is uncertain. Surgical bioprostheses are 
more susceptible to tearing than native aortic leaflets and ensuing haemodynamic instability 
can render TAV-in-SAV procedures more challenging35. More importantly, intervention on 
degenerated surgical bioprostheses carries a higher risk of debris embolisation and stroke. 
Indeed, balloon dilatation of prosthetic left-sided heart valves is contraindicated by societal 
guidelines2,36. Despite these recommendations, BAV was performed in 27.7% of cases in the 
Global Valve-in-Valve Registry (16.1% CoreValve; 46.2% Edwards SAPIEN)14.

Malposition of the thv
THV malposition during TAV-in-SAV procedures occurs frequently. The Global Valve-in-
Valve Registry reported initial malposition in 15.3%, additional manoeuvres to retrieve the 
CoreValve in 8.9%, and implantation of a second THV in 8.4%14. Malposition occurs more 
commonly during intervention on stentless surgical bioprostheses and particularly with the 
Medtronic Mosaic valve14. Several factors may account for the high rates of malposition. 
Firstly, the large variety of surgical valves with different constructions and fluoroscopic 
markers creates uncertainty in identifying the optimal position for implantation37. Second, 
in patients with predominant aortic regurgitation, the elevated stroke volume contributes to 
prosthesis instability during implantation. Third, the limited number of available THV sizes 
has necessitated the implantation of relatively larger THVs than in TAVI for native AS, thus 
making the implant more difficult.

A thorough understanding of the design and fluoroscopic identification of the surgical 
bioprosthesis is therefore essential. An iPhone app that helps identify the features of currently 
available surgical bioprostheses is available (http://www.ubqo.com/viv). Rapid ventricular 
pacing should be considered in patients with significant aortic regurgitation to reduce stroke 
volume and valve instability. In cases with limited fluoroscopic implantation landmarks, 
transoesophageal echocardiography should be used for device positioning. It is satisfying to 
note that the most recent data presented from the Global Valve-in-Valve Registry demonstrate 
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that the requirement for implantation of a second THV has fallen to 4.4% (Ran Kornowski 
EuroPCR 2013, personal communication).

percutAneous treAtMent of fAIlIng surgIcAl MItrAl 
bIoprosthetIc vAlves: tAv-In-sMv

Successful implantation of the Edwards SAPIEN valve within a failing surgical mitral valve 
was first reported in 200938. In subsequent years, several case reports and small series have 
demonstrated the feasibility and safety of this technique with both Edwards SAPIEN and 
Medtronic Melody THVs38–41.

safety and efficacy
Cheung et al have recently reported their institutional experience of 23 transapical TAV-in-
SMV cases42. In this high-risk cohort (mean STS score 12.2 ± 6.9%) declined conventional 
redo mitral valve replacement surgery, the mechanism of bioprosthetic failure was stenosis 
in 30.4%, regurgitation in 39.1%, and mixed in 30.4%. VARC-defined device success was 
achieved in 100% of cases and there was no 30-day mortality. The mitral transvalvular 
gradient significantly decreased from 11.1 ± 4.6 mmHg to 6.9 ± 2.2 mmHg following the 
VIV procedure, and all patients had no more than mild paravalvular mitral regurgitation. 
Haemodynamic or structural deterioration was not observed during follow-up, though one 
patient underwent a further valve-in-valve-in-valve procedure due to atrial migration of the 
Edwards SAPIEN valve. Heart failure symptoms improved in all but one patient (NYHA Class 
I/II). At a median follow-up of 753 days the Kaplan-Meier survival rate was 90.4%. Long-term 
durability and efficacy require further study.

procedural considerations
The majority of TAV-in-SMV cases have been performed using the transapical approach 
which provides direct and coaxial access to the failing mitral bioprosthesis. Alternative access 
routes are more technically challenging and include the transatrial approach using a right-
sided thoracotomy43, and the transvenous transseptal approach11. As stentless bioprostheses 
are used very infrequently in the mitral position, THV implantation can usually be performed 
using fluoroscopy. In cases where the sewing ring is radiopaque, the use of transoesophageal 
echocardiography is recommended. Similar to TAV-in-SAV procedures, THV sizing for failing 
mitral bioprostheses has been guided primarily by the manufacturers’ reported internal stent 
diameter, as well as screening computed tomography and intraprocedural echocardiography. 
These latter imaging modalities add important information regarding the failure mode of the 
surgical valve. In the series by Cheung and colleagues, 10% oversizing of the Edwards SAPIEN 
valve relative to the surgical bioprosthesis was considered appropriate42.
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unanswered questions
Although the frequency of VIV interventions is growing, it is important to note that there 
remain significant gaps in our understanding of these procedures. Long-term efficacy and 
durability remain unknown, particularly in patients with underexpanded THVs and high 
transvalvular gradients. A comparative effectiveness analysis comparing VIV with redo sur-
gery has not yet been performed. The optimal degree of THV oversizing inside the surgical 
bioprosthesis is unknown. Antiplatelet and anticoagulant regimens are untested. In which 
anatomical or patient groups are these procedures best avoided? Which THV should be pref-
erentially used for annular or supra-annular surgical bioprosthesis? What are the implications 
of prosthesis-patient mismatch in this patient population? Should specific VARC outcomes 
be developed for VIV procedures? Further study is required to address these important ques-
tions.

conclusIons

Current data support the treatment of patients with failing surgical bioprostheses at high op-
erative risk using THV technology in specialised centres. Although considerable gaps in our 
understanding of the long-term efficacy of these procedures remain, results to date suggest 
that these innovative procedures have the potential to become the standard of care for surgical 
bioprosthetic valve dysfunction.

conflict of interest statement N. Piazza is a proctor and a consultant for Medtronic. The 
other authors have no conflicts of interest to report.

Failing surgical bioprosthesis in aortic and mitral position 13



references

 1. Brown JM, O’Brien SM, Wu C, Sikora JA, Griffith BP, Gammie JS. Isolated aortic valve replacement in 
North America comprising 108,687 patients in 10 years: changes in risks, valve types, and outcomes in 
the Society of Thoracic Surgeons National Database. J Thorac Cardiovasc Surg. 2009; 137: 82-90.

 2. Vahanian A, Alfieri O, Andreotti F, Antunes MJ, Baron-Esquivias G, Baumgartner H, Borger MA, Car-
rel TP, De Bonis M, Evangelista A, Falk V, Iung B, Lancellotti P, Pierard L, Price S, Schafers HJ, Schuler 
G, Stepinska J, Swedberg K, Takkenberg J, Von Oppell UO, Windecker S, Zamorano JL, Zembala M. 
Guidelines on the management of valvular heart disease (version 2012). Eur Heart J. 2012; 33: 2451-96.

 3. Cribier A, Eltchaninoff H, Bash A, Borenstein N, Tron C, Bauer F, Derumeaux G, Anselme F, Laborde 
F, Leon MB. Percutaneous transcatheter implantation of an aortic valve prosthesis for calcific aortic 
stenosis: first human case description. Circulation. 2002; 106: 3006-8.

 4. Ruel M, Chan V, Bedard P, Kulik A, Ressler L, Lam BK, Rubens FD, Goldstein W, Hendry PJ, Masters 
RG, Mesana TG. Very long-term survival implications of heart valve replacement with tissue versus 
mechanical prostheses in adults <60 years of age. Circulation. 2007; 116: I294-300.

 5. Chan V, Malas T, Lapierre H, Boodhwani M, Lam BK, Rubens FD, Hendry PJ, Masters RG, Goldstein 
W, Mesana TG, Ruel M. Reoperation of left heart valve bioprostheses according to age at implantation. 
Circulation. 2011; 124: S75-80.

 6. Vogt PR, Brunner-LaRocca H, Sidler P, Zund G, Truniger K, Lachat M, Turina J, Turina MI. Reoperative 
surgery for degenerated aortic bioprostheses: predictors for emergency surgery and reoperative mortal-
ity. Eur J Cardiothorac Surg. 2000; 17: 134-9.

 7. Akins CW, Buckley MJ, Daggett WM, Hilgenberg AD, Vlahakes GJ, Torchiana DF, Madsen JC. Risk 
of reoperative valve replacement for failed mitral and aortic bioprostheses. Ann Thorac Surg. 1998; 65: 
1545-51; discussion 1551-2.

 8. Mylotte D, Lange R, Martucci G, Piazza N. Transcatheter heart valve implantation for failing surgical 
bioprostheses: technical considerations and evidence for valve-in-valve procedures. Heart. 2013; 99: 
960-7.

 9. Piazza N, Bleiziffer S, Brockmann G, Hendrick R, Deutsch MA, Opitz A, Mazzitelli D, Tassani-Prell P, 
Schreiber C, Lange R. Transcatheter aortic valve implantation for failing surgical aortic bioprosthetic 
valve: from concept to clinical application and evaluation (part 2). JACC Cardiovasc Interv. 2011; 4: 
733-42.

 10. Roselli EE, Smedira NG, Blackstone EH. Failure modes of the Carpentier-Edwards pericardial biopros-
thesis in the aortic position. J Heart Valve Dis. 2006; 15: 421-7; discussion 427-8.

 11. Webb JG, Wood DA, Ye J, Gurvitch R, Masson JB, Rodes-Cabau J, Osten M, Horlick E, Wendler O, 
Dumont E, Carere RG, Wijesinghe N, Nietlispach F, Johnson M, Thompson CR, Moss R, Leipsic J, Munt 
B, Lichtenstein SV, Cheung A. Transcatheter valve-in-valve implantation for failed bioprosthetic heart 
valves. Circulation. 2010; 121: 1848-57.

 12. Kempfert J, Van Linden A, Linke A, Borger MA, Rastan A, Mukherjee C, Ender J, Schuler G, Mohr 
FW, Walther T. Transapical off-pump valve-in-valve implantation in patients with degenerated aortic 
xenografts. Ann Thorac Surg. 2010; 89: 1934-41.

 13. Latib A, Ielasi A, Montorfano M, Maisano F, Chieffo A, Cioni M, Mussardo M, Bertoldi L, Shannon J, 
Sacco F, Covello RD, Figini F, Godino C, Grimaldi A, Spagnolo P, Alfieri O, Colombo A. Transcatheter 
valve-in-valve implantation with the Edwards SAPIEN in patients with bioprosthetic heart valve failure: 
the Milan experience. EuroIntervention. 2012; 7: 1275-84.

 14. Dvir D, Webb J, Brecker S, Bleiziffer S, Hildick-Smith D, Colombo A, Descoutures F, Hengstenberg C, 
Moat NE, Bekeredjian R, Napodano M, Testa L, Lefevre T, Guetta V, Nissen H, Hernandez JM, Roy D, 

14 Erasmus Medical Center Rotterdam



Teles RC, Segev A, Dumonteil N, Fiorina C, Gotzmann M, Tchetche D, Abdel-Wahab M, De Marco 
F, Baumbach A, Laborde JC, Kornowski R. Transcatheter aortic valve replacement for degenerative 
bioprosthetic surgical valves: results from the global valve-in-valve registry. Circulation. 2012; 126: 
2335-44.

 15. Eggebrecht H, Schafer U, Treede H, Boekstegers P, Babin-Ebell J, Ferrari M, Mollmann H, Baumgartner 
H, Carrel T, Kahlert P, Lange P, Walther T, Erbel R, Mehta RH, Thielmann M. Valve-in-valve transcath-
eter aortic valve implantation for degenerated bioprosthetic heart valves. JACC Cardiovasc Interv. 2011; 
4: 1218-27.

 16. Bedogni F, Laudisa ML, Pizzocri S, Tamburino C, Ussia GP, Petronio AS, Napodano M, Ramondo A, 
Presbitero P, Ettori F, Santoro G, Klugman S, De Marco F, Brambilla N, Testa L. Transcatheter valve-
in-valve implantation using Corevalve Revalving System for failed surgical aortic bioprostheses. JACC 
Cardiovasc Interv. 2011; 4: 1228-34.

 17. Linke A, Woitek F, Merx MW, Schiefer C, Mobius-Winkler S, Holzhey D, Rastan A, Ender J, Walther 
T, Kelm M, Mohr FW, Schuler G. Valve-in-valve implantation of Medtronic CoreValve prosthesis in 
patients with failing bioprosthetic aortic valves. Circ Cardiovasc Interv. 2012; 5: 689-97.

 18. Leon MB, Smith CR, Mack M, Miller DC, Moses JW, Svensson LG, Tuzcu EM, Webb JG, Fontana GP, 
Makkar RR, Brown DL, Block PC, Guyton RA, Pichard AD, Bavaria JE, Herrmann HC, Douglas PS, 
Petersen JL, Akin JJ, Anderson WN, Wang D, Pocock S. Transcatheter aortic-valve implantation for 
aortic stenosis in patients who cannot undergo surgery. N Engl J Med. 2010; 363: 1597-607.

 29. Smith CR, Leon MB, Mack MJ, Miller DC, Moses JW, Svensson LG, Tuzcu EM, Webb JG, Fontana 
GP, Makkar RR, Williams M, Dewey T, Kapadia S, Babaliaros V, Thourani VH, Corso P, Pichard AD, 
Bavaria JE, Herrmann HC, Akin JJ, Anderson WN, Wang D, Pocock SJ. Transcatheter versus surgical 
aortic-valve replacement in high-risk patients. N Engl J Med. 2011; 364: 2187-98.

 20. Ussia GP, Barbanti M, Petronio AS, Tarantini G, Ettori F, Colombo A, Violini R, Ramondo A, Santoro 
G, Klugmann S, Bedogni F, Maisano F, Marzocchi A, Poli A, De Carlo M, Napodano M, Fiorina C, De 
Marco F, Antoniucci D, de Cillis E, Capodanno D, Tamburino C. Transcatheter aortic valve implanta-
tion: 3-year outcomes of self-expanding CoreValve prosthesis. Eur Heart J. 2012; 33: 969-76.

 21. Azadani AN, Jaussaud N, Matthews PB, Ge L, Guy TS, Chuter TA, Tseng EE. Valve-in-valve implanta-
tion using a novel sup-ravalvular transcatheter aortic valve: proof of concept. Ann Thorac Surg. 2009; 88: 
1864-9.

 22. Azadani AN, Jaussaud N, Matthews PB, Ge L, Chuter TA, Tseng EE. Transcatheter aortic valves inad-
equately relieve stenosis in small degenerated bioprostheses. Interact Cardiovasc Thorac Surg. 2010; 11: 
70-7.

 23. Ribeiro HB, Nombela-Franco L, Urena M, Mok M, Pasian S, Doyle D, Delarochelliere R, Cote M, 
Laflamme L, Delarochelliere H, Allende R, Dumont E, Rodes-Cabau J. Coronary obstruction after 
transcatheter aortic valve implantation: a systematic review. JACC Cardiovasc Interv. 2013; 6: 452-61.

 24. Gurvitch R, Cheung A, Bedogni F, Webb JG. Coronary obstruction following transcatheter aortic valve-
in-valve implantation for failed surgical bioprostheses. Catheter Cardiovasc Interv. 2011; 77: 439-44.

 25. Guetta V, Goldenberg G, Segev A, Dvir D, Kornowski R, Finckelstein A, Hay I, Goldenberg I, Glikson 
M. Predictors and course of high-degree atrioventricular block after transcatheter aortic valve implan-
tation using the CoreValve Revalving System. Am J Cardiol. 2011; 108: 1600-5.

 26. Khawaja MZ, Rajani R, Cook A, Khavandi A, Moynagh A, Chowdhary S, Spence MS, Brown S, Khan 
SQ, Walker N, Trivedi U, Hutchinson N, De Belder AJ, Moat N, Blackman DJ, Levy RD, Manoharan 
G, Roberts D, Khogali SS, Crean P, Brecker SJ, Baumbach A, Mullen M, Laborde JC, Hildick-Smith D. 
Permanent pacemaker insertion after CoreValve transcatheter aortic valve implantation: incidence and 
contributing factors (the UK CoreValve Collaborative). Circulation. 2011; 123: 951-60.

Failing surgical bioprosthesis in aortic and mitral position 15



 27. Tchetche D, Modine T, Farah B, Vahdat O, Sudre A, Koussa M, Lereun C, Nejjari M, Choby M, Ros-
encher J, Sorbets E, Fajadet J. Update on the need for a permanent pacemaker after transcatheter aortic 
valve implantation using the CoreValve® Accutrak™ system. EuroIntervention. 2012; 8: 556-62.

 28. Eltchaninoff H, Prat A, Gilard M, Leguerrier A, Blanchard D, Fournial G, Iung B, Donzeau-Gouge P, 
Tribouilloy C, Debrux JL, Pavie A, Gueret P. Transcatheter aortic valve implantation: early results of the 
FRANCE (FRench Aortic National CoreValve and Edwards) registry. Eur Heart J. 2011; 32: 191-7.

 29. Thomas M, Schymik G, Walther T, Himbert D, Lefevre T, Treede H, Eggebrecht H, Rubino P, Michev I, 
Lange R, Anderson WN, Wendler O. Thirty-day results of the SAPIEN aortic Bioprosthesis European 
Outcome (SOURCE) Registry: A European registry of transcatheter aortic valve implantation using the 
Edwards SAPIEN valve. Circulation. 2010; 122: 62-9.

 30. Kappetein AP, Head SJ, Genereux P, Piazza N, van Mieghem NM, Blackstone EH, Brott TG, Cohen DJ, 
Cutlip DE, van Es GA, Hahn RT, Kirtane AJ, Krucoff MW, Kodali S, Mack MJ, Mehran R, Rodes-Cabau 
J, Vranckx P, Webb JG, Windecker S, Serruys PW, Leon MB. Updated standardized endpoint definitions 
for transcatheter aortic valve implantation: the Valve Academic Research Consortium-2 consensus 
document. EuroIntervention. 2012; 8: 782-95.

 31. Pibarot P, Honos GN, Durand LG, Dumesnil JG. The effect of prosthesis-patient mismatch on aortic 
bioprosthetic valve hemodynamic performance and patient clinical status. Can J Cardiol. 1996; 12: 
379-87.

 32. Ferrari E, Marcucci C, Sulzer C, von Segesser LK. Which available transapical transcatheter valve fits 
into degenerated aortic bioprostheses? Interact Cardiovasc Thorac Surg. 2010; 11: 83-5.

 33. Pibarot P, Dumesnil JG. Prosthetic heart valves: selection of the optimal prosthesis and long-term 
management. Circulation. 2009; 119: 1034-48.

 34. Clavel MA, Webb JG, Pibarot P, Altwegg L, Dumont E, Thompson C, De Larochelliere R, Doyle D, 
Masson JB, Bergeron S, Bertrand OF, Rodes-Cabau J. Comparison of the hemodynamic performance of 
percutaneous and surgical bioprostheses for the treatment of severe aortic stenosis. J Am Coll Cardiol. 
2009; 53: 1883-91.

 35. McKay CR, Waller BF, Hong R, Rubin N, Reid CL, Rahimtoola SH. Problems encountered with catheter 
balloon valvuloplasty of bioprosthetic aortic valves. Am Heart J. 1988; 115: 463-5.

 36. Bonow RO, Carabello BA, Kanu C, de Leon AC Jr, Faxon DP, Freed MD, Gaasch WH, Lytle BW, 
Nishimura RA, O’Gara PT, O’Rourke RA, Otto CM, Shah PM, Shanewise JS, Smith SC Jr, Jacobs AK, 
Adams CD, Anderson JL, Antman EM, Fuster V, Halperin JL, Hiratzka LF, Hunt SA, Nishimura R, Page 
RL, Riegel B. ACC/AHA 2006 guidelines for the management of patients with valvular heart disease: 
a report of the American College of Cardiology/American Heart Association Task Force on Practice 
Guidelines (writing committee to revise the 1998 Guidelines for the Management of Patients With 
Valvular Heart Disease): developed in collaboration with the Society of Cardiovascular Anesthesiolo-
gists: endorsed by the Society for Cardiovascular Angiography and Interventions and the Society of 
Thoracic Surgeons. Circulation. 2006; 114: e84-231.

 37. Bapat V, Mydin I, Chadalavada S, Tehrani H, Attia R, Thomas M. A guide to fluoroscopic identification 
and design of bioprosthetic valves: a reference for valve-in-valve procedure. Catheter Cardiovasc Interv. 
2013; 81: 853-61.

 38. Cheung A, Webb JG, Wong DR, Ye J, Masson JB, Carere RG, Lichtenstein SV. Transapical transcatheter 
mitral valve-in-valve implantation in a human. Ann Thorac Surg. 2009; 87: e18-20.

 39. Cerillo AG, Chiaramonti F, Murzi M, Bevilacqua S, Cerone E, Palmieri C, Del Sarto P, Mariani M, Berti 
S, Glauber M. Transcatheter valve in valve implantation for failed mitral and tricuspid bioprosthesis. 
Catheter Cardiovasc Interv. 2011; 78: 987-95.

16 Erasmus Medical Center Rotterdam



 40. Seiffert M, Conradi L, Baldus S, Schirmer J, Knap M, Blankenberg S, Reichenspurner H, Treede H. 
Transcatheter mitral valve-in-valve implantation in patients with degenerated bioprostheses. JACC 
Cardiovasc Interv. 2012; 5: 341-9.

 41. Cullen MW, Cabalka AK, Alli OO, Pislaru SV, Sorajja P, Nkomo VT, Malouf JF, Cetta F, Hagler DJ, 
Rihal CS. Transvenous, Antegrade Melody Valve-in-Valve Implantation for Bioprosthetic Mitral and 
Tricuspid Valve Dysfunction: A Case Series in Children and Adults. JACC Cardiovasc Interv. 2013; 6: 
598-605.

 42. Cheung A, Webb JG, Barbanti M, Freeman M, Binder RK, Thompson C, Wood DA, Ye J. 5-year experi-
ence with transcatheter transapical mitral valve-in-valve implantation for bioprosthetic valve dysfunc-
tion. J Am Coll Cardiol. 2013; 61: 1759-66.

 43. Cheung AW, Gurvitch R, Ye J, Wood D, Lichtenstein SV, Thompson C, Webb JG. Transcatheter trans-
apical mitral valve-in-valve implantations for a failed bioprosthesis: a case series. J Thorac Cardiovasc 
Surg. 2011; 141: 711-5.

Failing surgical bioprosthesis in aortic and mitral position 17


